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Structure of the Clostridial Neurotoxins
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Cocrystal of BoNT/B with sialyllactose.
Swaminathan S and Eswaramoorthy S,

Nat Struct Biol 2000, 7 (8), 693-9.
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Determination of activity of clostridial neurotoxins by the mice bioassay
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Determination of activity of clostridial neurotoxins by the mice bioassay
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Determination of
activity of
clostridial
neurotoxins by
an ex vivo assay
(MPN, mice
phrenic nerve
hemidiaphragm)
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Addition of BoNT/A (1 ng/ml) Time to paralysis (50%)

Read out of the MPN assay
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Concentration-response-curves of BoNT/A in MPN assay

n = 4 ± SD1 MLD = 6 pg pure BoNT/A
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Day to day variability of BoNT/A in MPN assay

25 MLD/ml of pure BoNT/A, same batch, n = 4 ± SD
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Day to day stability of in vitro  assay
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Comparison of 4 batches of pure BoNT/A in MPN assay

n = 4, SD < 10%
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Stess-stability of BoNT/A
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Heat stress stability of BoNT/A in MPN assay
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Stess-stability of BoNT/A

0,0

20,0

40,0

60,0

80,0

100,0

120,0

24 h 80°C 48 h 80°C 72 h 80°C 96 h 80°C 168 h 80°C 

C
o

n
te

n
t 

[%
] 

/ 
re

l.
 P

o
te

n
c
y

0

20

40

60

80

100

120

re
l.
 P

ro
te

o
ly

ti
c
 a

c
ti

v
it

y

% Gehalt

rel. Potency

[%]
Proteaseakt.

proteolytic activity

Heat stress stability of BoNT/A in MPN assay

activity in MPN assay

Andreas Rummel 16

Institut für
Toxikologie

Medizinische Hochschule Hannover

Stess-stability of BoNT/A
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Advantages of MPN assay
• No animal experiment but resembles mice bioassay
• Results within 2 hours
• Experimental conditions can easily be varied
• Can also be used to quantify neutralizing antibodies
   => service offered by www.toxogen.de

Disadvantages of MPN assay
• Animals are still required
• Requires experimental skills
• Sophisticated and expensive equipment ($ 100,000)
• Lavishes much time and money on validation
  under GMP regulations
• Only 4 tests can be performed per day under GMP
  (for screening up to 12 tests per person/facility/day) 
• Test is costly under GMP regulation
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