
n 1994, an A rmy medical cl i n i c
reported a problem during attempts to
resuscitate an infant.  FDA's investigation
d i s c ove red that the ex p i rat o ry ch a n n e l
had become occluded after a lubricant
was used in reconnecting the endotra-
cheal tube and the connector.  FDA subse-
quently issued a Public Health Advisory,
Occluded Endotracheal Tubes (February
28, 1994) to manufacturers, users, and
foreign governments (1).

Healthcare practitioners are the pri-
mary users of medical devices for direct
patient care. As such, they are in the best
position to recognize problems (such as in
the example above) that result from the
use of medical devices.  According to a
1986 General Accounting Office report (2),
82% of all device-related incidents are
discovered by nurses or physicians. The
outcome of a device-related adverse event
or product problem, as with any other
medical product (i.e., drug, biologic, or
special nutritional product), can be serious
and result in illness, injury, or even death.    

The active monitoring and reporting
of medical device problems by health pro-
fessionals and the facilities in which they
work leads to improved patient care and
increased safety, both for the patient and
for the operator of the device. The report-
ing of device problems to the manufactur-
er and/or the Food and Dru g
Administration (FDA), the federal agency
which regulates medical devices, is a crit-
ical communication link to ensure the
s a fety and effe c t iveness of medical
devices marketed in the United States.    

The sooner that FDA learns about a
problem, the sooner the agency can take
action to protect patient and user safety.
Sometimes a single report can initiate this
action.  Several case examples, based on
actual reports received by FDA, are found
throughout this article.

DEFINITION OF A MEDICAL
DEVICE

“There probably are not many terms in
the English language that cover as much
ground as ‘medical devices.’ Those words
encompass a great diversity of products from
bandages to heart valves, from thermometers
to the most advanced  therapeutic and diag-
nostic machinery” (3).

David A. Kessler, MD
Former Commissioner of
Food and Drugs

The Fe d e ral Fo o d, D ru g, a n d
Cosmetic Act (4) defines a medical device
as "an instrument, apparatus, implement,
machine, contrivance, implant, in vitro
reagent, or other similar or related arti-
cle,...which is...intended for use in the
diagnosis of disease or other conditions,
or in the cure, mitigation, treatment, or
p revention of disease...,or intended to
affect the structure or any function of the
body..., and which does not achieve any of
its principal intended purposes through
chemical action within or on the
body...and which is not dependent upon
being metabolized for the achievement of
any of its principal intended purposes."
Therefore, medical devices are different
from drugs, which work by chemical or
metabolic reactions within or on the body
to achieve their principal intended effects.

There are approximately 1800 cate-
gories of medical devices, and they vary in
both complexity and risk potential.  Some
of the more common medical dev i c e s
i n clude ve n t i l at o rs , h e a rt va l ve s , p a c e-
makers, X-ray machines, infusion pumps,
implants, biopsy equipment, and ultra-
sound. Accessories to devices such as
hoses, tubing, or software controlling a
device are also regulated as devices.   Less
complicated devices include sutures, bed-
p a n s , t h e rm o m e t e rs , s h a rps containers ,
and medical gloves.  Examples of lesser
known products that are also regulated as
devices are laboratory diagnostic tests;
sterilants and disinfectants used for med-
ical devices; water treatment used for dial-
ysis; cementing agents; sunglasses; topi-
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cal wound dressings; home diag n o s t i c
kits; and even leeches. 

Simply, if a product is not a medica-
tion (drug or biologic) and is used for
diagnosis or treatment, it is probably a
medical device.

An understanding of the routes by
which medical devices come to be mar-
ke t e d, and the limitations of wh at is
known about a device before it is market-
ed, offers valuable insight into why it is so
important that health professionals closely
monitor medical devices which they use in
their clinical practice.

THE PREMARKET REVIEW
Before medical devices can be made

available for use by the healthcare com-
munity, the manufacturer must first gain
approval or permission for marketing by
F DA.  Pa rt of the pre m a rket rev i ew
requires that device manufacturers devel-
op good testing and manufacturing prac-
tices (which are inspected by FDA).  The
desired outcome of this process is the pro-
duction of a consistently well-made, reli-
able, safe, and effective medical device
which the user can depend upon to func-
tion for the specified life of the product.

It was not until 1976, when Congress
amended the Food, Drug, and Cosmetic
Act, that FDA received the authority to
re q u i re that new medical devices be
proven safe and effective before being
marketed.  Prior to that time, FDA could
only take action against hazardous or mis-
represented devices after they were in the
marketplace. The 1976 law created two
primary routes to market medical devices,
based on risk potential and product com-
plexity:

1) The 510(k) or premarket notifi-
cation is the simplest and most common
route.  For a device to be cleared via this
route, the manufacturer must demonstrate
t h at the new product is "substantially
equivalent" to a device that is already on       

the market (the  assumption is that the new
p roduct is safe and effe c t ive for the
intended use, performs consistently, and is
as good as what is currently available on
the market).  FDA then reviews the device
by assessing the similarities to a device(s)
already on the market.  Examples include
infusion pumps, foley catheters, and endo-
tracheal tubes.

2) The PMA or premarket app-
roval application route must be used if
the new medical device is not similar to a
device already on the market.  In this case,
the manufacturer must conduct clinical
and pre clinical scientific studies to
demonstrate that the device is safe and
effective for its intended uses.  Examples
of devices in which a PMA was filed
include stentless heart valves, coated vas-
cular g rafts, and implantable devices that
combine cardiac pacing with defibrilla-
tion. 

Note: Medical devices which were on
the market prior to 1976 were "grandfa-
thered," which means they were allowed
to remain in general use, but are subject to
an FDA request for safety and effective-
ness data from studies.  

In spite of a ri go rous pre m a rke t
review process, medical devices (or any
other medical products) are only as safe as
the information known at that moment in
time.  For example, clinical trials for a
medical device may involve only a few
hundred patients; medical devices are typ-
ically "bench-tested" (rather than tested in
real-life clinical situations); and unlike
drugs, most durable medical devices have
no established end-of-life (i.e. , it is
unknown how long a device can be used
and how fre q u e n t ly it can be used).
Th e re fo re, h e a l t h c a re pro fe s s i o n a l s
cannot assume that FDA has deter-
mined definitively that a device cleared
for marketing is ab s o l u t e ly safe fo r
human use.

The accumulation, review, and evalu-
ation of information that is gained about a
product once it is cleared and available for
marketing is called Postmarket Surveil-
lance.

THE IMPORTANCE OF
POSTMARKET SURVEILLANCE

Once the premarket process is com-

pleted and a device goes into widespread
use, unforeseen problems can still arise.
For example, adverse effects that occur
relatively rarely or relate to product label-
ing (including instructions) or user tech-
nique and skill, cannot always be detected
during the premarket review. Furthermore,
questions related to durability, biocompat-
ibility, and toxicology in humans may not
be answered with certainty until a device
has been on the market for a number of
years.  

Hospitals and other clinical settings
monitor for problems with devices and
other products within their fa c i l i t i e s .
These internal surveillance systems help
to track and trend problems within the
facility to improve the delivery of patient
care.

FDA and manufacturers utilize a vari-
ety of postmarket surveillance tools to sig-
nal important events or trends in order to
help identify the cause of device failures
and to take appropriate action.  In addi-
tion, medical devices continue to be tested
by the manufacturer even after approval.
FDA also performs in-house laboratory
research to further analyze problems relat-
ed to device safety.

To optimize postmarket surve i l-
lance in the detection of medical device
problems, FDA and manufacturers are
dependent upon individual healthcare
professionals and the facilities in which
t h ey wo rk to rep o rt pro blems with
medical devices.   

IDENTIFYING AND AVOIDING
PROBLEMS WITH MEDICAL
DEVICES

Types of Problems
Problems with medical devices generally
fall into one of the following three broad
categories:

• Device Problems:
D evice pro blems include malfunc-

tions (e.g., mechanical, electrical, or soft-
wa re - re l at e d ) , m a nu fa c t u ring defects in
product design or development, or materi-
al problems such as product instability.

• Use Problems:
Use problems may be caused by inad-

equate or misleading labeling, confusing
instructions, inadequate packaging, design 
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CASE EXAMPLE: An 81 year old female
was undergoing surgery for a left hip
implant.  The surgery was proceeding rou-
t i n e ly until the surgeon placed bone
cement into the acetabular area in prepara-
tion to fit the hip implant.  The patient
went into anaphylactic shock and died.
Q - Is bone cement a medical device? 
A - Yes.



problems which make the device difficult
to use, or inadequate training in the use of
the device.  Use problems can cause or
induce user errors. (See boxed informa-
tion “Human Factors” on this page).

• Clinical Problems:
Clinical problems can occur with a

patient who is sensitive or allergic to a
device, has a preexisting condition that
makes the device difficult or risky to use,
or in whom the device would have an
inherent risk. 

Avoiding problems

Healthcare professionals can do some
simple things to avoid common problems
with medical devices:

• understand how a device should be
used, and for which patients it is 
probably not safe

• be familiar with the instructions and
other labeling

• inspect and test equipment prior to 
use 

• make sure that devices are properly
maintained and serviced

• do not use a device that has malfun-
tioned until it has been “cleared” by
the appropriate facility staff (i.e., bio-
medical engineering)

• understand that the manufacturer 
may not be held liable for patient 
injury if a medical device is used in
a manner not specified in the labeling
(8,9,10).

• do not use a device past its expira-
tion date.

REPORTING DEVICE-RELATED
PROBLEMS:

Healthcare professionals are encour-
aged to report medical device problems
directly to the manufacturer and/or FDA
whenever it is suspected that the product
caused or contributed to an adverse out-
come.  However, health professionals who
practice in hospitals, outpatient treatment,
diagnostic, and surgical facilities, or long-
term care facilities need to be aware that
their facility is responsible for reporting 
serious device-related events to the man-
ufacturer and/or FDA.  These types of
facilities are called device "user facilities."  
The key to effective reporting is to under-
stand the two complementary avenues for
national adverse event reporting:

• Medical Device Reporting (MDR)
requires device user facilities, man-
ufacturers, and distributors to promp-
tly notify FDA about device-related   
events that may have caused or con-
tributed to a death, serious illness or
injury; and  

• MedWatch, the FDA Medical Products
Reporting Program, which encour-
ages individual health professionals 
to notify FDA and/or the manufactur-
er about serious adverse events and
product problems with medical prod-
ucts. (i.e., events not reportable under 
MDR).

MEDICAL DEVICE REPORTING
(MDR) BY USER FACILITIES

The purpose of MDR is to ensure that
the most serious problems with medical
devices will be identified at the level of
the user and will be reported by the user
facility to the manufacturer and/or the
FDA.  The MDR regulation was published
on December 11, 1995 (11) and became
effective on July 31, 1996.  This regula-
tion facilitates the implementation of the
user facility reporting requirements of the
Safe Medical Devices Act of 1990 (12) and
adds new requirements for manufacturers
and user facilities, as well as requirements
for written procedures, complaint files,
and reporting forms.  Since the user facil-
ity has direct access to the patient and the
device, it is in the best position to obtain
the information that manufacturers and
FDA need to determine whether the event
presents a public health risk (13).

What is a device user facility?
Healthcare professionals who prac-

tice in any of the following types of clini-
cal settings are working in a device user
facility (i.e., facilities which are subject to
MDR reporting):

• Hospitals (providers of diagnostic,
therapeutic, surgical, and other 
patient services which include gener-
al, chronic disease, rehabilitative,
psychiatric, and other special-purpose
facilities)

• Long-Term Care Facilities
(providers of skilled nursing care,
hospice care, or rehabilitation ser-
vices)

• Ambulatory Surgical Facilities
(providers of same-day outpatient 
surgical services)

• Outpatient Treatment Facilities
(providers of nonsurgical therapeutic 
care on an outpatient basis, which
includes ambulance providers, rescue
services, and home healthcare
services)

• Outpatient Diagnostic Facilities
(providers of diagnostic testing on an
outpatient basis, such as diagnostic 
radiography, mammography, ultra-
sonography, electrocardiography,
magnetic resonance imaging, com-
puterized axial tomography, and in-
vitro testing services).

There are clinical settings which are
exe m p t f rom MDR rep o rting re q u i re -
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HUMAN FACTORS

(the study of the interaction between the
user and the device)

FDA is interested in knowing about device
use problems in order to minimize error
and patient injuries that result from user
error (5).  Human factors problems are
more likely to occur with  technologically
advanced devices, such as programmable
devices (6).  Device use problems can hap-
pen in spite of adequate training and a
high level of caution. 

Examples of design problems that tend to
induce user error include: complicated or
unconventional arrangements of controls,
displays, and tubing; poor design that
m a kes installation and maintenance
unnecessarily complex; ambiguous or dif-
ficult to read displays; confusing or
unnecessarily intrusive alarms; hard to
remember or confusing device operating
procedures; inadequate device feedback
or status indication that causes user uncer-
tainty; and poorly designed labeling (7).

On the other hand, well-designed devices
are those that are consistent with the user's
experience; are logical and not confusing;
minimize the need for depending on mem-
ory and making mental calculations; do
not overtax the user's strength, dexterity,
visual ability, or auditory capacity; alert
the user to device-related problems; pre-
vent users from making fatal errors that
could otherwise occur easily; and are sup-
ported by readable and understandable
labeling(7) .

Health care pra c t i t i o n e rs can play an
active role in device design by reporting
information that they believe will help a
manufacturer make a better device.



ments.  These facilities include offices of
physicians, dentists, chiropractors, optom-
etrists, nurse practitioners, school-based
clinics, employee health clinics, and free-
standing care units. However, health pro-
fessionals who work under the auspices
of a user facility are subject to their
facility’s mandatory reporting require-
ments.

How and what must user facilities
report?

User facilities are required to com-
plete a mandatory reporting form (FDA
3500A) whenever they receive or other-
wise become aware of information that
reasonably suggests that a device has or
may have caused or contributed to the
death, serious illness, or serious injury
of a patient in the facility.   Mandatory
reporting requirements by user facilities
could also include device malfunctions
and/or user error which results in death
or serious illness/injury. See TABLE 1
for further clarification of the meaning of
“caused or contributed” and TABLE 2 for
the FDA definition of “serious illness/seri-
ous injury” related to device reporting.

The user facility has the  responsibil-
ity for determining if the device-related
event is reportable based on the facts and 
circumstances observed by its medical or
nursing personnel.  

User facilities have an add i t i o n a l
responsibility to report, on a semiannual
basis, all reports they submitted to FDA
and the manufacturer within the previous
6 months.  FDA uses these reports to mon-
itor the compliance of the manufacturer
with their reporting requirements.  

Note: There are no mandatory report-
ing requirements for user facilities to 
report adverse events or problems with
other medical products, such as medica-
tions.  However, healthcare professionals
a re encouraged to rep o rt these occur-
rences via the vo l u n t a ry MedWat ch
reporting mechanism.

Death: Must be reported by the user facil-
ity to the FDA and the manufacturer of
the device within 10 working days of the
facility becoming aware of the event.

CASE EXAMPLE: A 35 year old female
suffered a severe head injury in a car acci-
dent.  Upon discharge from the hospital,
she remained disoriented and easily agitat-
ed, and was followed by a home care

agency for further care.  Her physician's 
o rd e rs included IV medications to be
infused via an infusion pump, physical
therapy, and an electric hospital bed for
long-term use. The patient was unattended
one day for about 45 minutes, after which
time the caregiver entered the room and
found the patient's body hanging between
the side rail of the bed and the floor.  It
appeared that the patient had attempted to
get out of bed by slipping through the side
rails.  Her head became entrapped between
the side rails and, unable to extricate her-
self, she was strangled. Q - Is this death a
reportable event?  A - Yes.  Since the elec-
tric hospital bed (a medical device) might
have caused or contributed to the patient’s
death, the event is reportable by the home
care agency (the user facility) to FDA and
the manufacturer within 10 working days of
becoming aware of the event.

TABLE 1
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Serious illness/injury: Must be reported
by the user facility to the device manu-
facturer within 10 working days of the

DEVICE-RELATED SERIOUS
ILLNESS/INJURY

FDA defines a device-related serious
injury as an injury or illness that:

• Is life-threatening; 

• Results in permanent impairment/
damage to body function or
structure; or  

• Necessitates medical/surgical
intervention to prevent permanent  
impairment/damage of body
function/structure

TABLE 2

CAUSED OR CONTRIBUTED

“Caused or contributed” means that an
incident was or may be attributable to a
medical device. The medical device
may have been a factor in a death or
serious injury, including events which
occurred as a result of:

Device failure

Manufacturer defect

Malfunction

Improper/inadequate design

Improper/inadequate labeling

User error

facility becoming aware of the event.  (If
the manufacturer is unknown, the report
should be sent to the FDA.)

FDA encourages user facilities to
submit reports of device malfunctions that
do not result in death or serious injury
directly to the manufacturer using the
mandatory reporting form (FDA 3500A).
Although these reports are not mandatory
under the law, they provide important
information that can result in product
recalls and other types of corre c t ive
action. 

CASE EXAMPLE: A 56 year old male
entered an outpatient treatment facility to
receive radiation therapy for throat cancer.
He subsequently  sustained burns central
to and bordering the treatment area.  Upon
further investigation by the facility, it was
discovered that the Radiation Treatment
Planning System (RTP) had a software
problem which included an algorithmic
error resulting in irregular field settings.
Due to this error, the patient received a
22% overdose of radiation to areas outside
of the central beam axis during the course
of his linear accelerator-based therapy.  His
radiation therapy was suspended, and he
received treatment for his burns. Q - Is this
injury a reportable event?  A - Yes.  A soft-
wa re pro blem with the RTP (medical
device) resulted in a serious burn injury to
the patient, which required medical inter-
vention to prevent permanent damage to
body structure. The outpatient treatment
facility (the user facility) should report this
event to the manufacturer within 10 work-
ing days of becoming aware of the event. 

CASE EXAMPLE: During a routine angio-
plasty procedure in a hospital, the tip of a
p e rcutaneous transluminal angi o p l a s t y
catheter detached. The patient experi-
enced no electrocardiographic changes or
chest pain and was transferred to the med-
ical intensive care unit.  He ultimately
underwent surgery to remove the wire tip
of the catheter. Q - Is this a reportable
event?  A - Yes.  Medical  intervention was
necessary (one of the definitions of "seri-
ous"), after the device (catheter) malfunc-
tioned, to prevent permanent impairment to
body function.  The hospital (the user facil-
ity) should report this event to the manu-
facturer of the device (within the 10 work-
ing day limit).



Of special note:

• Health professionals need to be aware
that if a patient brings his/her own medical
device (i.e., a wheelchair) into a user facil-
ity for personal use and the device causes
or contributes to the patient's injury or
death, the event is reportable under MDR
(even though the device is not owned or
leased by the user facility) because it
occurred in a user facility (14).

• Healthcare professionals who work in
user facilities and sustain a device-related
illness/injury (or death) are considered
“patients” of that user facility and any
serious adverse event reportable under the
law would be reported as if it had hap-
pened to a patient in that facility.

The role of the healthcare profes-
sional in user facility reporting:

It is critical that health professionals
wo rking in user facilities monitor 
and report all device problems in accor-
dance with the procedures established by
their facility.

These procedures will probably include:

• Removing the defective device from
the patient area;  

• Labeling the device with a descrip-
tion of the problem and the date;  

• Recording the name, model number,
and manufacturer of the device; 

• Notifying the appropriate personnel;  

• Filling out an incident report, and
submitting all the evidence with the
written report.
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CASE EXAMPLE: A 2 year old female
was admitted to the hospital with a fever
of unknown origin and diagnosed with
sickle cell anemia.  The child was receiv-
ing D5W with potassium IV at 20 cc/hr
per a large volume infusion pump.  The
mother, who was in the room with the
child, heard the pump alarm and turned on
the nurse call light.  The nurse heard the
pump alarming upon entering the room.
The child was coughing and having diffi-
culty breathing. When the nurse attempt-
ed to better open the patient's airway, the
child  became limp and unresponsive. A
code was called and CPR was initiated.
The patient was removed from the pump
and transferred to the ICU, where she died
several hours later. Q - What would be
some of the device-related actions which
should be taken?  A - A health profession-
al witnessing this event needs to identify
that the infusion pump might have con-
t ri buted to the death of the pat i e n t .
Established procedures within that facili-
ty must be followed. These procedures
may include that the pump be labeled,
re m oved from the clinical are a , a n d
checked to evaluate why it was alarming
(whether it was programmed correctly,
whether there appeared to be over/under
infusion, whether the tubing was pro p e rly
i n s t a l l e d, e t c.).  The healthcare professional
should also notify the appropriate person-
nel within his/her facility (such as the risk
manage r ) , and complete the necessary wri t t e n
rep o rt. 

CASE EXAMPLE: A 40 year old female
undergoing a laminectomy was adminis-
tered what the anesthesiologist thought to
be 100% oxygen (to bring her out of anes-
thesia).  When the patient became cyanotic,
the anesthesiologist immediately removed
her from the ventilator, believing it was
malfunctioning. The patient was  manually
resuscitated. Three hours later, in the same
operating room, a four month old prema-
ture infant was in surgery for a ventricu-
loperitoneal shunt.  When the same ventila-
tor was used, and oxygenation had been ini-
tiated, the infant became cyanotic and CPR
had to be administered.  Upon investigation
by the hospital, it was found that the oxy-
gen hose was inappropriately assembled
into the nitrous oxide inlet and the nitrous
oxide hose was inappropriately assembled
into the oxygen inlet.  The biomedical engi-
neering department documented that the
manufacturing firm had delivered and set
up the device for use.  Subsequently, no one
had ch e cked the ve n t i l ator connections
prior to use of the device. Q - Is this a
reportable event?  A - Yes.  The incorrect
a s s e m bly of the ve n t i l ator connections
(medical device) resulted in a life-threaten-
ing event (one of the definitions of "seri-
ous").  This event should be reported by the
hospital (the user facility) to the manufac-
turer (within the 10 working day limit).

CASE EXAMPLE: A flash fire occurred
during a blepharoplasty procedure being
performed on a 40 year old male in an out-
patient surgical facility. The patient was
receiving oxygen via nasal cannula.  The
surgeon was cauterizing with an electrosur-
gical cutting and coagulation device when a
" golf ball-sized" flash occurre d.  Th e
patient's eyelashes, face, and cornea were
burned. The burns were treated by debride-
ment and ointment, and the patient ulti-
mately required treatment by an ophthal-
mologist.  The electrosurgical device was
evaluated by the manufacturing firm and
found to be functioning properly. The
i n s t ruction manual contained wa rn i n g s
regarding fire hazards specifically with the
use of electrosurgery in an oxygen enriched
environment.  Q - Is this event reportable
even though the labeling warns of potential
fires? A - Yes.  The patient required medical
intervention to prevent permanent impair-
ment after receiving an injury attributed to
the use of the dev i c e.  The outpatient surgi c a l
facility (the user facility) should report this
event to the manufacturer within 10 work-

ing days of becoming aware of the event.

CASE EXAMPLE: A 34 year old female
with a nonpalpable breast lesion discovered
by mammograp hy entered an outpat i e n t
diagnostic facility for a large core needle
biopsy under stereotactic guidance. The
patient experienced no discomfort after the
procedure, but a subsequent mammogram
revealed that metal shavings and fragments
from the 14 gauge needle had remained in
the breast tissue after the biopsy was per-
formed. This was due to multiple firings of
the biopsy gun into the tissue that resulted
in the needle hitting the cannula, causing
the burring. Q - Is this event reportable
under the law by the user facility?  A - No.
This is a device malfunction which did not
meet the definition of a seri o u s
i l l n e s s / i n j u ry.  Howeve r, F DA stro n g ly
encourages user facilities to report device
malfunctions to the manufacturer and/or
MedWatch so that they can take appropriate
action if needed.

CASE EXAMPLE: A nurse in a hospital
was preparing to draw up a medication into
a 5 cc syringe.  In the process, he noticed
the markings on the syringe were at an
angle that made it impossible to draw up the
medication accurately.  He then checked the
drawer where the syringes were stored and
noticed at least 10 other syringes that were
mismarked.  Upon opening a new box of
syringes, he discovered all the syringes
were correctly marked. Q - Is this event
reportable under the law by the user facili-
ty?  A - No.  Although this device problem is
not reportable under the law, FDA would
encourage the user facility to report it to the
manufacturer and/or MedWatch



Although the healthcare professional 
might be the one to discover the problem,
the ultimate responsibility for reporting
device-related events to the manufacturer
and/or FDA rests with the user facility.
The healthcare professional does not need
to determine if a device-related incident is
reportable to FDA or the manufacturer.
The user facility investigating team will
m a ke this determ i n ation within the
requirements of MDR.

Above and beyond following internal
reporting policies in their user facility,
healthcare professionals are encouraged to
t a ke an active role in developing the
m a n d at o ry device monitoring system
which will provide an effective mecha-
nism for data collection, documentation,
and evaluation.

VOLUNTARY REPORTING BY
HEALTH CARE PROFESSIONALS

The second rep o rting mech a n i s m ,
voluntary reporting by healthcare profes-
sionals, is just as vital as mandatory MDR
in protecting the safety of patients and
device operators.

Under  MEDWATCH, FDA’s Medical
Products Reporting Program, health pro-
fessionals are encouraged to report serious
adverse events and product problems with
all medical products (i.e., drugs, biolog-
ics, medical devices, and special nutrition-
al pro d u c t s , i n cluding dietary supple-
m e n t s , i n fant fo rmu l a s , and medical
foods) to FDA and/or the manufacturer.
Health pro fessionals use the vo l u n t a ry
reporting form (FDA 3500).  Whenever a
device fails to perform as expected, it
should be kept, as well as any other mate-
rial evidence that could be used if an
investigation of the product is made (15).
Medical devices should not be sent to
FDA.

The definition of a serious adverse
event is broadly defined within voluntary
reporting to include any patient outcome
that results in  death, a life-threatening
eve n t , h o s p i t a l i z ation (initial or pro-
longed), disability, a congenital anomaly,
or if medical or surgical intervention was
required to prevent permanent damage.
Health professionals do not need to prove
causality; a suspected possible association
between a product and an adverse patient
outcome is sufficient reason to report.

FDA is also interested in reports of
product problems such as inaccurate or
unreadable labeling, packaging or product
mix-up, contamination or stability prob-
lems, defective devices, or product confu-
sion (caused by name, labeling, design, or
packaging).

When can the voluntary system be
used to report problems with medical
devices?

1. To rep o rt medical device eve n t s
occurring in clinical settings which are
exempt from user facility reporting (such
as the office of a physician, nurse practi-
tioner, or dentist).  Events that are particu-
larly important to report are serious device
malfunctions that result in a death or
injury, or when a device-related condition
is created that may be unsafe, hazardous,
or otherwise presents a public health con-

cern.  FDA is not interested in reports
from health professionals if personal pref-
erence is at issue rather than device per-
formance.

2. To report some medical device events
occurring within a user facility (it is usu-
ally the  user facility that makes the deci-
sion to file a voluntary device report). 
User facilities are encouraged to use the
m a n d at o ry ve rsion of the fo rm , F DA
3500A, even though the reporting is vol-
untary, because the 3500A requests addi-
tional necessary info rm ation about the
device incident. 

• Voluntary reporting is appropriate
for a "near miss"  (i.e., under slightly
different circumstances, a serious 
injury or death might have occurred) 
When a potential hazard is recognized,
corrective action should always be 
taken.  FDA encourages the voluntary
reporting of "near misses" to the
device manufacturer (16).

• The voluntary reporting mechanism 
can also be used for reporting user  
error not resulting in death or serious 
illness/injury, because such events may
indicate that the labeling for a device 
does not provide adequate directions 
for use or adequate warnings (17).

• Finally, voluntary reporting of
device-related problems in a user
facility is appropriate for device-relat -
ed events not reportable under the 
law (i.e., not causing or contributing to 
serious illness/injury or death) which
affect product quality such as defective
devices, inaccurate or unreadable pro-
duct labeling, packaging or product
mix-up, contamination, or stability
problems. 

It is important to note that voluntary
reporting on the FDA 3500 by health
professionals does not satisfy their user
facility's medical device rep o rt i n g
requirements under MDR.  Health pro-
fessionals should fo l l ow the intern a l
incident rep o rting pro c e d u res within
their facilities for all dev i c e - re l at e d
events.  However, health professionals
can file an individual report using the
FDA 3500 form.
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The MDR regulation specifies that
the fo l l owing be done in all user fa c i l i t i e s :

• Obtain copies of the MDR regula-
tion, reporting forms and instruc -
tions, and coding manual.

• Designate an MDR contact person 
(e.g., the facility administrator, risk 
manager, or biomedical/clinical 
engineer).  The contact person can   
rely on a committee to determine 
reportablility of events.

• Develop written procedures ex-
plaining how the user facility  
intends to comply with MDR
requirements (usually these proce-
dures have been added to the moni-
toring systems already present in 
the facility) .

• Start a file of reports and informa-
tion that is sent to FDA and the 
manufacturer.  Files must be kept 
not only for events which were
reported, but for those not reported,
and  must be maintained for two ye a rs. 

• Develop internal systems to identify 
device-related events, determine 
which events must be reported, pro-
vide documentation of decisions,
and ensure that forms are properly
completed and submitted within the 
required time frame.

N o t e : The Joint Commission on
Accreditation of Healthcare Organiza-
tions (JCAHO) will be reviewing com-
pliance with MDR during their site vis-
its. User facilities can also be visited by
FDA investigators to determine whether
they are in compliance with MDR.



WHAT HAPPENS TO YOUR
REPORT?

Reports sent to the device manufactur-
ers:

Upon receiving a report from a user
facility or an individual healthcare profes-
sional, a manufacturer must investigate,
evaluate, and identify the underlying caus-
es of any adverse event reported to them.
(The manufacturer usually contacts the
reporter to obtain as much information as
p o s s i ble so that the manu fa c t u rer can
investigate the event and complete their
rep o rt to FDA.)  FDA peri o d i c a l ly
inspects manu fa c t u re rs for compliance
with manufacturing and reporting require-
ments. In add i t i o n , d evice distri bu t o rs
must also report device-related deaths,
s e rious injuri e s , s e rious illnesses, a n d
malfunctions to FDA with a copy to the
manufacturer (18).  In some cases the prob-
lem might be resolved by means of rela-
beling or a recall.  For example, Med-
Watch received a call from a dental office
rep o rting that an employee had been
momentarily unable to release her hand
from an ultrasonic cleaning device.  FDA's
investigation revealed that there was elec-
trical leakage from the lid even though the
unit was turned off.  In another incident,
an electrical fire started in an ultrasonic
device that had been turned off prior to
cleaning. The manufacturer identified the
cause of the pro blem and initiated a
recall(1).

Reports Sent to FDA:
When FDA receives a report from a

user facility or an individual health pro-
fessional, it is entered in the medical
device postmarket surveillance database,
and subsequently compared to other infor-
mation. Part of this review is to evaluate
any past problems with the device, partic-
ularly those which may present an imme-
diate risk to the public health.  All volun-
t a ry rep o rts that are re c e ived by
MedWatch are sent to the manufacturer
for follow-up.  FDA staff also look at actu-
al or potential risk, and ensure that appro-
priate corrective action is initiated.  Not all
rep o rts invo l ve pro blems that re q u i re
immediate resolution.  FDA continually
reviews the database to detect problems,
trends, and potential hazards.  

As a result of such trend analysis,
FDA staff noticed a gradual increase in the 

number of deaths associated with the use
of hospital bed side rails (19).  Between
Ja nu a ry 1990 and June 1995, F DA
received 102 reports of head and body
entrapment incidents involving hospital
bed side rails.  Although one entrapment
occurred with a 2 year old patient, the
majority of deaths and injuries involved
elderly patients.   This prompted FDA to
mail a Safety Alert entitled Entrapment
Hazards with Hospital Bed Side Rails on
August 23, 1995 to over 94,000 hospitals,
nursing homes, hospices, nursing associa-
tions, and home healthcare agencies.

E a ch ye a r, F DA re c e ives ap p rox i-
mately 100,000 reports through the MDR
route and 5,000 device reports through the
voluntary MedWatch route.  Nurses are
active device reporters, submitting about
25% of the voluntary device reports (bio-
medical engineers and other technicians/
t e ch n o l ogists submit about 21%, ri s k
m a n age rs about 13%, and phy s i c i a n s
about 8%). The remainder of the voluntary
reports are submitted by pharmacists and
dentists, with about 17% from non-health
professionals.

Confidentiality and Public Availability
of Reports

FDA is aware that health profession-
als are concerned about the issue of confi-
dentiality and public ava i l ability of
reports. 

Vo l u n t a ry Rep o rt s ( rep o rted on FDA
3500) from health professionals:

The patient’s identity is held in strict
confidence by FDA and protected to the
fullest extent of the law.  FDA will not
release any patient identifiers to the pub-
lic.  Healthcare professionals can assist in
this process by not using the patient’s
name, initials, or other identifying infor-
mation in block A1 (patient identifier) on
the reporting form (i.e., leave it blank).  

The reporter’s identity, including the
identity of a self-reporter, may be shared
with the manufacturer unless requested
otherwise (there is a check-off box on the
form).  However, FDA will not disclose
the reporter’s identity in response to a
request from the public, pursuant to the
Freedom of Information Act.  

On July 3, 1995, FDA published a 

regulation that extends this protection by
preempting state discovery laws for vol-
untary reports held by drug, biologic, and
medical device manufacturers (20).

Mandatory Reports (reported on FDA
3500A) from user facilities:

Certain information from user facility
reports is available for public disclosure.
P rior to public discl o s u re, F DA will
delete:

• Any information that constitutes
trade secret or confidential commercial 
or financial  information;

• Any personal, medical, and similar 
information (including the serial num-
ber of implanted devices) which would 
constitute an unwarranted invasion of 
privacy; and

• Any names and other identifying 
information of a third party voluntarily
submitting an MDR report.  This in-
cludes physicians, nurses, other health-
care professionals, or other hospital 
employees, unless they are the desig-
nated MDR contact person.

PROVIDING FEEDBACK TO
HEALTH CARE PROFESSIONALS
R ep o rts from health pro fessionals and
other sources provide valuable informa-
tion about device problems.  When risks
or potential risks associated with the use
of medical devices are identified by FDA,
the agency issues a Notice (or letter), a
Public Health Advisory, or a Safety Alert.
This information is then mailed to hospital
administrators, risk managers, biomedical
engineers, pharmacists, and other agen-
cies.  It is also sent (via email or fax) to the
M e d Wat ch Pa rt n e rs , rep resenting more
than 130 health pro fessional specialty
organizations.  

A Notice is usually a letter to health-
care professionals or healthcare organiza-
tions from FDA.  Two recent examples are
the April 17, 1997 Notice alerting health
professionals to a potential infection prob-
lem with medical devices that are rented
or leased by healthcare facilities, and the
June 13, 1997 Notice entitled Radioactiv-
ity in Radiation Protection Devices.

A Public Health Advisory is general-
ly issued when there has been a problem 
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identified with a device and describes 
potential risk.  For example, FDA issued a
P u blic Health A dv i s o ry on March 21,
1994 entitled Avoiding Injuries fro m
Rapid Drug or IV Fluid Administration.

A Safety Alert discusses an occur-
rence that has actually caused or con-
tributed to a death or serious injury. For
example, a dialysis facility submitted an
MDR report about an incident involving
eight patients who had exhibited various
symptoms during dialy s i s , i n cl u d i n g
severe hypotension.  FDA then ordered an
inspection of the dialysis facility during
which the investigators discovered high

serum aluminum levels in patients treated
at the fa c i l i t y.  Further inve s t i gat i o n
revealed that aluminum from  components
in the dialysate storage and delivery sys-
tem was leaching into the dialysate solu-
tion.  This led to an FDA Safety Alert,
A l u m i num and Other Trace Element
Contamination in Dialysis Facilities (May
20, 1992), directed to physicians and nurs-
es(1).

See TABLE 3 for a list of recent
Notices, Public Health Advisories, and
Safety Alerts. 

Health pro fessionals can access
important safety information on the FDA

home page: www.fda.gov. For device-
re l ated info rm at i o n , cl i ck “ M e d i c a l
Devices/Radiological Health,” “Program
A re a s ,” and then “ S a fety A l e rts and
Advisories.” This information as well as
additional safety information about other
FDA regulated medical products can be
accessed on the  MEDWATCH home page:
www.fda.gov/medwatch. The MedWatch
page contains information about report-
ing, letters, advisories, and alerts, sum-
m a ries of safe t y - re l ated drug lab e l i n g
changes, and MEDWATCH continuing edu-
cation articles.

For health professionals who cannot
access the home pages, FDA publishes the
"Medical Bulletin" which contains articles
by FDA staff and highlights important
new safety information.  For a free sub-
scription, call  MEDWATCH at 1-800-FDA-
1088 (press "0" at the initial message).  

SUMMARY
Although medical devices have saved

countless lives, their use has also created
the risk of serious injury or death (21).  In
t o d ay's busy and high-tech healthcare
environment, health professionals cannot 
re ly solely on precaution to eliminat e
all the problems (including user error)
wh i ch can arise from medical dev i c e
defects or malfunctions (9).  In addition,
the sheer number of medical devices cur-
rently on the market makes it unlikely that
product-related patient injuries can ever
be completely eliminated(8,10).

H e a l t h c a re pra c t i t i o n e rs are major
contributors to the knowledge base related
to device use and safety through astute
monitoring, rapid identification of device-
re l ated pro bl e m s , and rep o rting these
problems.  An understanding of the volun-
t a ry and mandat o ry mechanisms fo r
reporting will ensure that device problems
are reported appropriately and in a timely
manner. As the primary users of medical
equipment for direct patient care, health-
care professionals have the training and
ex p e rtise to improve patient care by
reporting actual and suspected problems
with medical devices.
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NOTICES, PUBLIC HEALTH ADVISORIES, AND SAFETY ALERTS
ISSUED BY FDA SINCE 1995:

Notices:
August 13, 1997 Notice About Vacuum Loss in Electronic Resonating 

Components
August 5, 1997 Update to Radioactivity in Radiation Protection Devices
June 17, 1997 FDA Warns Consumers on Dangerous Products Promoted 

on the Internet
June 13, 1997 Radioactivity in Radiation Protection Devices
May 21, 1997 Steam Re-Sterilization Causes Deterioration of Zirconia 

Ceramic Heads of Total Hip Prostheses
April 17, 1997 Potential Infection Problem With Medical Devices Rented or

Leased by Health Care Facilities
December 16, 1996 Important Information Relating to Cellulose Acetate

Dialyzers
October 10, 1996 Dear Manufacturers and Users of Lasers for Refractive

Surgery
October 11, 1995 Urgent Notice About Recalled Blood-Glucose Test Strips 

Public Health Advisories:
July 25, 1997 Limitation of Toxoplasma IgM Commercial Test Kits
July 7, 1997 Assays for Antibodies to Borrelia burgdorferi; Limitations,

Use, and Interpretation for Supporting a Clinical Diagnosis 
of Lyme Disease

June 17, 1996 Potential Risk of Spontaneous Combustion in Large
Quantities of Patient Exam Gloves

December 12, 1995 Hazards Associated with the Use of Electric Heating Pads
October 16, 1995 Retinal Photic Injuries from Operating Microscopes During 

Cataract Surgery

Safety Alerts:
March 24, 1997 Risks of Devices for Direct Detection of Group B 

Streptococcal Antigen
August 23, 1995 Entrapment Hazards with Hospital Bed Side Rails

To obtain copies, call (301) 594-3068, or access them at www.fda.gov (click “Medical
D ev i c e s / R a d i o l ogical Health,” “ P rogram A re a s ,” and then “ S a fety A l e rts and
Advisories”).  This information as well as safety information about other medical prod-
ucts can also be found on the MedWatch home page (www.fda.gov/medwatch).

TABLE 3
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HOW TO OBTAIN FORMS AND INSTRUCTIONS

Vo l u n t a ry ( F DA 3500) fo rm for rep o rting by health pro fe s s i o n a l s :

•  By mail or fa x : call 1-800-FDA-1088 (fo l l ow instructions for health pro fessional or press "0" during 
the initial message )

•  By intern e t : w w w. f d a . gov / m e dwat ch (cl i ck on "How to Rep o rt " , then "Rep o rting by Health 
P ro fessionals"). Print the fo rm or download as a PDF fi l e.  Th e re is also fo rm softwa re wh i ch can be 
d ownloaded and used to complete the fo rms using a personal computer.  After the initial entries are 
m a d e, the completed fo rm can be printed and mailed to FDA and/or the manu fa c t u re r. This softwa re 
does not permit electronic submission of rep o rts. If you pre fer a copy of the free softwa re on disk, call 
1 - 8 0 0 - F DA-1088 (press 0), or e-mail MedWat ch (medwat ch @ b a n gat e. f d a . gov).  Note: the fo rm softwa re
contains both the FDA 3500 and the FDA 3500A fo rm s .

M a n d at o ry ( F DA 3500A) fo rm for rep o rting by user fa c i l i t i e s :

•  By mail or fa x : call 1-800-FDA-1088 (press "0" during the initial message )

•  By intern e t : w w w. f d a . gov (cl i ck on “Medical Dev i c e s / R a d i o l ogical Health,” “ P rogram A re a s ,”
“Medical Device Rep o rt i n g,” and "Fo rms and Instructions."  Print the fo rm or download as a PDF fi l e. 
Th e re is also fo rm softwa re wh i ch can be downloaded and used to complete the fo rms using a personal 
c o m p u t e r.  After the initial entries are made, the completed fo rm can be printed and mailed to FDA and/ 
or the manu fa c t u re r.  This softwa re does not permit electronic submission of rep o rts.  If you pre fer a 
c o py of the free softwa re on disk, call 1-800-FDA-1088 (press 0), or e-mail MedWat ch 
( m e dwat ch @ b a n gat e. f d a . gov). Note: the fo rm softwa re contains both the FDA 3500 and the
F DA 3500A fo rm s .

HOW TO REPORT TO FDA
Voluntary (3500):

•  By mail (postage-paid form)
M e d Wat ch
The FDA Medical Products Reporting Program
Food and Drug Administration
5600 Fishers Lane
Rockville, MD 20852-9787

•  By phone: 1-800-FDA-1088

•  By fax: 1-800-FDA-0178

•  By internet: available late 1997

QUESTIONS ABOUT REPORTING?
Voluntary: Contact the MedWatch office

Phone: 1-800-FDA-1088 (press 0) or (301) 443-0117 (local)
Fax: 1-800-FDA-0178 or (301) 443-5776 (local) 
E-mail: medwatch@bangate.fda.gov
Mail: MedWatch

FDA, HF-2
5600 Fishers Lane, Room 9-57
Rockville, MD 20857

Mandatory: Reporting Systems & Monitoring Branch (HFZ-533)
FDA, CDRH
1350 Piccard Drive
Rockville, MD 20850

Phone numbers for specific questions (Please use fax numbers except for emergencies):

Interpretation of policy
(301) 827-0038 (fax) (301) 594-2735 (voice)

Individual 3500A or semi-annual reports
(301) 827-0038 (fax) (301) 594-2731 (voice)

Emergencies outside of normal East Coast business hours

(301) 443-1240 (fax) (301) 443-3757 (voice - 24 hours/day)

Mandatory (3500A):

•  By mail:
FDA
Center for Devices & Radiological Health
MDR Reporting
PO Box 3002
Rockville, MD 20847-3002

Mark the envelope:
"User Facility Report"



1. Which of the following products   
A R E F DA - reg u l ated medical dev i c e s ?

A. Examination gloves

B. Software to run an MRI 
machine

C. Home pregnancy kit

D. All of the above

2. Which of the following is NOT true 
about the premarket review of
medical devices?

A. Clinical studies must be
conducted if the manufacturer 
files a premarket approval
application to market a device.

B. The premarket review process 
guarantees the safety and
effectiveness of medical devices.

C. The manufacturer must develop 
good testing and manufacturing 
practices prior to marketing a 
device.

D. A premarket notification can be 
filed by a manufacturer who can
demonstrate the similarity of the
new device with those already
on the market.

3. Which of the following statements 
emphasizes the importance of post
market surveillance by healthcare
professionals?

A. Problems related to durability of
a device will only be seen upon 
actual use in patients.

B. The majority of medical devices
do not undergo clinical trials.

C. Premarket testing cannot detect 
problems with devices that may
occur in certain clinical
situations.

D. All the ab ove statements are tru e.

4. Which of the following is NOT
considered one of the three broad 
categories of medical device adverse 
events?

A. Use Problems

B. Clinical Problems

C. Labeling Problems

D. Device Problems

5. Which of the following is NOT a
device user facility?

A. An oral surgeon’s office

B. A home healthcare agency

C. A diagnostic laboratory

D. A nursing home

6. Which of the following is NOT a
reportable event under MDR?

A. Device user error resulting in 
the death of a hospital patient

B. A life-threatening device-related
event which occurred in an a
ambulance

C. Death of a patient due to a
medical device which occurred
in a physician’s office

D. A serious injury to a patient
which occurred in an outpatient
mammography unit.

7. Which of the following IS true for 
healthcare professionals working in 
a device user facility?

A. Health professionals are
responsible for determining if a 
device-related event is 
reportable under MDR.

B. Health professionals must report
device-related events according 
to their facility’s procedures.

C. The responsibility for reporting 
device-related death or serious 
injury events rests ultimately
with the health professional.

D. Healthcare professionals should 
not play any role in  helping 
their facilities identify device-
related events.

8. Which of the following incidents 
must be reported by the user facility 
under MDR?

A. The serious illness of a patient 
in a hospital which might have
been caused by a drug

B. Confusing instructions about the
operation of a medical device

C. Serious injury to a patient possi-
bly caused by a medical device
in a nurse practitioner’s office

D. A device malfunction in a
same-day surgical facility which
results in the death of a patient

9.  Which of the following device 
reports would NOT be of interest to 
FDA?

A. Problems noted during the
maintenance or servicing of a 
device which could affect the 
safe use of the device

B. Serious injury as a result of a 
rented hospital bed to a patient 
under the care of a home health 
agency

C. A health professional’s individ-
ual preference for a particular 
device

D. User error caused by confusing 
device instructions

10.  Which of the following statements 
is  NOT true?

A. Reports from health profession-
als and other sources provide 
valuable information about 
device problems.

B. To ensure the safety of medical 
devices, FDA can utilize
mechanisms such as relabeling,
Public Health Advisories, Safety
Alerts, and recalls.

C. Manufacturers are not required 
to investigate, evaluate, and 
identify the underlying causes of 
device adverse events reported 
to them.

D. If a product is not a medication 
(drug or biologic) and it is used
for treatment or diagnosis, it is 
probably a medical device.
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SELF-ASSSESSMENT QUESTIONS
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APPLICATION FOR CONTINUING EDUCATION CREDIT

1. ______  2. ______  3. ______  4. ______  5.  ______  6. ______  7. ______  8. ______  9. ______  10. ______

Date:_________________________      Phone Number:___________________________________________

Name (including degree):___________________________________________________________________

Professional Specialty:_____________________________________________________________________

Address:_________________________________________________________________________________

_________________________________________________________________________________________

City:_____________________________   State:____________________   Zip Code:____________________

Amount of time spent completing this CE program: _____hours  (must be completed for CME credit)

The information presented is relevant to my clinical practice _____Y _____N

Was the material new for you? _____Y _____N

Was the material presented clearly? _____Y _____N

Was the material covered adequately? _____Y _____N

Can you describe what constitutes a medical device? _____Y _____N

Can you explain the importance of medical device postmarket surveillance? _____Y _____N

Can you list the three broad types of medical device adverse events? _____Y _____N

Are you able to define your responsibility to report adverse events? _____Y _____N

Can you define the user facility’s responsibility to report to FDA and/or manufacturers? _____Y _____N

Are you able to describe ways in which FDAinforms health professionals about
medical device safety? _____Y _____N

Would you like to see more CE courses from FDA? _____Y _____N

❏ Please send me a free copy of The FDA Desk Guide for Adverse Event and Product Problem Reporting
(contains voluntary reporting forms and instructions)

Mail the completed answer sheet by 9/30/99 to:
MEDWATCH, HF-2, Rm 9-57, FDA, 5600 Fishers Lane, Rockville, MD 20857 or FAX it to 1-800-FDA-0178

or submit your answers online (www.fda.gov/medwatch)

MEDWATCH
MEDICAL DEVICE REPORTING

Please cut along dotted line✁

Please Note:

• Do not mail answer sheet if it was previously faxed or submitted via internet.

• Continuing education credit for this article can be awarded only once.

• To check on the status of your certificate, call Gale White at 800-FDA-1088 (press “0”) or (301) 443-0117.

This CME activity is jointly sponsored by the Uniformed Services University of the Health Sciences (USUHS) and the U.S.
Food and Drug Administration.

USUHS is accredited by the Accreditation Council for Continuing Medical Education to sponsor continuing medical education 
for physicians.

USUHS designates this continuing medical education activity for a maximum of 2.0 hours in Category 1 toward the Physician’s
Recognition Award of the American Medical Association.

Physician participants should claim only the hours of credit actually earned in studying this CME enduring material.

This education design II activity for 2.2 contact hours is sponsored by the Uniformed Services University of the Health Sciences 
(USUHS) which is accredited as a provider of continuing education in nursing by the American Nurses Credentialing Center’s
Commission on Accreditation.

To receive certification of continuing medical education or nursing education credit the participant must:
• Answer at least 8 of the 10 self-assessment questions correctly
• Provide the required information on the answer sheet below
• Participants receiving a failing grade will be notified N OT E : THIS PROGRAM EXPIRES ON SEPTEMBER 30, 1 9 9 9

Suggested Topics:

1.

2.

3.

4.

5.

6.

7.

8.

9.

10.

11.
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