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510(k) SUMMARY 

This summary of 510(k) safety and effectiveness information is being submitted in accordance 
with the requirements of SMDA 1990 and 21 CFR 807.92. 
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(a)(l) The submitter’s name, address, teleohone and fax number, a contact oerson, and the date 
the summary was oreoared: 

Submitter’s Name: bioM&ieux, Inc. 

Submitter’s Address: 100 Rodolphe Street, Durham, North Carolina, 277 12, USA 

Submitter’s Telephone: 919-620-2288 

Submitter’s Fax: 9 1 g-620-2548 

Submitter’s Contact: Anita M. McClemon 

Date 510(k) Summary Prepared: May 22,2002 



(a)(2) 

(a)@) 

(a)(4 

(a)(5) 

(a)(6) 

Special 5 1 O(k) 
bioMerieux, Inc. 

BacT/Alert SA Culture Bottle 
Disk Sensor to LES 

The name of the device, including the trade or nronrietarv name if applicable, the common or 
usual name, and the classification name, if known: 

Trade or Proprietary Name: BacT/ALERT SA Culture Bottle 

Common or Usual Name: BacT/ALERT SA Culture Bottle 

Classification Name: Microbial Growth Monitor 

An identification of the IePallv marketed device to which the submitter claims substantial 
equivalence: 

Device Equivalent to: BacT/Alert Standard Aerobic Culture Bottle (with disk sensor) 
510(k) Number: BK000042 

Device Equivalent to: BacT/ALERT SA Culture Bottle (cleared for use with blood and other 
normally sterile body fluids). 

510(k) Number: Kg93423 

A description of the device: 

Device Description: The BacT/ALERT SA Culture Bottle was developed for the same intended 
use as the current BacT/ALERT Standard Aerobic Culture Bottle, to provide suitable nutritional 
and environmental conditions for organisms commonly encountered in blood infections and 
normally sterile body fluids. BacT/ALERT SA Culture Bottles may also be used for quality 
control testing of leukocyte reduced apheresis platelet (LRAP) units. An inoculated bottle is 
placed into the BacT/ALERT Microbial Detection Instruments where it is incubated and 
continuously monitored for the presence of microorganisms that will grow in the BacT/ALERT 
SA Bottle. 

A statement of the intended use of the device: 

Device Intended Use: BacT/ALERT SA Culture Bottles are used with the BacT/ALERT 
Microbial Detection System in qualitative procedures for the recovery and detection of aerobic 
microorganisms (bacteria and fungi) from blood and other normally sterile body fluids. 
BacT/ALERT SA Culture Bottles may also be used for quality control testing of leukocyte 
reduced apheresis platelet (LRAP) units. 

A summary of the technological characteristics of the new device in comparison to those of 
the predicate device. 

The BacT/ALERT SA Culture Bottle utilizes the same detection technology as the BacT/Alert 
Standard Aerobic Culture Bottle. Similarities and differences as compared to the predicate device 
are listed in Table 11.1 on the following page. 






