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(c) Unforeseen circumstances that
may affect the quality and integrity of
the nonclinical laboratory study are
noted when they occur, and corrective
action is taken and documented.

(d) Test systems are as specified in
the protocol.

(e) All applicable good laboratory
practice regulations are followed.

(f) All raw data, documentation, pro-
tocols, specimens, and final reports are
transferred to the archives during or at
the close of the study.

[43 FR 60013, Dec. 22, 1978; 44 FR 17657, Mar.
23, 1979]

§ 58.35 Quality assurance unit.

(a) A testing facility shall have a
quality assurance unit which shall be
responsible for monitoring each study
to assure management that the facili-
ties, equipment, personnel, methods,
practices, records, and controls are in
conformance with the regulations in
this part. For any given study, the
quality assurance unit shall be entirely
separate from and independent of the
personnel engaged in the direction and
conduct of that study.

(b) The quality assurance unit shall:
(1) Maintain a copy of a master

schedule sheet of all nonclinical lab-
oratory studies conducted at the test-
ing facility indexed by test article and
containing the test system, nature of
study, date study was initiated, cur-
rent status of each study, identity of
the sponsor, and name of the study di-
rector.

(2) Maintain copies of all protocols
pertaining to all nonclinical laboratory
studies for which the unit is respon-
sible.

(3) Inspect each nonclinical labora-
tory study at intervals adequate to as-
sure the integrity of the study and
maintain written and properly signed
records of each periodic inspection
showing the date of the inspection, the
study inspected, the phase or segment
of the study inspected, the person per-
forming the inspection, findings and
problems, action recommended and
taken to resolve existing problems, and
any scheduled date for reinspection.
Any problems found during the course
of an inspection which are likely to af-
fect study integrity shall be brought to

the attention of the study director and
management immediately.

(4) Periodically submit to manage-
ment and the study director written
status reports on each study, noting
any problems and the corrective ac-
tions taken.

(5) Determine that no deviations
from approved protocols or standard
operating procedures were made with-
out proper authorization and docu-
mentation.

(6) Review the final study report to
assure that such report accurately de-
scribes the methods and standard oper-
ating procedures, and that the reported
results accurately reflect the raw data
of the nonclinical laboratory study.

(7) Prepare and sign a statement to
be included with the final study report
which shall specify the dates inspec-
tions were made and findings reported
to management and to the study direc-
tor.

(c) The responsibilities and proce-
dures applicable to the quality assur-
ance unit, the records maintained by
the quality assurance unit, and the
method of indexing such records shall
be in writing and shall be maintained.
These items including inspection dates,
the study inspected, the phase or seg-
ment of the study inspected, and the
name of the individual performing the
inspection shall be made available for
inspection to authorized employees of
the Food and Drug Administration.

(d) A designated representative of the
Food and Drug Administration shall
have access to the written procedures
established for the inspection and may
request testing facility management to
certify that inspections are being im-
plemented, performed, documented,
and followed-up in accordance with
this paragraph.

(Information collection requirements ap-
proved by the Office of Management and
Budget under control number 0910–0203)

[43 FR 60013, Dec. 22, 1978, as amended at 52
FR 33780, Sept. 4, 1987]

Subpart C—Facilities

§ 58.41 General.

Each testing facility shall be of suit-
able size and construction to facilitate
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the proper conduct of nonclinical lab-
oratory studies. It shall be designed so
that there is a degree of separation
that will prevent any function or activ-
ity from having an adverse effect on
the study.

[52 FR 33780, Sept. 4, 1987]

§ 58.43 Animal care facilities.

(a) A testing facility shall have a suf-
ficient number of animal rooms or
areas, as needed, to assure proper: (1)
Separation of species or test systems,
(2) isolation of individual projects, (3)
quarantine of animals, and (4) routine
or specialized housing of animals.

(b) A testing facility shall have a
number of animal rooms or areas sepa-
rate from those described in paragraph
(a) of this section to ensure isolation of
studies being done with test systems or
test and control articles known to be
biohazardous, including volatile sub-
stances, aerosols, radioactive mate-
rials, and infectious agents.

(c) Separate areas shall be provided,
as appropriate, for the diagnosis, treat-
ment, and control of laboratory animal
diseases. These areas shall provide ef-
fective isolation for the housing of ani-
mals either known or suspected of
being diseased, or of being carriers of
disease, from other animals.

(d) When animals are housed, facili-
ties shall exist for the collection and
disposal of all animal waste and refuse
or for safe sanitary storage of waste be-
fore removal from the testing facility.
Disposal facilities shall be so provided
and operated as to minimize vermin in-
festation, odors, disease hazards, and
environmental contamination.

[43 FR 60013, Dec. 22, 1978, as amended at 52
FR 33780, Sept. 4, 1987]

§ 58.45 Animal supply facilities.

There shall be storage areas, as need-
ed, for feed, bedding, supplies, and
equipment. Storage areas for feed and
bedding shall be separated from areas
housing the test systems and shall be
protected against infestation or con-
tamination. Perishable supplies shall
be preserved by appropriate means.

[43 FR 60013, Dec. 22, 1978, as amended at 52
FR 33780, Sept. 4, 1987]

§ 58.47 Facilities for handling test and
control articles.

(a) As necessary to prevent contami-
nation or mixups, there shall be sepa-
rate areas for:

(1) Receipt and storage of the test
and control articles.

(2) Mixing of the test and control ar-
ticles with a carrier, e.g., feed.

(3) Storage of the test and control ar-
ticle mixtures.

(b) Storage areas for the test and/or
control article and test and control
mixtures shall be separate from areas
housing the test systems and shall be
adequate to preserve the identity,
strength, purity, and stability of the
articles and mixtures.

§ 58.49 Laboratory operation areas.
Separate laboratory space shall be

provided, as needed, for the perform-
ance of the routine and specialized pro-
cedures required by nonclinical labora-
tory studies.

[52 FR 33780, Sept. 4, 1987]

§ 58.51 Specimen and data storage fa-
cilities.

Space shall be provided for archives,
limited to access by authorized per-
sonnel only, for the storage and re-
trieval of all raw data and specimens
from completed studies.

Subpart D—Equipment
§ 58.61 Equipment design.

Equipment used in the generation,
measurement, or assessment of data
and equipment used for facility envi-
ronmental control shall be of appro-
priate design and adequate capacity to
function according to the protocol and
shall be suitably located for operation,
inspection, cleaning, and maintenance.

[52 FR 33780, Sept. 4, 1987]

§ 58.63 Maintenance and calibration of
equipment.

(a) Equipment shall be adequately in-
spected, cleaned, and maintained.
Equipment used for the generation,
measurement, or assessment of data
shall be adequately tested, calibrated
and/or standardized.

(b) The written standard operating
procedures required under § 58.81(b)(11)
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