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Table 1

  Panel     Vial       CDC Donor    CDC Contractor         Laboratory Interpretation1

              Letter    Label       Number          Result2                         
                                                                                      INIT.3  FINAL4        WB      IIF

A A1, A4  3           Positive, HTLV-I                                           

A2  1           Negative                                           

A3    2           Positive, HTLV-II                                           

A5, A6  4           Negative                                           

B B1, B6  4           Negative                                               

B2  1           Negative                                           

B3  2           Positive, HTLV-II                                           

B4, B5     3           Positive, HTLV-I                                           

1
 La bo ra tory  Inte rpre tation s pa ce  (to b e c om ple ted  by  pa rticipan t laborato ry) p rovided  to fa cilitate

co m pa riso n o f pa rticipan t laborato ry re su lt w ith C D C  res ult.

2
The CD C resu lt was obta ined after  composi te  EIA, W B,  and RIPA testing, by  CDC  contractor , and

employ ing the in terpreta tion criter ia  o f the Public  Health  Serv ice W orking Group.

3
 In itia l EIA in terpreta tion

4
Fina l EIA in terpreta tion
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Figure 1.
 
 
 
 

Frequency of HTLV-I/II antibody test result interpretations, by sample
type (reactivity), for enzyme immunoassay (EIA), Western blot (WB),
and indirect immunofluorescence (IIF), reported by participant
laboratories for the November 2001 shipment 
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Figure 2.
 
 
 
 

Percentage of HTLV-I/II participant laboratories, by laboratory type, that
reported EIA, WB, and IIF results to the CDC for the November 2001
shipment
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Figure 3.
 
 
 
 

Combination of HTLV-I/II antibody tests reported by participant
laboratories for the November 2001 shipment 
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Figure 4.
 
 
 
 

Types of HTLV-I/II antibody test kits used for enzyme immunoassay,
Western blot, and indirect immunofluorescence, as reported by 
participant laboratories to the CDC for the November 2001 shipment 
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Figure 5.
 
 
 
 

Enzyme immunoassay HTLV-I/II antibody test results, by kit
manufacturer, reported by participant laboratories for the 
November 2001 shipment 
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Figure 6.
 
 
 
 

Western blot HTLV-I/II antibody test results, by kit manufacturer, reported
by participant laboratories for the November 2001 shipment 
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Figure 7.
 
 
 
 

Indirect immunofluorescence HTLV-I/II antibody test results, by kit
manufacturer, reported by participant laboratories for the 
November 2001 shipment 
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Figure 8.
 
 
 
 

Western blot HTLV-I/II antibody band patterns reported to CDC by 
participant laboratories for the November 2001 shipment 
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Figure 9.
 
 
 
 

Fluorescence intensity patterns, of HTLV-I/II-infected cells, for IIF
results reported to CDC by participant laboratories for the 
November 2001 shipment 
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Figure 10.
 
 
 
 

Types of ’Other’ HTLV antibody test kits used and results reported by 
participant laboratories to the CDC for the November 2001 shipment 
 
 
 

OTHER KIT MANUFACTURER

Innogen

Fujirebio

Abbott
In House

 

5 5

2
1

0

20

40

60

Percentage
of Reporting
Laboratories N = 12

SAMPLE REACTIVITY -- NEGATIVE

1

2
4
8

16

Frequency
of Results

Abbott
Fujirebio

Innogen
 

5

15

3

N = 8

SAMPLE REACTIVITY -- POSITIVE

1

2
4
8

16

Frequency
of Results

Abbott
Fujirebio

In House

Innogen
 

Non-Reactive

1

Indeterminate

6

15

2

15

Reactive

N = 12

Test Result
Interpretations

CDC Model Performance Evaluation Program
HTLV-I/II Antibody Testing



CDC Model Performance Evaluation Program
HTLV-I/II Antibody Testing

HTLV-I/II antigen lines reported to CDC by participant 
laboratories using INNO-LIA for the November 2001 shipment

Figure 11.
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