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HUMAN IMMUNODEFICIENCY VIRUS TYPE 1 

CAMBRIDGE B\&k?H HIV-1 URINE 
WESTERN BLOT KIT 

For Detection of Antibodies to HIV-1 
(Cat. No. 98078) 

NAME AND INTENDED USE 

The Cambridge Biotech HIV-1 Urine Western Blot Kit is an fn vifro qualitative assay for the 
detection and identification of antibodies to Human lmmunodeficiency Virus Type 1 (HIV-l). This 
more specific assay IS used as a supplemental test wrth urine specimens that tested repeatedly 
reactive using a screenrng procedure (Calypte HIV-1 Urine EIA Kit) 

WARNING: 
* THE SENSITIVITY OF CAMBRIDGE BIOTECH HIV-I WESTERN BLOT TESTING USING URINE SPECIMENS IS 

REDUCED COMPARED WITH TESTING USING SERUM OR PLASMA. FALSE NEGATIVES MAY OCCUR MORE 
OFTEN WHEN TESTING URINE SPECIMENS -” * THE SPECIFICITY OF CAMBRIDGE BIOTECH‘HIV-1 WESTERN’BLOT TESTING USING URINE SPECIMENS IS 
REDUCED FOR HIGH RISK POPULATIONS AND PATIENTS WITH NON-HIV-1 MEDICAL CONDITIONS COMPARED 

~ WITH TESTING USING SERUM OR PLASMA. FALSE POSITIVES MAY OCCUR MORE OFTEN WHEN TESTING 
URINE SPECIMENS. 

. WESTERN BLOT TEST RESULTS USING URINE SPECIMENS ARE NOT TO BE USED FOR SCREENING 
POTENTIAL BLOOD DONORS 

. ONLY THOSE URINE SPECIMENS REPEATEDLY REACTIVE ON THE CALYPTE HIV-1 URINE EIA KIT ARE TO BE 
” FURTHER TESTED USING THE CAMBRIDGE BIOTECH HIV-1 WESTERN BLOT URINE PROCEDURE. 

SUMMARY AND EXPLANATION OF TEST 

The Enzyme-Linked lmmunosorbent Blot Technique rWestern Blot”)‘” has been used to detect 
antrbodres to Human lmmunodeficiency Vrrus Type 1 (HIV-l), which has been recognized as the 
etiological agent of the Acquired lmmunodeficiency Syndrome (AIDS).*” The combination of 
electrophoretic separation of complex mixtures of antigens with the hrghly sensitive 
rmmunoblotting technique has been useful in charactenzmg the antigenic profile of HIV-l and 
describing the immune response to this virus in exposed or infected persons. 

The Cambridge Biotech HIV-1 Urine Western Blot Kit, when used as directed in this insert, will 
.._ detect antibodies”,5 to HIV-1 when present in human urine The position of bands on the 

nrtrocellulose strips allows this antibody reactivity to be associated with specific viral antigens. 

Persons demonstrating antibodies to HIV-1 should be referred for medical evaluation, which may 
include testing by other techniques. A clrnical diagnosis of AIDS can be made only If a person 
meets the case definrtron of AIDS established by the Centers for Disease Control * 



Lrke most other chronic diseases, AIDS is a compkcated multrfactonal, multistep process, with 
HIV-l infection being a pnnctpal component. Accurate diagnosis of HIV-1 infectron is important in 
determining an tndrvidual’s risk for developing AIDS. Accuracy IS complicated by false-posrtive 
and false-negative (EIA) results. It would appear that rn some limited infections, a 
compartmentalized response occurs in which expression of HIV-1 or Its respecttve Immune 
response IS lrmrted to a restricted number of organs and ttssues.‘7 

CHEMICAL AND BIOLOGICAL PRINCIPLES OF THE PROCEDURE 

The Cambridge Biotech HIV-1 Urine Western Blot Krt is manufactured by Calypte Biomedical from 
HIV-l propagated in an HS/HTLV-III8 T-Lymphocyte cell line.3 The partially purified virus is 
Inactivated by treatment wrth psoralen and ultraviolet kght, and detergent disruptron. Specific HIV-1 
proteins are fractionated according to molecular werght by electrophoresis on a polyacrylamide 
slab gel in the presence of sodtum dodecylsulfate (SDS). The separated HIV-I proteins are 
electrotransferred from the gel to a nitrocellulose membrane which is then washed, blocked (to 
mrnimize nonspectfrc immunoglobulin binding). and packaged. Individual nitrocellulose strips are 
incubated with specimens and controls. During incubation, rf HIV-1 antibodies are present inthe 
specimen, they will bind to the viral antigens present on the nitrocellulose strips. The strips are 
washed again to remove unbound material. Vtsuakzation of the human immunoglobulins 
specifically bound to HIV-1 proteins IS accomplished in situ using a series of reactions with goat 
anti-human IgG conjugated with btotm, avidin conlugated with horseradish peroxtdase (HRP), and 
the HRP substrate, 4-chloro-I-naphthol. If antibodies to any of the major HIV-I antigens are 

‘. “present in the specimen in sufficient concentration, bands corresponding to the position of one or 
‘more of the following HIV-1 proteins (p) or glycoproteins (gp) will be seen on the nitrocellulose 
strip: ~17, ~24, ~31, gp41, ~51, ~55, ~66, gp120, gp160 (the number refers to the apparent 
molecular weight in kilodaltons). 

, 

REAGENTS 
Reagents for the Cambridge Biotech HIV-l Urine Western Blot Kit include: 

1. NITROCELLULOSE STRIPS - Each NITROCELLULbSE STRIP contains separated, 
bound antigenic proteins from partially punhed, inacttlvated HIV-l, in sufficient quantity 
to detect human antibodies. Bovme protein IS present as a blocking agent. Strips are 
consecutively numbered (1 through 27). 

* 
2. NEGATIVE URINE CONTROL 

Inactivated human unne negative for antibodies to HlV-1 antigens A serum sample 
from the source was non-reactive for hepatttrs 6 surface antrgen and hepatitis C 

. antibodies. Contains 0.1% sodium azide as a preservattve. 

3. LOW POSITIVE URlNE CONTROL 
lnacttvated human urine positive for antibodies to HIV-1 antigens. A serum sample 
from the source was non-reacts/e for hepatitis B surface antigen and hepatitis C 
antibodies. Contains 0 1% sodium azide as a presewative. 

HIGH POStTtVE URtNE CONTROL 
Inactivated human urine contamrng a hrgh titer of antibodies to HIV-1 antigens. A 
serum sample from the source was non-reactive for hepatitts B surface antrgen and 
hepatitis C antibodfes. Contains 0.1% sodium azide as a preservative. _ _ 

WASH BUFFER - Supplied as a 20x concentrate. When diluted, this reagent contams 
0.02 M  tris, 0.1 M  NaCI. 0.3% Tween 20, and 0.005% thtmerosal as a preservative, at 
pH 7.4. 

6. BLOTTING BUFFER - Supplied as a 10x concentrate. When dtluted, this reagent 
contains 0.02 M  tns, 0.1 M  NaCI, heat-inactivated normal goat serum, and 0.01% 
thimerosal as a presewatrve, at pH 7.4. 

7. CONJUGATE I - Biottnylated Goat An&human IgG (heavy and light chain) antibodies, 
Contains 0.002% thimerosal as a preservatrve 

a. CONJUGATE 2 - Avidin conjugated horseradish peroxrdase. Contains 0.01% 
thtmerosal as a preservative. 

9 SUBSTRATE A - 7.8 mM solution of 4-chloro-1 -naphthol in an alcohol solution 

10. SUBSTRATE B -Aqueous hydrogen peroxide solutron (0.02%) in citrate buffer. 

11. BLOTTING POWDER - nonfat dry milk. 



CAUTIONS PRECAUTIONS 

HANDLE ASSAY SPECIMENS, STRIPS, AND REACTIVE AND NON-REACTIVE 
CONTROLS AS IF CAPABLE OF TRANSMIT-RNG AN INFECTIOUS AGENT. 
lnacttvated HIV-1 antigen has been electrophoresed and transferred onto 
nttrocellulose. The NEGATIVE, LOW and HIGH POSITIVE URINE CONTROLS have 
been inactivated by heat treatment. A serum sample from the source of the urine 
used to manufacture the URINE CONTROLS was shown to be non-reactive for 
hepatttis B surface antigen and hepatitis C anttbodtes. However, no known test 
method can offer assurance that products derived from human source materials will 
not transmit tnfecttous agents. Therefore, these components must be handled as 
if they are capable of transmitting infectious agents. 

WARNING: 
. The Cambridge Eiotech HIV-1 Urine Western Blot kit has reduced 

sensitivity and reduced specificity using urine specimens, compared with 
using serum or plasma specimens. 

. FDA has licensed this test kit for use with urine specimens only. Use of 
this licensed test kit with specimens other than those specifically 
approved for use with this test kit may result in inaccurate test results. 

1. 

2. 

DO NOT INTERCHANGE REAGENTS (e.g urine controls) BETWEEN KIT LOTS, 

Do not ptpet by mouth. 

Wear disposable gloves throughout the procedure. Dtspose of gloves as biohazard 
waste Thoroughly wash hands after handltng test reagents. 

Wipe spills promptly with a 0 5% sodium hypochlorite solution (l/IO dilution of liquid 
household bleach). Contaminated materials should be disposed of as biohazard 
waste, 

Reagents may have expiration dating beyond the kit exptration dating DO NOT USE 
REAGENTS BEYOND KIT EXPIRATION DATING. Kit expiration datmg IS printed on 
the outer box label. 

Avoid contamination of reagents when opening and withdrawing altquots from primary 
vials. Keep all reagents refrigerated (26°C) when not in use. 

Do not interchange vial or bottle caps and stoppers; this wtll lead to cross- 
contannnation of reagents. Designate specific reservoirs for specific reagents. 
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5. Dispose of all specimens and materials used in the Cambridge Btotech HIV-l Urine 
Western Blot Kit procedure as biohazard waste. The recommended method of 
disposal is autoclaving for a minimum of 1 hour at 121°C. Dtsposable materials may 
be inctnerated. Mix 9 volumes of liqutd wastes with 1 volume of 5% sodium 
hypochlorite solution (liquid household bleach), allowing at least 60 minutes for 
disinfectton. 

Grossly contaminated specimens or strips may result in the development of dark spots 
on the strip which should not be interpreted. Careful attention must be given to the 
storage of specimens and kits to prevent this problem. 

6. Do not permit SUBSTRATE, especially 4-chloro-I-naphthol, to contact the skin. If 
contact occurs, flush with water. 

Shield WORKING SUBSTRATE SOLUTION from sunlight during preparatton and use 
wtthin 30 mmutes of mixing. 

7 The URINE CONTROLS contain sodium azide as a preservative. If these materials, 
either concentrated or diluted, are disposed of through a sink or other common 
plumbing systems, flush with generous amounts of water to prevent accumulation of 
potentially explostve compounds. k 

Use reagent grade water (deionized water which is bacteria-free) to dilute reagents in 
order to avoid substances which may interfere with the assay. 

Do not remove NITROCELLULOSE STRIPS from the storage tube until immediately 
before use. To prevent moisture from condensing instde the strip tube, open only 
AFTER the strips have reached room temperature (approximately 30 mtnutes) Close 
the tube immediately after removtng strips for use. 

In addttton, consult the manual guideline, ‘Safe& Management No. CDC-22, 
‘Decontamination of Laboratory Sink Drains to Remove Azide Salts”’ (Centers for 
Disease Control, Atlanta, GA, April 30, 1976). 

_ ( ,_ ) 

8. Avoid use of metal instruments in contact with SUBSTRATE B and WORKING 
SUBSTRATE SOLUTION, since metals can cause reduction in HZ02. 

9. Allow all kit reagents and materials to reach room temperature before use 
(approximately 30 minutes). 

10 

11. 

Use only the CONTROLS supplied with the kit for the analysis of urine spectmens 

DO NOT CUT STRIPS. Narrower strips can lead to mtstnterpretation because strios 
may flip over in the incubation hay, or arttfacts in the reaction zones may be mistaken 
for possible bands or may prevent recognition of postttve bands. 
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12.  M e a s u r e  a l l  reagents .  Use  ex t reme care  a n d  ca l ib ra ted  p ipets  wi th  g o o d  qual i ty  t ips 
w h e n  p repa r i ng  W O R K I N G  C O N J U G A T E  S O L U T I O N S .  

13 .  D iscard  b l each  so lu t ion  m  t rap pr io r  to substrate p repa ra t i on  

P R E P A R A T IO N  O F  R E A G E N T S  

N O T E :  A l l o w  reagen ts  to reach  r o o m  tempera tu re  be fo re  use  (approx imate ly  
3 0  minutes) .  

Consu l t  tab le  o n  p.  7  to de te rm ine  the  vo lumes  of  p r e p a r e d  reagen ts  
requ i red  for the  n u m b e r  of  str ips b e i n g  run.  

1.  D I L U T E D  W A S H  B U F F E R  

a. D i lu te  1  v o l u m e  of  W A S H  B U F F E R  (20x)  wtth 1 9  vo lumes  of  r eagen t  
g r a d e  water .  M I X  wel l .  

D I L U T E D  W A S H  B U F F E R  m a y  b e  s tored at  r o o m  tempera tu re  (20 -28°C)  for 3  
months .  

2.  W O R K I N G  B L O T T I N G  B U F F E R  

a. W O R K I N G  B L O T T I N G  B U F F E R  shou ld  b e  p r e p a r e d  a n d  u s e d  wi th in  5  
days.  

b.  D i lu te  1  v o l u m e  of  B L O T T I N G  B U F F E R  (10x)  wi th  9  vo lumes  of  r eagen t  
g r a d e  water .  M ix  wel l .  

C  Use  1  .O g  of  B L O T T I N G  P O W D E R  pe r  2 0  m L  of  the  d i lu ted  B L O T T I N G  
B U F F E R  p r e p a r e d  in  S t e p  2 b  above .  M I X  tho rough ly  to d isso lve the  
p o w d e r  W O R K I N G  B L O T T I N G  B U F F E R  m a y  b e  s tored at  2 -8 °C  for 5  
days.  

3.  W O R K I N G  C O N J U G A T E  1  S O L U T I O N  

a. Refer  to the  S U P P L E M E N T A L  I N S T $ U C T I O N S  sheet  for the  d i lu t ion  
app rop r ia te  for the  C O N J U G A T E  1  IFt supp l i ed  wi th  the  kit. 

-L  
b.  W O R K I N G  C O N J U G A T E  1  S O L U T I O N  shou ld  b e  p r e p a r e d  f resh pr io r  to 

use.  

4  W O R K I N G  C O N J U G A T E  2  S O L U T I O N  

a. Refer  to the  S U P P L E M E N T A L  I N S T R U C T I O N S  sheet  for the  d t lu t ion 
app rop r ia te  for the  C O N J U G A T E  2  lot  supp l red  wi th  the  kit. 

b.  W O R K I N G  C O N J U G A T E  2  S O L U T l O N  shou ld  b e  p r e p a r e d  f resh pr io r  to 
use.  

6  7  

5.  W O R K I N G  S U B S T R A T E  S O L U T I O N  

a. W O R K I N G  S U B S T R A T E  S O L U T I O N  shou ld  b e  p r e p a r e d  f resh p r i o r?o  
use.  

P r e p a r e  W O R K I N G  S U B S T R A T E  S O L U T I O N  by  m l x m g  e q u a l  vo lumes  of  
S U B S T R A T E  A  a n d  S U B S T R A T E  8.  Mix  wel l .  

Reagen t s  R e q u i r e d  ( in  mt.)’ for Va r i ous  N u m b e r  of  St r ips 

N U M B E R  O F  S T R I P S  

- 1  3  6  9  1 5  2 0  2 7  
D I L U T E D  W A S H  
B U F F E R  L  20 .0  60 .0  1 2 0 . 0  1 8 0 . 0  3 0 0 . 0  4 0 0 . 0  5 4 0 . 0  
W O R K I N G  
B L O T T I N G  B U F F E R  5 0  17 .0  ,” 30 .0  45 .0  75 .0  1 0 0 . 0  1 3 5 . 0  
W O R K I N G  
C O N J U G A T E  1 ” 2 .0  6 0  12 .0  18 .0  30 .0  40 .0  5 4  0  
W O R K I N G  

, C O N J U G A T E  2 ’+  2 .0  6 .0  12 .0  1 8 0  30 .0  40 .0  54 .0  
S U B S T R A T E  A  1 .0  3 .0  6 .0  9 .0  15 .0  20 .0  27 .0  
S U B S T R A T E  B  1  .o 3 .0  6 0  9 0  1 5  0  2 0  0  2 7  0  

1.  

2.  

S to re  C a m b r i d g e  B io tech  H IV-1  Wes te rn  B lo t  Ktts and /o r  ind tv ldua l  reagen ts  at  2-8°C.  

U n u s e d  N I T R O C E L L U L O S E  S T R I P S  shou ld  b e  kept  dry a n d  in  the  dark,  i n  thei r  
s to rage  tube,  at  2-8°C.  

INDICATIONS O F  INSTABIL ITY  O R  D E T E R I O R A T I O N  O F  R E A G E N T S  

C h a n g e s  in  the  phys ica l  a p p e a r a n c e  of  the  reagen ts  supp l i ed  m a y  ind ica te  mstabl l i ty  o r  
de ter io ra t ion  of  these  mater ia ls .  S U B S T R A T E  A  shou ld  b e  color less If S U B S T R A T E  A  shows  
color ,  tt has  b e c o m e  ox id ized  a n d  shou ld  no t  b e  used.  

‘K N O W N  I N T E R F E R I N G  S U B S T A N C E S  

S o d t u r n  az ide  inter feres wi th  ho rse rad ish  pe rox idase  activity. H o u s e h o l d  b leach ,  w h e n  present  i n  
the  wel ls  at  any  s tage  of  the  assay, inh ib i ts  the  abi l i ty  of  the  assay to detect  specif ic an t rbod fes  to 
HIV- l  v i ral  componen ts .  W h e n  present  at  the  substrate add i t i on  stage,  this Inh ib I t ion IS  
a c c o m p a n i e d  by  a  v is ib le fad ing  of  b a n d  Intensity fo l low ing  the  intt lal  b a n d  deve lopmen t .  T h e  
in t roduct ion  of  b l each  in to  the  test by  any  rou te  (e  g., aeroso l ,  l iqurd.  as  a  res tdua l  con taminan t  o n  
trays) shou ld  b e  avo ided .  



ASSAY PROCEDURE MATERIALS REQUIRED . NOT PROVIDED 
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MATERIALS PROVIDED FOR URINE SPECIMEN TESTING 

NITROCELLULOSE STRIPS 

WASH BUFF!& (20x) 

BLOTTING BUFFER (10x) 

CONJUGATE 2 

SUBSTRATE A 

SUBSTRATE B 

BLOTTING POWDER 

INCUBATION TRAYS 

NEGATIVE URINE CONTROL 

LOW POSITIVE URINE CONTROL 

HIGH POSITIVE URINE CONTROL 

a 

27 Stnps 

1 Bottle 
(60 mL minimum/bottle) 

1 Bottle 
(18 mL mrnimum /bottle) 

1 vial (Blue Cap) 
(160 uL minimum/vial) 

1 vral (Black Cap) 
(160 pL minrmumlvial) . 

1 Bottle 
(30 mL mtnimum/bottle) 

1 Bottle 
(3QmL minimum/bottle) . .’ -^ .- t 

1 Package 
(9.0 g minimum) 

3 Trays and Tops 

1 Bottle (Translucent with a green bar) 
(10 mL minimum/bottle) 

1 Bottle (Amber with a purple bar) 
(10 mL minimum/bottle) 

1 Bottle (Amber with a red bar) 
(lO&mL minimum/bottle) 

. ROCKER OR ROTARY PLATFORM 

. PIPETS 

. PIPETTORS AND TIPS 

. ASPIRATOR WITH DISINFECTANT TRAP 

. TWEEZERS OR FORCEPS 

URINE SPECIMEN COLLECTION AND PREPARATION 

1. Polypropylene containers are recommended for collection, shipping or storing urine 
specimens. 

2. Urine specimens without preservative or specimens preserved with Stabilur’” (RP. 
Cargille Laboratories, Inc., Cedar Grove, NJ) may be used. 

3. Urine specimens may be stored at 2-6°C for up to 16 months, or at ambient 
temperature (23-27°C) for up to 55 days. DO NOT FREEZE. The relrability of results 
with frozen urine samples has not been demonstrated. .I 

4. 

5. 

Mix specimens well prior to testing. 

If specimens are shipped, they should be shopped in accordance with requirements Ior 
transporting etiological agents. 

URINE ASSAY PROCEDURE 

CAUTION. When handling the incubation tray supplied with the kits, take care not to 
splash or mix specimens. Remove the lrd carefully to prevent moisture 
whrch may condense on the lid from falling Into the tray. Do not handle 
samples or sample loaded pipet tips over uncovered incubation trays 
Splashing or aerosols may lead to cross-contammation of sample wells. 

WHENEVER URINE SPECIMENS ARE ASSAYED WITH THE CAMBRIDGE BIOTECH HIV-I 
URINE WESTERN BLOT KIT, THE NEGATIVE, LOW POSITIVE, AND HIGH POSITIVE URINE 
CONTROLS MUST BE ASSAYED. 

1. 

2. 

3. 

-- . ’ .^ Bring all reagents to roomtemperature prior to use (approxrmately 30 mtnutes). 

Add 2.0 mL of DILUTED WASH BUFFER to each well to be used 

Using forceps, carefully remove a NITROCELLULOSE STRIP from the vial in 
sequential order begtnntng with the number 1 and place numbered side up into a well 
containing DILUTED WASH BUFFER 

9 
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4 

5. 

6 

7. 

8 

9. 

10. 

11 

12. 

13. 

14. 

15 

Place the tray on a rocker or rotary platform for 5 to IO minutes at room temperature, 
then remove the buffer by asprration. 

Add 1 .O mL of WORKING BLOTTING BUFFER to each well which rs to contain a 
urine control or urine specrmen. 

Add 1 .O mL of each undiluted urine control or urine specimen to a well containing its 
assigned strip rn WORKING BLOTTING BUFFER. CAUTION. Use a drfferent pipet tip 
for each sample. 

Cover the tray and incubate on a rocker or rotary platform overnight (14-20 hours) at 
room temperature (20 to 28°C). 

Carefully uncover the tray to avoid splashing or mrxrng of specimens. Remove 
condensation or droplets on the incubation tray lid by rinsing with DILUTED WASH 
BUFFER or wrprng with absorbent towels. 

Aspirate the mixture from the wells into a trap containing 5% sodium hypochlonte 
household bleach as a disinfectant. Rmse asprrator tip with DILUTED WASH 
BUFFER, or reagent grade water between samples to avoid cross-contamination. 

./Discard waste in the trap prior to substrate preparation. 

.Add 2.0 mL of DILUTED WASH BUFFER to each strip and incubate on a rocker or 
rotary platform for a minimum of 5 minutes. Aspirate the wash buffer. Repeat two 
additional times. 

Add 2.0 mL of WORKING CONJUGATE 1 SOLUTION (prepared as drrected in the 
SUPPLEMENTAL INSTRUCTIONS sheet) to each well. Incubate for 120 minutes at 

“room temperature on the rocker or rotary platform. 

~Asprrate the WORKING CONJUGATE 1 SOLUTION from the wells. Wash each strip 
three ttrnes for a minimum of 5 minutes as in Step 10, above. 

Add 2.0 mL of WORKING CONJUGATE 2 SOLUTION (prepared as directed in 
SUPPLEMENTAL INSTRUCTIONS sheet) to each well. Incubate for 120 minutes at 
room temperature on the rocker or rotary platforrrd- 

. 
Aspirate the WORKING CONJUGATE 2 SOLUTl& from the wells Wash each strip 
three times f0r.a minimum of 5 minutes as in Step 10, above. 

Add 2.0 mL of WORKING SUBSTRATE SOLUTION to each well and incubate at room 
temperature on the rocker or rotary platform for 1 O-1 5 minutes. The LOW 
POSITIVE URINE CONTROL must exhibit a gp160 band. 

IO 

16. Aspirate the WORKING SUBSTRATE SOLUTION and stop the reaction by rinsing the 
strips three (3) times with at least 2.0 mL of reagent grade water. 

NOTE: Some specimens may cause spots to form on the strip due to precrpitatron A 
cotton swab dipped in reagent grade water can be used to carefully remove the spots 
and allow for better visualization of results. 

Air dry the strips between absorbent paper towels and score as described rn the 
INTERPRETATION OF URINE RESULTS sectton. For best results and consistency, 
strips should be scored soon after air drying The strips can then be mounted and 
stored between clear plastic sheets. When mounting with tape, do not tape over 
developed bands. Thus will cause bands to fade. 

17. If desired, the strips may be photographed using high resolution film. Developed 
strips will retain their color if stored in the dark. Exposure to light and arr will 
eventually cause bands to fade. 

URINE QUALITY CONTROL 

The NEGATIVE, LOW POSITIVE and, HIGH POSITIVE URINE CONTROLS must be.included 
with each run of urine specimens regardless of the number of specimens tested or 
NITROCELLULOSE STRIPS used. The HIGH POSITIVE URINE CONTROL is used to establtsh 
the locatton of the gp160 band for comparison with specimen strips. 

In order for the results obtained from any run of urine specrmens to be considered valid, the 
followtng conditions must be met: 

1. NEGATIVE URINE CONTROL: No bands should be visible on the 
NITROCELLULOSE STRIP used to test the NEGATIVE URINE CONTROL 

2. HIGH POSITIVE URINE CONTROL: The NITROCELLULOSE STRIP used to test the 
HIGH POSITIVE URfNE CONTROL must exhrbrt a band at gp160. Additional bands 
may appear but are not required to demonstrate acceptable performance. Figure 1 
WIII permit location and identifrcatron of the gp160 band observed for the HIGH 
POSITIVE URINE CONTROL. 

3. LOW POSITIVE URINE CONTROL: The NITROCELLULOSE STRIP used to test the 
LOW POSITIVE URINE CONTROL must exhrbrt a band at the gpl60 region, and that 
band must-be vrsrbly less intense than the gp160 band on the HIGH POSITIVE URINE 
CONTROL. Other bands may be observed, but are not required to determine 
acceptable performance. 
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Figure 1 
Virus-Specific Bands 

INTERPRETATION OF URINE RESULTS 

The presence or absence of antrbodies to’HIV-1 in a specimen and the identtty of any antrbodies 
present are determined by comparison of each NITROCELLULOSE STRIP to the strips used for 
the NEGATIVE, LOW POSITIVE, AND HIGH POSITIVE URINE CONTROLS tested with that run. 

The tnterpretatron process requires three steps. Fast, each gp160 band which appears on a test 
strip must be Identified based on the HIGH POSITIVE URINE CONTROL strip. Second, the 
gpl60 band is assigned a reactivity score based on its intensity when compared to the gp160 
band on the LOW POSITIVE URINE CONTROL strip. Third, the strip is interpreted based on the 
reactivity. 

The major HIV-1 gene products that have been identtfied5.r0 are as follows (see Figure 1). 

w-0 
gp’26 
~66 
P36 
PSI 
gp4t 

.p31 
~24 
PI7 

Precursor of ENV glycoprotein 
Outer ENV glycoprotein 
Reverse Transcnptase component of POL translate 
Precursor of GAG proteins 
Reverse Transcrlptase component of POL translate 
Transmembrane ENV glycoproterns 

^ Endonuclease component of POL translate - 
GAG protean 
GAG protein 

trpid brlayer) 
NOTE: The gpl60 band may, in many cases, represent a multimer of gp41 ,I’ 
However, the presence of gp120 has been verified using specific mono and polyclonal anttbotitos. 
The primary response of most ENV reacttve antibodies on Western Blot is to the transmembrane 
part whether it is a tetramer or derived from the precursor, 

Figure I is used to locate and identify the gp160 band on the strip used with the HIGH POSITI’~E 
URINE CONTROL. Thts strip is then used to identify the gp160 band locatron on strips used to 
test urine specimens. 

5’ 
sor tat P 

- w n 
LTA L [ ’ 

I II I ‘I 

- PO1 
I I’ 

I?“” 

3’ 
lntensrty of the gp160 band present on strips used to test specrfrc specimens may be scored as 
follows: : 

Intensity Of Band Reactivity Score 

.) I I I 
“_ 

~66151 ’ I 
~27’ 

~23’ , 

P55 
I 

np31 p14’ gp’6” 

Pi7 P24 - p15’ - gp120 gP4’ - - 

. Absent “‘i .._, -. . Less than the intenstty of the gp160 band * 
on the LOW POSITIVE URINE CONTROL strip ! 

. Greater than or eaual to the tntensitv of the + 

‘These HIV-1 protem generally do not appear wth CambrIdge Btotech HIV-1 Urme Western Blot Kit 

gp160 band on the LOW POSITIVE’URINE 
CONTROL strip. 

i 

; 

Interpret the result of blotting as NEGATIVE, INDETERMINATE, or POSITIVE based on the 
pattern which is present, accordtng to the followmg table: 

‘> 
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PATTERN 
No bands present. 
Any bands present but pattern does not meet the cntenon 
for POSITIVE 

INTERPRETATION 
NEGATIVE 
INDETERMINATE 

The presence of a gpl60 band with a reacttvrty score of +. 
*Other bands mav or mav not be oresent 

POSlTlVE 

Failure to obtain the established band crftena for the NEGATIVE, LOW POSITIVE, OR HIGH 
POStTlVE URINE CONTROLS may be indicative of unsatisfactory test performance. Such 
dtscrepanctes may be related to the followtng sources of variability: 

. Cross-contaminatton of negative control reagents with high titer specimens 

. Cross-contamination of reacttve control reagents wrth non-reactive specimens 
l Improper equipment operatron 
. User reagent preparation 

INDETERMINATE results must be taken as suspect and SHOULD TRIGGER REPEAT AND 
FOLLOW-UP TESTING. INDETERMINATE ASSAY RESULTS MUST NOT BE CONSIDERED 
POSITIVE OR NEGATIVE. The correct evaluation in such situations must be based on 
subsequent blot testtng and clinical evaluation. In such cases, INDETERMINATE blots may offer 
useful information. 

NOTE: A person who has antibodies to HIV-I is presumed to be Infected with the virus, except 
-that a person who has parttcipated in an HIV vaccine study may develop antibodies to the vaccine 
and may or may not be infected with HIV. Clinical correlation is indtcated wtth appropriate 
counseling, medical evaluation and posstbly addibonal testing to decide whether a diagnosis of 
HIV infection IS accurate. 

LIMITATIONS OF THE URINE PROCEDURE 

Opttmal assay performance requires strict adherence to the assay procedure described in this 
insert Deviations from the procedure may lead to aberrant results. 

Slight ambiguities extst in the designation of the molecular weights of the HIV-1 antigens. The 
designattons listed in Figure 1 have been established by bog Internal testing with known markers 
and consensus of published Itterature.5’0 CI 

‘. _ 

Although a blot POSITIVE for antibodies to HIV-1 indicates Infection with the virus, a diagnosis of 
_ Acqujred lmmunodefrciency Syndrome or.AIDS can only be made cltnically if a person meets the ‘_ ” 

case definition of AIDS established by the Centers for Disease Control.’ POSITIVE blot results 
using any specimen type (serum, plasma, or urine) should be followed with additional testing. 
Such testing may rely on alternative test methods or specimen types. The clinical implications of 
anttbodies to HIV-1 in an asymptomatic person are not known. However, a larger proportion of 

. 

such persons have virus detectable in their peripheral blood and some will develop 
immunodeftctency. e lo 

INDETERMINATE blots should not be used as the basis for diagnosis of HIV-1 infection. 
However, such findings may provide useful information in the context of medtcal evaluation for 
which cknical tnformation is available. 
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DUE TO VARIATIONS IN TEST PERFORMANCE AND THE UNCERTAINTY ASSOCIATED WiTH 
INDETERMINATE BLOTS, IT IS RECOMMENDED THAT ALL INDETERMINATE BLOTS BE 
REPEATED USING THE ORIGINAL SPECIMEN. INDIVIDUALS WITH A BLOT THAT IS 
INDETERMINATE DUE TO A z!z gp160 BAND SHOULD BE RETESTED AS SOON AS POSSiBLE 
USING A FRESH SPECIMEN. PERSONS WITH OTHER INDETERMINATE PATTERNS 
SHOULD BE RETESTED USING A FRESH SPECIMEN AFTER SIX MONTHS. 
A NEGATIVE BLOT DOES NOT EXCLUDE THE POSSIBILITY OF INFECTION WITH HIV-I. / 

PERFORMANCE CHARACTERISTICS 

PERFORMANCE STUDIES 

Three studies were conducted to evaluate the performance of the Cambridge Biotech HIV-I 
Urine Western Blot Kit using a urine assay procedure. The performance was evaluated by 
comparing the ‘results of urine spectmens to the results of paired serum specimens tested 
with a licensed HIV-1 Western Blot Ktt. 

One study (Study 1) evaluated 696 archived urine specimens. The specimens were from 
low risk (N=200), high risk (N=37) and HIV-I positrve (N=377) populations. The HIV-I 
positive populations included patients symptomattc (N=55) and asymptomatc (N=87) for 
HIV-I infection, AIDS patients (N=115) and HIV-1 positive subjects from foreign sites 

-_ 

(N=120) whose clinical status was unknown. Other specimens (N=82) were obtained and 
evaluated from subjects wtth medical conditions unrelated to HIV-1 tnfectron that might 
result in antibodies cross-reactwe with HIV-I proteins, ’ 

The‘Cambridge Biotech HIV-1 Urine Western Blot results compared to serum Western Blot 
results are presented in Table A. Two addttional studres (Study 2, Study 3) evaluated 1,240 
prospectively collected urine specimens. Study 2 evaluated specimens from subjects 
whose HIV-I clintcal status was unclassified (N=197), subjects who were HIV-I negative but 
at high risk of HIV-l infection (N=51) and subjects with non-HIV related medical conditions 
(N=l). Study 3 evaluated low risk (N=315), high risk (N=303) and HIV-1 positrve (N=175) 
populations, including AIDS patients The HIV-1 positrve populations included patients 
symptomatic (N=38) and asymptomattc (N=36) for HIV-1 infectton and AIDS pattents 
(N=lOl). Other spectmens (N=198) were also obtained from subjects wrth unrelated 
medical conditions that might result in assay interference. 

In the three studies combined, 1,936 parred urine and serum specrmens collected from multiple 
geographical locations within the United States and from foreign sttes were evaluated at four 
testrng laboratories throughout the United States. The status of the subject was based upon the ___,I. c 
paired serum result or documented clinrcal status of the subfect. 

Two additional special studies were conducted using specimens from Study 3 to assess the 
performance of the Cambridge Biotech HIV-1 Urine Western Blot kit. One evaluation involved 
Western blot testing of urine specimens patred to serum EIA non-reacttve Western blot 
indeterminate spectmens (N=l09). The second evaluation involved urine Western blot testing of 
urine EIA repeatedly reactive specrmens paired to serum EIA non-reactive specimens from 
uninfected individuals (N=114). 

6 
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SENSITIVITY STUDIES Sensitivity in High Risk Populations 

Sensitivity In HIV-1 Seropositive Individuals 

The sensitivity of the Cambridge Biotech HIV-1 Urme Western Blot Kit using urine was evaluated 
by comparing the urine results to the results obtained from testing paired serum specimens 
collected from individuals who were HIV-l seropositive and from individuals clinically diagnosed 
as AIDS patients. The results of this study are shown in Table A. 

The sensitivity was also determined in 391 indivfduals at high risk of HIV-l infection but of 
unknown HIV status. Of the 391 high risk subjects tested, 327 were substance abusers and 64 
were prostitutes, bisexuals, homosexuals, and other individuals with acknowledged risk factors. 
The results obtained are provided in Table B. 

In the combined studies, the Cambridge Blotech HIV-I Urine Western Blot Kit using urine 
obtained from the 215 patients clinically diagnosed with AIDS identified 213 of 215 (99.1%) 
patients as Western Blot positive. There were two (2) false negative urine Western Blot results in 
the AIDS population. The Cambridge Biotech HIV-1 Urine Western Blot Kit usmg urine obtamed 
from HIV-l positive symptomatic, asymptomatlc and unclasslfled groups correctly identified 533 of 
533 (100%) patients as Western Blot positive. In the combined population of AIDS patients and 
other HIV-I positive patients tested in this study, the Cambridge Biotech HIV-l Urine Western Blot 
Kit using urine correctly Identified 746 of 748 (99.7%) patients as positive. 

The results of testing urine specimens from these high risk populations showed that seventeen 
(17) of seventeen (17) (100%) urine Western blot specimens were correctly identified as positive 
when compared to the paired serum Western blot results. Of the twenty (20) urine Western blot 
posrtlves, three (3) urine specimens were paired to serum EIA non-reactive specimens (urine false 
positives). While the significance of urine posltivity in the absence of serum reactivtty is not 
known, the results for these three samples must be classified as false positive In the absence of 
follow-up testing or clinical information to resolve the infection status of these tndividuals (see 
Table B, footnote f). 

Sixty-nine (69) specimens were urine EIA repeatedly reactive and urine Western blot negative and 
were paired to serum EIA non-reactive specimens. 

Table A 

Urine and Paired Serum Western Blot Results for Confirmed HIV-l Serapositive 
Individuals and AIDS Patients 

(Nz748) 

. 
One (1) specimen was urine EIA repeatedly reactive and urine Western blot indeterminate and 
was paired to a serum EIA non-reactive specimen. 

Three hundred (300) urine specimens were EIA non-reactive and Western blot negative and were 
paired to serum EIA non-reactive specimens. The one urine EIA non-reactive specimen that was 
Western blot indeterminate was paired to a serum EIA non-reactive specimen. 

16 

In this study the sensitivity of the urine Western blot was 100% (17 of 17) for seropositive 
Individuals. In these high risk populations, the specificity of the urme Wesern blot for EIA 
repeatedly reactive urine specimens was 94.5% (69 of 73) for seronegative mdfvlduals 

“. . i. 



Table B Frequency of Virus Specific Bands in High Risk Populations 

Comparison of Cambridge Biotech HIV-1 Western Blot Results 
Using Urine and Paired Serum for High Risk Populations 

(Nz391) 

The frequency of vtrus specific bands and Interpretation of results for urine specimens tested WI& 
the Cambridge Biotech HIV-1 Urine Western Blot Ktt from these high risk populations are 
presented in Table C. 

1 Risk ( Serum Urine 
Grouo 1 

High 

The results show that in these combined high risk populatrons of 391 specimens, only one of the 
301 (0.3%) urine EIA non-reactive spectmens demonstrated any virat bands. The band present 
was ~24, resulting tn an indeterminate interpretation. Twenty (20) of 90 (22 2%) urine EIA 
repeatedly reacttve specimens were identtfted as positive on the basis of the presence of the i 
gp160 band. Seventeen (17) of the 20 (85%) urine Western blot positive specimens were paired 
to serum Western Blot conftrmed HIV-1 positive specimens. One (1) urine speamen was paired to 
a serum Western Blot negative spectmen and two (2) were paired to serum Western Blot 
indeterminate specimens. One (1) of the urine EIA repeatedly reactive spectmens was 
indeterminate due to the presence of non-viral bands on the blot. Stxty-nine (69) urine EIA 
repeatedly reactive specimens were correctly classified as Western blot negattve based on the 
patred serum results. The serum EIA results were non-reactive. 

Table C 

Frequency of Virus Specific Bands and Interpretation of Results of 
Urine Specimens from a High Risk Population 

Tested by the Cambridge Biotech HIV-1 Urine Western Blot Kit 
(N=39+) 

Urine Urine WI3 Frequency of Virus Specific Bands’ 



Frequency,of Virus Specific Bands in AIDS Patients 

Specimens from 215 AIDS pattents were tested. Table D presents the frequency of viral specrfrc 
bands observed and interpretation of results for these AIDS patients. 

The results show that 213 of 215 (99.1%) spectmens from AIDS patients were posrtrve on the 
basis of the presence of a gp160 band when tested with the Cambridge Brotech HIV-I Urine 
Western Blot Kit 

Table D 

Frequency of Virus Specific Bands and Interpretation of Results of 
Urine Specimens from AIDS Patients 

(N=215’) 

Frequency of Virus Specific Bands in Non-AIDS HIV-1 Positive Populations 

The frequency of virus specific bands tn non-AIDS HIV-1 populations (N=533) was also 
determtned. The frequency of virus specific bands in HIV-I symptomatic, asymptomatic and 
unclassified HIV-I posittve patrents (120 foreign specimens from Study 1, 197 HIV-1 posrtive 
patients from Study 2) IS given in Table E. 

k 
All 533 specimens were serum EIA repeatedly reactive arId 531 serum Western blot positive, 2 
were serum Western blot indeterminate. The results rn Table E demonstrate the presence of a 

. gp160 band.m 533 of 533 of the HIV-1 positiveurine specimens tested with the Cambridge 
Brotech HIV-1 Urrne Western Blot Krt, classifying all of the urine specimens as Western blot 
positive. There were no urine spectmens that were negattve or indeterminate in thts populatron 
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Table E 

Frequency of Virus Specific Bands and Interpretation of Results of 
Urine Specimens from Non-AIDS HIV-1 Positive Populations 

(N=533”) 

Urine 1 Urine WB Frequency of Virus Specific Bands’ 
EIA 

1 N P17 1 P24 1 p31 1 gp41 1 ~51 1 ~55 1~66 1 gp120 1 gp160 
RR' POSO 533 136 1 301 1 319 1 462 1 317 / 118 ] 433 j 512 1 533" 

> PM33 hd 0 o/olo lo IO 

NO ,nte”slty cnteno” assoc!ated wth the LOW POSITIVE URINE CONTROL was used during ,h!s ana,ys,s 

Performance Using a Low Intensity Criterion 

The performance of Western blot testing when using an Intensity criterion for the gp160 band wx 

evaluated by testing a subset of urine samples from known HIV-1 posrtive patients (Table F). @le 
hundred and seventy-two (172) urine samples were retested. The results were interpreted by 
comparing the intensrty of the gp160 band of the specimen with that of the LOW POSITIVE 
URINE CONTROL. The testmg was performed, and results were interpreted at two different srtos., 
A description of the known HIV-1 posrtive urine specimens that were retested and the results 
obtained at both sites are presented in Tables F and G. 

The results show that the 2 sites read the same specimen as Indeterminate. The sites dtffered on 
their Interpretation for a second specimen (Site 1 read the sample as posttive, Sate 2 read the 
specimen as Indeterminate). Therefore, the frequency of indeterminate results in a sample 
population of 172 HIV-I EIA RR urine specimens ranged from 0.6% (1 of 172 specimens read at 
Site 1) to 1.2% (2 of 172 specimens read at Site 2) 

The sensitivity of the Western blot usmg the mtensity criterion assoctated wrth the LOW POSITIVE 
URINE CONTROL ranged from 98.3% (169/172) to 98.8% (170/172) 
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Table F 
Description of HIV-l Positive Specimens Retested 

On The Cambridge Biotech HIV-1 Urine Western Blot Kit 

Study 
(N) 

Study Group Clinical Condition N Tested 

1 
(Samples Collected (N)) 

HIV-1 Seroposrtlve 
(100) 

AIDS (26) 25” 
W0mell  HIV-1 Symptomatic (38) 3r 

2 (75) ( 
HIV-1 Asymptomatic (36) 39 

AIDS P&ants 
’ Total I 

AIDS (75) 75 
I I 

1 (175) 

’ 

I 175 172 ? 

One 01 the 26AIDS patlent spewnens had rwffusnt volume to test by Weam blot. 
’ One ot the 38 HIV-1 positive symptomat,c Pauent sPecm,ens had ,nsufhc,en, vob,,,~ lo tes, by Western blot 
’ 

Table G 
Western Blot Results for Known HIV-1 

Positive Patients Using a gp160 Band Intensity Criterion 

‘I I No intensity Criterion 1 Using gp160 Band intensity Criterion I’ 
I 

. N Prior” Western Blot Result 
Western Blot Results 

” Tested 
Site 1 

POS 
Site 2s 

Ind Neg Pos Ind Neg Pos InU : 
172” 

171 N/A Neg 1* 
170 16 1” 169 2’ 1” 

SPECIFICITY STUDIES 
. . . 

Specificity In Low Risk Groups 

The specrflcity of the Cambridge Biotech HIV-1 Urine Western Blot K)t was assessed by testing 
specrmens from 515 EIA seronegatrve subjects at low risk for HIV-1 infection 
cnsurance applicants 

The subjects were 
insurance appkcants are presumed to be at low risk for HIV-1 infectron. 

The results obtained from testing paired urine and serum speomens from low risk uninfected 
mdrvrduals by Western blot are provided rn Table H 
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The results show that rn this low risk populatron, the speciftclty of the Cambridge Blotech HIV-1 
Urine Western Blot was 100% (515 of 515 urine specrmens were Western blot negative). There 
were no (0%) urine Western blot indeterminate or positrve specimens 

Table H 

Comparison of Cambridge Biotech HIV-1 Urine Western Blot Results Using Urine and 
Paired Serum Specimens from Low Risk Populations 

(N=515) 

Serum Urine 
Risk N Western Blot Results EIA Western Blot Results 

Group POS Neg ItlU AR PO9 Neg Incl 
LOW 200b NT NT NT 0 0 200 0 

315 0 284 31 1 0 315 0 

a Two hundred (200) spenmens from Study 1,315 specimens from Study 3 
a Ths 200 archived serum specimens (Study i) were EIA NR and were not tested by Western blot 
c A licensed HIV-1 western slot iat WBS use* when te*t4ng SExUrn *pec,mens 
( No ~ntensq cllterion assrxiated wth the LOW POSITIVE URINE CONTROL was used during fh$s anafys!s 

Frequency of Virus Specific Bands in Low Risk Groups 

The frequency of virus specific bands and interpretation of results for urine specimens tested with 
the Cambridge Biotech HIV-l Urine Western Blot Krt for these low risk groups are presented rn 
Table I. 

The results show that m  these populatrons of 51.5 low risk subjects, none of the urine specimens 
were positive or indeterminate when tested with the Cambridge Brotech HIV-I Urine Western Blot 
Kit. All 515 serum specimens were EIA non reactive: 200 serum specimens were not tested by 
Western blot; of 315 serum specimens that were tested by Western blot, 284 were negative, 31 
were indeterminate, and none were positive. All 515 urine specimens were identified as Western 
blot negative, including the one urine specimen that was EIA initially reactive. Thus demonstrates 
the high speafrcrty of the Cambndge Biotech HIV-1 Urine Western Blot Kit for urine In low risk 
populations. 
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Table I Table J 

Frequency of Virus Specific Bands and Interpretation of Results of 
Urine Specimens from Low Risk Populations 

Tested by the Cambridge Biotech HIV-1 Urine Western Blot Kit 
(N&l 5’) 

Frequency of Virus Specific Bands and Interpretation of Results of 
Urine Specimens Paired to Serum Western Blot Indeterminate Specimens from Uninfected > Individuals 

Tested by the Cambridge Biotech HIV-I Urine Western Blot Kit 
(N=lO9”) 

Urine 
EIA 

Urine 
WB 

( N 

Frequency of Virus Specific Band9 

Pi7 1 P24 1 P31 1 !Wi / P51 1 P55 ( P66 1 gP120 / gP160 
NW POS 0 0 0 0 0 0 0 0 Q  0 

N=514 hid ,O 0 0 0 0 0 0 0 0 0 
RAd POS 0 0 0 0 0 0 0 0 0 0 
N=l’ Ind 0 0 0 0 0 0 0 0 0 0 

:_ Frequency of Virus Specific Bands in Other Groups 

Two additronal special studies of paired urine and serum specimens were collected for evaluatton 
by Western blot. The first evaluation involved Western blot testing of urine specimens parred to 
serum EIA non-reactive Western blot indeterminate specimens (N=109). The purpose of the 
study was to demonstrate the spectficity of the unne Western blot for those samples that are 
repeatedly reactive on the urine EIA. The results are shown in Table J. 

In thts evaluation, 4 of 109 (3 7%) urine specrmens parred to serum Western blot indeterminate 
specimens were unne.Western blot Indeterminate. None were posatve. One hundred and five 
(105) of 109 (96 3%) were negative. These results show the specrfrcity of the Cambridge Biotech 
HIV-I Urine Western Blot Ktt for samples from uninfected mdivtduals who are repeatedly reactive 
(false posrttve) on the urine EIA 
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i The second evaluatron involved urine Western blot testing of urine EtA repeatedly reactive 
specimens paired to serum EIA non-reactive specimens from unmfected tndtvrduals (N=114). 
The purpose of this study was to assess the utrlity of the urine Western blot for individuals who 
are not infected but whose urine specimens are repeatedly reacttve using the HIV-1 EIA. The 
frequency of vtrus specific bands in each group of urine specimens tested IS demonstrated in 
Table K. 

Of the 114 urine EiA repeatedly reactive specimens paired to serum EiA non-reactne specimens, 
109 of 114 (95.6%) were Western blot negative, 5 of 114 (4 4%) were Western blot indeterminate 
and none were positive. This demonstrates the ability of the Cambridge Brotech HIV-1 Urine 
Western Blot Ktt to resolve urine EIA repeatedly reactive spectmens from umnfected mdrviduals as 
negative or indeterminate 

_ 



Table K 

Frequency of Virus Specific Bands and Interpretation of Urine EIA False Positive Urine 
Specimens 

Tested by the Cambridge Biotech HIV-1 Urine Urine Western Blot Kit 
(N=114”) 

Specificity in Subjects with Medical and Other Conditions 

The specificity of the Cambridge Bjotech HIV-1 Urine Western Blot Kit was evaluated using urine 
from individuals with medtcal conditions unrelated to HIV-1 and from mdividuals with potential 
interferrng substances In their urine. The results of testing urine specimens from these individuals 
with the Cambndge Biotech HIV-1 Urine Western Blot Kit are provided in Table L. 

The results obtained from testing urine specimens collected from patients wtth diseases and 
potentially Interfering substances showed that 2 urine specimens were urine EIA repeatedly 
reactive and Western blot positive and were paired to serum EIA repeatedly reactive and 
Western blot posltlve specimens 

For subjects wtth non-HIV-1 medical conditions, the specificity of the urine Western blot for EIA 
repeatedly reactive urine specimens In this study was 90.1% (100/111). 

P 
:, ._ 

Sensitivity in HIV-1 Seropositive Individuals 
Table L 

Comparison of Cambridge Biotech HIV-I Urine Western Blot Results Using Urine and 
Paired Serum in Populations with Disease and Potentially Interfering Substances 

(N=281) 

Group 
Urine EIA Results Urine Western Blot Results 

N RR 1 NR ( PO& [ Neg 1 Ind 

Twenty (20) *penmen* from Study 1, 5 speamens from Study 3 

Twenty (20) spenmens from Study 1,39 speamsns from study 3 

ST0 = Sexually transm”ed drsease Twenty two (22) spectmens from Study 1.15 specimens f,om Study 3 

Twenty (20) spenmens from Study 1.27 spectmens from Study 3 

Scdy three (63) specmens from Study 3 

Thldy five (35) specimens from Study 3 

One (1) specimen lrom Study 2,12 spewens from Study 3 

Two (2) specimens from Study 3 

ANALYTICAL SENSITIVITY 

Dilution of Paired Urine and Serum Specimens 
Dilution of Matched Urine and Serum Specimens 

Ten (10) paired urine and serum specimens from HIV-1 positive Individuals were tested in a 
dilutron study using the Cambridge Biotech HIV-I Urine Western Blot Kit. The urine specimens 
were tested at dilutions of 1:2, l:lO, 150, 1’500 and l:i,OOO The serum specimens were tested 
at dilutions of l:lOi, l.l,OOO, 15,000, 1:25,000 and 150,000. The urine specimens were tested 
according to the urine procedure. The serum specimens were tested accordmg to the 
manufacturer’s package insert instructions. The major wral bands (gpl60, gp120, gp41 and ~24) 
were observed for presence or absence on Western blot at each dilution. The results are 
reported as the last dilution at which a band is visible on Western blot without comparison to an 
intensity criterion. 
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REPRODlJClBlLlTY Table N 

The reproducrbikty of the Cambridge Biotech HIV-1 Western Blot Kit was evaluated by testing a 
panel of unne specrmens at three (3) geographically separate sites A panel of 12 speamens of 
defined viral reactivity was provided to the three sites for evaluation. 

The panel consisted of specimens strongly reactive and weakly reactive for antibodres to HIV-l 
and specimens non-reactrve for antibodies to HIV-I. Each panel member was tested in duplicate 
on three different lots of the Cambridge Biotech HIV-1 Urine Western Blot Krt. The testing was 
performed by at least two different operators at each of 3 sites over multiple days 

In additron to the 12 spectmens, a high positive urine control, low positive urine control and a 
negative urine control were provided for testing with each kit. 

The results of thus analysrs demonstrate the reproducibiltty of the Cambridge Btotech HIV-1 Urine 
Western blot for unne specimens with HIV-I antibody actrvrty to the gp160 viral gene product at 
the limrt of visual detectron. The combmed results of testing are provrded in Table N. 

c 

30 

: 

6  

, 
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