
WORK ORDER # B080201-117 
1} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER/SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 02/01/08 
14) EQUIP ID#: 40987 
16) EQUIP CAT: OXIMETER 
18) MFGR: 
19) MODEL: 3420GD 
21) OWNER/DEPT: ACOS/EXTENDED CARE 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: **11/21/08** 

(Original #: BE080109-005) 
2) REQ DATE: JAN 9,2008@13:56 
4) LOCATION: 1027-2-BXD 
6) STATUS: IN PROGRESS 

9) PHONE: 228-523-5270 
11) SHOP: BIOMEDICAL 
13} PRIORITY: AVERAGE 
15) LOCAL ID: BXD-ACOS 

17} CONDITION: 

20) SERIAL #: 074400071 
22) PM #: 

24) WORK ACTION: Il 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B080306-004 (Original #: BE080204-004) 
1) PRIMARY EMPL: STORM, PETER J 2} REQ DATE: FEB 4,2008@11:04 
3) REQ MODE: COMPUTER 4) LOCATION: 4Dl14-3-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: IMAGE CONSTANTLY YELLOW WON'T WHAITE BALANCE CORRECTLY 
8) CONTACT: CRABTREE/DENNIS 9} PHONE: 4911 

10} ENTERED BY: CRABTREE/DENNIS W 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/08 13) PRIORITY: AVERAGE 
14) EQUIP 10#: 37439 15) LOCAL 10: BXD 
16) EQUIP CAT: OPTHALMOSCOPE 17) CONDITION: GOOD 
18) MFGR: ZEISS, CARL 
19) MODEL: MEDILIVE 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

20) SERIAL #: 6907120-608 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: STORM/ PETER JHRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 12/15/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B070112-006 Incoming Inspection 



WORK ORDER # B080306-007 (Original #: BE080207-001) 
I} PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: FEB 7,2008@08:59 
3) REQ MODE: COMPUTER 4) LOCATION: 4DI30-3-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: DOPPLER FLOW DETECTOR #6515-5-733 
8) CONTACT: THOMPSON,TREANI 9) PHONE: 5594 

10) ENTERED BY: THOMPSON,TREANI L 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/08 13) PRIORITY: HIGH 
14) EQUIP ID#: 15) LOCAL ID: 
16} EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: NURSING SECTION/ACUTE CARE 22) PM #: 
23) PARTS ORDER: 24} WORK ACTION: 
25} WORK CTR: 
26} TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32} WORK PERFORMED: 
33) COMMENTS: 

NEED A MALE CHARGING CORD TO CHARGE DOPPLE BOX. 



WORK ORDER # B080306-014 (Original #: BE080213-001) 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: FEB 13,2008@07:24 
3) REQ MODE: COMPUTER 4) LOCATION: 3B103-3-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: replace the light in the biohood 
8) CONTACT: GETHERS,MARTHEN 9) PHONE: 5532 

10) ENTERED BY: GETHERS,MARTHENA W 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 03/06/08 13) PRIORITY: EMERGENCY 
14) EQUIP ID#: 10847 15) LOCAL ID: BXD LAB 
16) EQUIP CAT: ZZ/HOOD-BIOLOGICAL SAFETY 17) CONDITION: GOOD 
18) MFGR: CONTAMINATION CONTROL 
19) MODEL: CCI760 
21) OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: SHOP: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 11/00/84 

20) SERIAL #: 15947A 
22) PM #: 6640-5131 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 
BIOMEDICAL 



WORK ORDER # B080306-017 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 
5) BED #: 

(Original #: BE080214-004) 
2) REQ DATE: FEB 14,2008@13:17 
4) LOCATION: 3D113-3-BXD 
6) STATUS: IN PROGRESS 

7) TASK DESC: unload door makes 
8} CONTACT: WILSON, RONALD S 

loud screeching noise on the unload side 

10) ENTERED BY: WILSON, RONALD S 
12) DATE ASSIGNED: 03/06/08 
14) EQUIP ID#: 24479 
16) EQUIP CAT: ZZ/WASHER-STERILIZER 
18} MFGR: SYBRON/CASTLE 

9) PHONE: 5566 
11) SHOP: BIOMEDICAL 
13) PRIORITY: EMERGENCY 
IS} LOCAL ID: BXD SPD 

17) CONDITION: GOOD 

19) MODEL: 6930 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 98C59159 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24} WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 06/30/00 

SHOP: 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B071207-027 door wouldn't open 

COST: 
COST: 



WORK ORDER # B080306-021 (Original #: BE080219-002) 
1} PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: FEB 19,2008@10:27 
3) REQ MODE: COMPUTER 4} LOCATION: 2B138-3-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Plastic shell around cord is ripped, exposing wires. 
8) CONTACT: TANNER,KENYA K 9) PHONE: 5772 

10) ENTERED BY: TANNER,KENYA K 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/08 13) PRIORITY: HIGH 
14) EQUIP ID#: 31643 15) LOCAL ID: BXD RADIOLOGY 
16) EQUIP CAT: RADIOGRAPHIC-PORTABLE 17) CONDITION: GOOD 
18) MFGR: GENERAL ELECTRIC/MEDICAL SYS 
19) MODEL: AMX4+ 20) SERIAL #: 6310B58 
21) OWNER/DEPT: RADIOLOGY 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26} TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 



WORK ORDER # B080306-035 (Original #: BE080303-001) 
1} PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: MAR 3,2008@09:23 
3} REQ MODE: COMPUTER 4) LOCATION: 3D110-3-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: BUTTON DO NOT CONSISTENTLY ACTIVATE (SPD #39) 
8} CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 28161 15} LOCAL ID: BXD 
16} EQUIP CAT: PUMP-INFUSION 17) CONDITION: GOOD 
18) MFGR: AHSC/AMERICAN MCGAW 
19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48942 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32} WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 



(Original #: BE080303-002) WORK ORDER # B080306-036 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 

2} REQ DATE: MAR 3,2008@09:23 
4} LOCATION: 3D110-3-BXD 

5) BED #: 
7} TASK DESC: BROKEN? (SPD #122) 
8) CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12} DATE ASSIGNED: 03/06/08 
14) EQUIP ID#: 35913 
16} EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

6) STATUS: IN PROGRESS 

9) 
11) 
13} 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD SPD 

17) CONDITION: 

19} MODEL: HORIZONNXT 
21} OWNER/DEPT: A&MM, 
23} PARTS ORDER: 

20} SERIAL #: J58180 
(SPD) SUPPLY, PROCESSING & DIST22} PM #: 

24) WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32} WORK PERFORMED: 
33} COMMENTS: 
WARRANTY EXPIRATION: 04/24/07 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

GOOD 



WORK ORDER # B080306-037 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 
5} BED #: 
7) TASK DESC: KEEPS READING SYSTEM 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 03/06/08 
14) EQUIP ID#: 28238 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

(Original #: BE080303-003) 
2) REQ DATE: MAR 3,2008@09:24 
4) LOCATION: 3D110 3-BXD 
6} STATUS: IN PROGRESS 

ERROR (SPD #116) 
9) PHONE: 5563 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: LIKE NEW 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J49029 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 
Last PMI was DEFERRED. 

SHOP: 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 



(Original #: BE080303-005) WORK ORDER # B080306-039 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 

2) REQ DATE: MAR 3,2008@09:26 
4) LOCATION: 3D110-3-BXD 

5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: SYSTEM ERROR (SPD #7) 
8) CONTACT: SHOEMAKER/LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 03/06/08 
14) EQUIP ID#: 28129 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: HORIZONNXT 
21} OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J49006 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26 ) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

GOOD 



WORK ORDER # B080306-054 
1} PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Calabrate Ultrasound 

(Original #: BE080305-001) 
2) REQ DATE: MAR 5,2008@07:48 
4} LOCATION: 1A147-3-BXD 
6) STATUS: IN PROGRESS 

8} CONTACT: WYNN,CARSON W 9} PHONE: 4786 
10} ENTERED BY: WYNN/CARSON W 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/08 13) PRIORITY: AVERAGE 
14} EQUIP ID#: 20169 15) LOCAL ID: BXD-AMB/CARE 
16) EQUIP CAT: ZZ/MEASURING DEVICE ULTRASONIC 17} CONDITION: POOR 
18) MFGR: PARKS MEDICAL ELECTRONICS 
19} MODEL: 811B 
21} OWNER/DEPT: OUTPATIENT AMBULATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: SHOP: 
32) WORK PERFORMED: 
33) COMMENTS: 

20} SERIAL #: 084469 
CARE 22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 
BIOMEDICAL 

This ultra sound machine is on the shelf to be done in Biomed. Unit is 
marked HBPC #1. Unit does not have a ser # other than 811-B. please 
calabrate this and get it back to HBPC in T-102 Room Cl19 as soon as 
possible. Providers use it when they go to see patients in the field. 
Any questions call C.W. @ 4786 or Laurie Woo @ 4304. Thank you. 

WARRANTY EXPIRATION: 03/20/96 
Last PMI was DEFERRED. 



WORK ORDER # B080306-056 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 

(Original #: BE080305-003) 

5} BED #: 

2) REQ DATE: MAR 5,2008@10:27 
4) LOCATION: lCI02-3-BXD 
6) STATUS: IN PROGRESS 

7) TASK DESC: Oximeter in triage room is NOT working 
8) CONTACT: BORIS,BETHANY A 

10) ENTERED BY: BORIS,BETHANY A 
12) DATE ASSIGNED: 03/06/08 
14} EQUIP ID#: 12003 
16} EQUIP CAT: OXIMETER 
IS} MFGR: BIOCHEM INT 
19) MODEL: 3040G 
21) OWNER/DEPT: OUTPATIENT AMBULATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 07/16/90 
Last PMI was DEFERRED. 

SHOP: 

9) PHONE: 4947 
11) SHOP: BIOMEDICAL 
13) PRIORITY: EMERGENCY 
15) LOCAL ID: BXD ER 

17) CONDITION: POOR 

20) SERIAL #: 5801216G 
CARE 22) PM #: 6515-1161 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 



WORK ORDER # B080306-058 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3} REQ MODE: COMPUTER 
5} BED #: 
7} TASK DESC: MESSED UP? 
8) CONTACT: SHOEMAKER, LORNA 

10} ENTERED BY: SHOEMAKER, LORNA 
12} DATE ASSIGNED: 03/06/08 
14} EQUIP ID#: 34630 
16) EQUIP CAT: ZZ/MONITOR-URINARY 
18) MFGR: BARD, C. R. UROLOGICAL 
19} MODEL: 000002N 

(Original #: BE080306-001) 
2) REQ DATE: MAR 6,2008@07:55 
4} LOCATION: 4D104-3-BXD 
6} STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD UROLOGY 

17} CONDITION: 

20} SERIAL #: DYPE0043 
21} OWNER/DEPT: SURGICAL 
23} PARTS ORDER: 

UROLOGY SERVICE 22) PM #: 

25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/24/06 

24) WORK ACTION: 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 



WORK ORDER # B080306-059 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 

(Original #: BE080306-002) 

5) BED #: 
7) TASK DESC: BROKEN? 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 03/06/08 
14) EQUIP ID#: 22662 
16) EQUIP CAT: ZZ/MONITOR-URINARY 
18) MFGR: BARD, C. R. UROLOGICAL 
19) MODEL: 2 
21) OWNER/DEPT: SURGICAL SERVICE SICU 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33} COMMENTS: 
WARRANTY EXPIRATION: 12/28/97 

SHOP: 

2) REQ DATE: MAR 6,2008@07:55 
4) LOCATION: 4D104-3-BXD 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD SURGERY 

17) CONDITION: 

20) SERIAL #: AJEHC029 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 
BIOMEDICAL 



WORK ORDER # B080306-060 (Original #: BE080306-003) 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REO DATE: MAR 6,2008@07:55 
3) REO MODE: COMPUTER 4} LOCATION: 4D104-3-BXD 
5} BED #: 6} STATUS: IN PROGRESS 
7) TASK DESC: 02 SAT PROBE MALFUNCTIONS WHEN PLUGGED INTO MODULE 
8) CONTACT: SHOEMAKER, LORNA 9} PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 34637 15) LOCAL ID: UROLOGY 
16} EQUIP CAT: ZZ/MONITOR-URINARY 17) CONDITION: LIKE NEW 
18) MFGR: BARD 1 C. R. UROLOGICAL 
19) MODEL: 000002N 20) SERIAL #: 07LOC076 
21) OWNER/DEPT: SURGICAL 
23} PARTS ORDER: 

UROLOGY SERVICE 22) PM #: 

25} WORK CTR: 
26} TOTAL HOURS: 
28} TOTAL LABOR COST: 
30} *ASSIGNED TECH* 

#1: WAINSCOTT I' BRIAN HRS: 
32} WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/24/06 

SHOP: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 
BIOMEDICAL 



WORK ORDER # B080306-061 (Original #: BE080306-004) 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: MAR 6,2008@07:56 
3) REQ MODE: COMPUTER 4) LOCATION: 3D110-3-BXD 
5) BED #: 6} STATUS: IN PROGRESS 
7) TASK DESC: WILL NOT SUCTION (SPD #24) 
B) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 03/06/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 27049 15) LOCAL ID: BXD 
16} EQUIP CAT: ZZ/SUCTION APPARATUS-PORTABLE- 17) CONDITION: GOOD 
1B) MFGR: ZZ/ARMSTRONG MEDICAL IND 
19) MODEL: SCORT 
21} OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20} SERIAL #: 1058 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
2B} TOTAL LABOR COST: 
30} *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 10/12/01 
Last PMI was DEFERRED. 

SHOP: 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 



(Original #: BE080306-00S) WORK ORDER # B080306-062 
1} PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 

2) REQ DATE: MAR 6,2008@07:S6 
4) LOCATION: 3D110-3-BXD 

5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: BROKEN? (SPD #16) 
8} CONTACT: SHOEMAKER/LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/06/08 13} PRIORITY: AVERAGE 
14) EQUIP ID#: 27384 15} LOCAL ID: BXD 
16) EQUIP CAT: ZZ/SUCTION APPARATUS-PORTABLE- 17) CONDITION: 
18) MFGR: ZZ/ARMSTRONG MEDICAL IND 
19) MODEL: 2315 20} SERIAL #: 525 
21} OWNER/DEPT: A&MM, 
23} PARTS ORDER: 

(SPD) SUPPLY, PROCESSING & DIST22} PM #: 
24) WORK ACTION: 

2S} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32} WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/31/02 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

GOOD 



WORK ORDER # B080306-063 {Original #: BE080306-006} 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: MAR 6,2008@07:S6 
3) REQ MODE: COMPUTER 4) LOCATION: 3D110-3-BXD 
S) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: HOSE LEAKS 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: S563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
. 12} DATE ASSIGNED: 03/06/08 13) PRIORITY: AVERAGE 

14) EQUIP ID#: lS) LOCAL ID: 
16} EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19} MODEL: 20) SERIAL #: 
21) OWNER/DEPT: A&MM, {SPD} SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080321-006 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12} DATE ASSIGNED: 03/20/08 
14) EQUIP ID#: 42550 
16) EQUIP CAT: LIFT-PATIENT 
18) MFGR: /VANCARE 
19} MODEL: MFG-5-7-
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

(Original #: BE080320-002) 
2) REQ DATE: MAR 20,2008@13:20 
4) LOCATION: 2B112-1-BXD 
6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 687-10811 
22} PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

VERA LIFT/ LOCATED IN WAREHOUSE. 
WARRANTY EXPIRATION: **03/02/09** 



WORK ORDER # BOB0325-001 (Original #: BEOB031B-004) 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: MAR 1B,200B@11:15 
3) REQ MODE: COMPUTER 4) LOCATION: 2A105-19-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: broken sure temp 
B) CONTACT: MBOYA,MARGIE 9) PHONE: 4725 

10) ENTERED BY: MBOYA,MARGIE 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 03/25/0B 13) PRIORITY: AVERAGE 
14) EQUIP 10#: 15} LOCAL 10: 
16) EQUIP CAT: 17) CONDITION: 
1B) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22) PM #: 
23) PARTS ORDER: ~4) WORK ACTION: 
25) WORK CTR: 
26} TOTAL HOURS: 27) TOTAL MATERIAL COST: 
2B) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

sure temp reading instrument malfunction 



WORK ORDER # B080411-003 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 04/11/08 
14) EQUIP ID#: 42561 
16) EQUIP CAT: LIFT-PATIENT 
18) MFGR: /VANCARE 
19) MODEL: MFG-4-7-2457 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30} *ASSIGNED TECH* 

(Original #: BE080320-004) 
2) REQ DATE: MAR 20,2008@13:35 
4} LOCATION: ZZZNURSING SERVICE 
6} STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD NURSING 

17) CONDITION: 

20} SERIAL #: 688-10822 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

#1: STORM, PETER J HRS: 
32} WORK PERFORMED: 

SHOP: BIOMEDICAL 

33) COMMENTS: 
VANDER LIFT II / 9 LOCATED IN 

WARRANTY EXPIRATION: **03/20/09** 
WAREHOUSE. 

\ 
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WORK ORDER # B080411-005 (Original #: BE080320-006) 
1) PRIMARY EMPL: BREAZEALE/ RAYMOND E. 2) REQ DATE: MAR 20,2008@13:37 
3) REQ MODE: COMPUTER 4) LOCATION: ZZZNURSING SERVICE 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER/SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 04/11/08 
14) EQUIP ID#: 42563 
16} EQUIP CAT: LIFT-PATIENT 
18) MFGR: /VANCARE 
19) MODEL: MFG-4-7-2457 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 

9) 
11) 
13) 
15) 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD NURSING 

17) CONDITION: 

20) SERIAL #: 697-10824 
22) PM #: 

24) WORK ACTION: II 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

# 1: BREAZEALE, RAYMOND E. HRS : 
32} WORK PERFORMED: 
33} COMMENTS: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

VANDER LIFT II / 9 LOCATED IN WAREHOUSE. 
WARRANTY EXPIRATION: **03/20/09** 



WORK ORDER # B080411-006 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 04/11/08 
14} EQUIP ID#: 42564 
16) EQUIP CAT: LIFT-PATIENT 
18) MFGR: /VANCARE 
19) MODEL: MFG-4-7-2457 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25} WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

(Original #: BE080320-007) 
2) REQ DATE: MAR 20,2008@13:37 
4) LOCATION: ZZZNURSING SERVICE 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15} 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD NURSING 

17) CONDITION: 

20) SERIAL #: 637-10825 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

VANDER LIFT II / 9 LOCATED IN 
WARRANTY EXPIRATION: **03/20/09** 

WAREHOUSE. 



WORK ORDER # B080411-007 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 04/11/08 
14) EQUIP ID#: 42565 
16) EQUIP CAT: LIFT-PATIENT 
18) MFGR: /VANCARE 
19) MODEL: MFG-4-7-2457 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 

(Original #: BE080320-008) 
2) REQ DATE: MAR 20,2008@13:38 
4} LOCATION: ZZZNURSING SERVICE 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD NUS ING 

17) CONDITION: 

20) SERIAL #: 680-10827 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

VANDER LIFT II / 9 LOCATED IN 
WARRANTY EXPIRATION: **03/20/09** 

WAREHOUSE. 



WORK ORDER # B080411-009 (Original #: BE080320-010) 
1) PRIMARY EMPL: BREAZEALE, RAYMOND E. 2) REQ DATE: MAR 20,2008@13:39 
3) REQ MODE: COMPUTER 4) LOCATION: ZZZNURSING SERVICE 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10} ENTERED BY: ROSSER,SHERRY L 
12} DATE ASSIGNED: 04/11/08 
14} EQUIP ID#: 42567 
16} EQUIP CAT: LIFT-PATIENT 
18) MFGR: /VANCARE 
19) MODEL: MFG-4-7-2457 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

9) 
11) 
13) 
15) 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD NURSING 

17) CONDITION: 

20) SERIAL #: 662-10828 
22) PM #: 

24) WORK ACTION: II 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

# 1: BREAZEALE, RAYMOND E. HRS : SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

VANDER LIFT II / 9 LOCATED IN WAREHOUSE. 
WARRANTY EXPIRATION: **03/20/09** 



WORK ORDER # B080411-010 
I} PRIMARY EMPL: REYES, MARCOS R. 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 04/11/08 
14) EQUIP ID#: 42568 
16} EQUIP CAT: LIFT-PATIENT 
18} MFGR: /VANCARE 
19) MODEL: MFG-4-7-2457 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 

(Original #: BE080320-011) 
2) REQ DATE: MAR 20,2008@13:40 
4) LOCATION: ZZZNURSING SERVICE 
6) STATUS: IN PROGRESS 

9) 
II} 
13) 
15} 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD NURSING 

17} CONDITION: 

20) SERIAL #: 681-10829 
22} PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: REYES, MARCOS R. HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

VANDER LIFT II / 9 LOCATED IN WAREHOUSE. 
WARRANTY EXPIRATION: **03/20/09** 



WORK ORDER # B080411-011 (Original #: BE080320-012) 
1) PRIMARY EMPL: BREAZEALE, RAYMOND E. 2) REQ DATE: MAR 20,2008@13:40 
3) REQ MODE: COMPUTER 4) LOCATION: ZZZNURSING SERVICE 
5) BED #: 6} STATUS: IN PROGRESS 
7} TASK DESC: Incoming Inspection 
8} CONTACT: ROSSER,SHERRY L 

10} ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 04/11/08 
14) EQUIP ID#: 42569 
16) EQUIP CAT: LIFT-PATIENT 
18) MFGR: /VANCARE 
19) MODEL: MFG-4-7-2457 
21} OWNER/DEPT: NURSING SERVICE 
23} PARTS ORDER: 
25) WORK CTR: 55566/0THER MEDICAL 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

9) 
11) 
13) 
15} 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD NURSING 

17) CONDITION: 

20} SERIAL #: 674-10830 
22) PM #: 

24) WORK ACTION: 11 
EQUIP, REPAIR 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

# 1: BREAZEALE, RAYMOND E. HRS : SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

VANDER LIFT II / 9 LOCATED IN WAREHOUSE. 
WARRANTY EXPIRATION: **03/20/09** 



(Original #: BE080403~006) WORK ORDER # B080411-023 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 

2) REQ DATE: APR 3,2008@10:10 
4) LOCATION: 3D110-3-BXD 

5) BED #: 
7) TASK DESC: BROKEN? (SPD #31) 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 04/11/08 
14) EQUIP ID#: 27797 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 
19) MODEL: 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, 
23) PARTS ORDER: 

6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 20013057 
PROCESSING & DIST22) PM #: 

24) WORK ACTION: G1 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: STORM, PETER J HRS: 
#2: WAINSCOTT, BRIAN HRS: 

32} WORK PERFORMED: 
33} COMMENTS: 
WARRANTY EXPIRATION: 05/07/03 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 
SHOP: BIOMEDICAL 

JCAHO=YES 

GOOD 



WORK ORDER # B080417-006 (Original #: BE080415-004) 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: APR 15,200B@14:52 
3) REQ MODE: COMPUTER 4) LOCATION: 1040-2-BXD 
5) BED #: 6) STATUS: PENDING 
7} TASK DESC: 2 
8} CONTACT: WOO, LAURIE S 9) PHONE: 4304 

10) ENTERED BY: WOO, LAURIE S 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21} OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WAINSCOTT, BRIAN HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

NEED TWO NEW LIGHT BULBS FOR A WELCH ALLYN OTOSCOPE #71050 I THINK THE 
BULB # IS 03000 



WORK ORDER # B080428-020 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 

(Original #: BE080422-005) 

5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: STRONG,JODY L 

10) ENTERED BY: STRONG,JODY L 
12) DATE ASSIGNED: 04/28/08 
14) EQUIP ID#: 42886 

2) REQ DATE: APR 22,2008@09:22 
4) LOCATION: 
6) STATUS: IN PROGRESS 

9) 
11) 
13) 
IS} 

PHONE: 5360 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: 

16) EQUIP CAT: ZZ/CHAIR-EXAM & TREATMENT 17} CONDITION: 
18) MFGR: LUMEX/CYBEX 
19) MODEL: 588W 
21) OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

20) SERIAL #: 717076086370 
22) PM #: 

24) WORK ACTION: II 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

CHAIR IS LOCATED IN BLDG 9, RM 7 
WARRANTY EXPIRATION: **02/27/09** JCAHO=YES 



WORK ORDER # B080428-031 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 2) REQ DATE: APR 28,2008@15:25 
3) REQ MODE: COMPUTER 4) LOCATION: 3D110-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: DOOR BROKEN (SPD #13 FROM 1-3) 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 28135 15) LOCAL ID: BXD 
16) EQUIP CAT: PUMP-INFUSION 17) CONDITION: GOOD 
18) MFGR: AHSC/AMERICAN MCGAW 
19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48968 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

SHOP: 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 



WORK ORDER # B080428-032 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: SYSTEM FAILURE (SPD 
8) CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14) EQUIP 10#: 28197 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERlCAN MCGAW 

#75 

2) REQ DATE: APR 28,2008@15:25 
4) LOCATION: 3D110-3-BXD 
6) STATUS: PENDING 

FROM ICU) 
9) PHONE: 5563 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL 10: BXD 

17) CONDITION: GOOD 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J49039 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32} WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

SHOP: 

27) TOTAL MATERIAL 
29} VENDOR SERVICE 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 



WORK ORDER # B080428-033 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: "PLEASE FIX" (SPD #53 
8) CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 28175 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

2) REQ DATE: APR 28,2008@15:25 
4) LOCATION: 3D110-3-BXD 
6} STATUS: PENDING 

FROM ICU) 
9) PHONE: 5563 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: GOOD 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48997 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

SHOP: 

27) TOTAL MATERIAL 
29} VENDOR SERVICE 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 



WORK ORDER # B080429-016 
1) PRIMARY EMPL: 2) REQ DATE: APR 29,2008@15:38 
3) REQ MODE: COMPUTER 4) LOCATION: 
5) BED #: 6) STATUS: 
7) TASK DESC: 
8) CONTACT: 9) PHONE: 

10 ) ENTERED BY: WOODWARD, JERRY R 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: 
14) EQUIP ID#: IS} LOCAL ID: 
16} EQUIP CAT: 17) CONDITION: 
18} MFGR: 
19} MODEL: 20) SERIAL #: 
21) OWNER/DEPT: 22) PM #: 
23} PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31} DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080501-005 
1) PRIMARY EMPL: REYES, MARCOS R. 2) REQ DATE: MAY 1,2008@12:10 
3) REQ MODE: COMPUTER 4} LOCATION: 4DI03-3-BXD 
5) BED #: 6} STATUS: PENDING 
7) TASK DESC: ekg monitor is broken 
8} CONTACT: NORMAN,MARGIE D 

10) ENTERED BY: NORMAN, MARGIE D 
12) DATE ASSIGNED: 
14) EQUIP ID#: 39174 
16) EQUIP CAT: MONITOR-SYSTEM 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19} MODEL: MP50 
21} OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 

9} 
11) 
13) 
15} 

PHONE: 5613 
SHOP: BIOMEDICAL 
PRIORITY: EMERGENCY 
LOCAL ID: BXD 

17} CONDITION: 

20) SERIAL #: DE44028098 
22) PM #: 

24) WORK ACTION: G1V2 

LIKE NEW 

26) TOTAL HOURS: 3 27) TOTAL MATERIAL COST: 1800.00 
28) TOTAL LABOR COST: 94.20 29} VENDOR SERVICE COST: 
30} *ASSIGNED TECH* 31} DATE COMPLETE: 

#1: REYES, MARCOS R. HRS: 3 SHOP: BIOMEDICAL 
32} WORK PERFORMED: EXCHANGE REPAIR 
33) COMMENTS: 

mark has the part to fix it I am puting in work order for PACU. thank 
you. 

WARRANTY EXPIRATION: 07/18/07 JCAHO=YES 



WORK ORDER # B080512-003 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: 
8) CONTACT: GARRETT,MARSHA 

10) ENTERED BY: GARRETT,MARSHA Y 
12) DATE ASSIGNED: 
14) EQUIP ID#: 5951 
16} EQUIP CAT: ZZ/FAN COIL UNIT 

2) REQ DATE: 
4) LOCATION: 
6} STATUS: 

MAY 12,2008@14:43 
ZZZl12-41-GPD 

9} 
11) 
13) 
15) 

PHONE: 4648 
SHOP: BIOMEDICAL 
PRIORITY: 
LOCAL ID: KATRINA 

17} CONDITION: 
18) MFGR: / INTERNATIONAL ENVIRONMENTAL 
19} MODEL: 6CX31SA2 

CORP. USA 
20) SERIAL #: NSN 

21) OWNER/DEPT: ENGINEERING REF/AIR 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 00/00/86 

CONDo SHOP 22) PM #: 4130-3781 
24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

EQUIPMENT USE STATUS LISTED AS LOST OR STOLEN. 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # 
PM-PM0506M-295 
PM-PM0412M-299 
PM-PM0406M-319 
PM-PM0312M-319 
PM-PM0306M-318 

Task Description 
SEMI-ANNUAL PMI Level 1,2,3 MANUFACTURERS LITERATURE 
SEMI-ANNUAL PMI Level 1,2,3 MANUFACTURERS LITERATURE 
SEMI-ANNUAL PMI Level 1,2,3 MANUFACTURERS LITERATURE 
SEMI-ANNUAL PMI Level 1,2,3 MANUFACTURERS LITERATURE 
SEMI-ANNUAL PMI Level 1,2,3 MANUFACTURERS LITERATURE 



WORK ORDER # B080512-004 
1) PRIMARY EMPL: BREAZEALE, RAYMOND E. 2) REQ DATE: MAY 12,2008@14:44 
3) REQ MODE: COMPUTER 4) LOCATION: 2C115H-1-BXD 
5) BED #: 6) STATUS: WAITING ON VENDOR 
7) TASK DESC: REPLACE HEPA FILTER ON CHEMO HOOD 
8} CONTACT: TREMMEL, JAKE 9} PHONE: 5143 

10) ENTERED BY: MILLER, CATHY 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 5532 15) LOCAL ID: BXD PHARMACY 
16) EQUIP CAT: ZZ/HOOD-BIOLOGICAL SAFETY 17) CONDITION: GOOD 
18) MFGR: BAKER CO 
19) MODEL: BC4 
21) OWNER/DEPT: PHARMACY 
23) PARTS ORDER: 520-08-3-557-0209 
25) WORK CTR: 
26) TOTAL HOURS: 1 
28) TOTAL LABOR COST: 30.46 
30) *ASSIGNED TECH* 

#1: BREAZEALE, RAYMOND E. HRS: 1 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 04/00/86 

20) SERIAL #: SP21219X 
22) PM #: 6530-5951 

24) WORK ACTION: V2V1V3 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 2000. 
31} DATE COMPLETE: 
SHOP: BIOMEDICAL 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080527-001 CHECK POWER 



WORK ORDER # B080513-006 
1) PRIMARY EMPL: WAINSCOTT, BRIAN 
3) REQ MODE: COMPUTER 

2) REQ DATE: MAY 13,2008@14:00 
4) LOCATION: 3DII0-3-BXD 

5) BED #: 
7) TASK DESC: error send back for 
8) CONTACT: 

10) ENTERED BY: WAINSCOTT, BRIAN A 
12) DATE ASSIGNED: 05/13/08 
14} EQUIP ID#: 34502 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: CAS MEDICAL SYSTEMS 

6) STATUS: IN PROGRESS 
repair 

9) 
II} 
13) 
15) 

PHONE: 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD SPD 

17) CONDITION: 

19} MODEL: CAS740 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 0539579 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 

#1: WAINSCOTT, BRIAN HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: **09/29/08** 
Last PMI was DEFERRED. 

SHOP: 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 
BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 

GOOD 



WORK ORDER # B080S19-001 (Original #: BE080502-001) 
1) PRIMARY EMPL: JORDAN, ROBERT H" JR. 2) REQ DATE: MAY 2,2008@09:05 
3) REQ MODE: COMPUTER 4} LOCATION: ZZZPOP 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: Incoming Inspection 
8} CONTACT: ROSSER,SHERRY L 9} PHONE: 5270 

10} ENTERED BY: ROSSER,SHERRY L 11) SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: EGLIN 

12) DATE ASSIGNED: 05/19/08 13) 
14) EQUIP ID#: 43000 15} 
16) EQUIP CAT: ZZ/REFRIGERATOR-BIOLOGICAL 17) CONDITION: 
18) MFGR: SANYO FISHER CORPORATION 
19) MODEL: SANYO 
21} OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 
25) WORK CTR: 55621/0FFICE FURNITURE & 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: JORDAN, ROBERT H., JR. HRS: 
32) WORK PERFORMED: 
33} COMMENTS: 

20} SERIAL #: 0000 
22) PM #: 

24} WORK ACTION: 11 
EQUIP, REPAIR 
27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 
SHOP: AIR CONDITIONING 

EGLIN LOCATION- SANYO UNDER THE COUNTER REFRIGERATOR 
WARRANTY EXPIRATION: **03/25/09** 



WORK ORDER # B080519-003 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE080502-003) 
2} REQ DATE: MAY 2 / 2008@11:13 
4) LOCATION: 
6) STATUS: IN PROGRESS 

8) CONTACT: ROSSER,SHERRY L 9} PHONE: 5270 
10) ENTERED BY: ROSSER,SHERRY L 11} SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: EGLIN 

12) DATE ASSIGNED: 05/19/08 13} 
14) EQUIP ID#: 43006 15) 
16) EQUIP CAT: ZZ/CHAIR-EXAM & TREATMENT 17) CONDITION: 
18) MFGR: MEDTEK 
19) MODEL: 1201-LAH 
21) OWNER/DEPT: OUTPATIENT 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

EGLIN LOCATION 

20) SERIAL #: 
AMBULATORY CARE 22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: **04/02/09** JCAHO=YES 



WORK ORDER # B080519-004 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 

(Original #: BE080502-004) 
2} REQ DATE: MAY 2,2008@11:16 
4) LOCATION: 
6) STATUS: IN PROGRESS 

8) CONTACT: ROSSER,SHERRY L 9) PHONE: 5270 
10) ENTERED BY: ROSSER,SHERRY L 11) SHOP: BIOMEDICAL 

PRIORITY: AVERAGE 
LOCAL ID: EGLIN 

12} DATE ASSIGNED: 05/19/08 13) 
14) EQUIP ID#: 43007 15} 
16} EQUIP CAT: ZZ/CHAIR-EXAM & TREATMENT 17) CONDITION: 
18} MFGR: MEDTEK 
19) MODEL: 1201-LXL XT 
21) OWNER/DEPT: OUTPATIENT 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

LOCATED AT EGLIN 

20) SERIAL #: 
AMBULATORY CARE 22) PM #: 

24) WORK ACTION: 11 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: **04/02/09** JCAHO=YES 



WORK ORDER # B080519- 0,05 
I} PRIMARY EMPL: 

{Original #: BE080502-005} 

3} REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Incoming Inspection 
8) CONTACT: ROSSER,SHERRY L 

10) ENTERED BY: ROSSER,SHERRY L 
12) DATE ASSIGNED: 05/19/08 
14) EQUIP ID#: 43008 
16) EQUIP CAT: 
18) MFGR: MIDMARK 
19) MODEL: BB5905 
21) OWNER/DEPT: PATHOLOGY & LABORATORY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

LOCATED AT EGLIN 
WARRANTY EXPIRATION: **03/28/09** 

2) REQ DATE: MAY 2,2008@11:26 
4} LOCATION: 
6} STATUS: IN PROGRESS 

9) 
11} 
13) 
15) 

20} 

24) 

27) 
29} 
31} 

PHONE: 5270 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: EGLIN 

'17) CONDITION: 

SERIAL #: 
22) PM #: 

WORK ACTION: II 

TOTAL MATERIAL COST: 
VENDOR SERVICE COST: 
DATE COMPLETE: 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: WON'T CLEAR VOLUME 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 28142 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

B080520-002 
2} REQ DATE: MAY 20,2008@13:46 
4) LOCATION: 3D110-3-BXD 
6) STATUS: PENDING 

INFUSED (SPD #20 FROM 1-3) 
9) PHONE: 5563 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL 10: BXD 

17) CONDITION: GOOD 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J49057 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B080520-003 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: MAY 20,2008@13:47 
4} LOCATION: 3D110-3-BXD 

7) TASK DESC: BROKEN? (SPD #55 FROM 
8) CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14} EQUIP ID#: 28177 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

6) STATUS: PENDING 
1-3) 

9) 
11) 
13) 
15} 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48993 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT) 
Work Order # Task Description 
B080624-002 vi 

POOR 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

B080520-004 
2} REQ DATE: MAY 20,2008@13:47 
4} LOCATION: 3DI10-3-BXD 
6) STATUS: PENDING 

7) TASK DESC: WILL NOT STOP ALARMING (SPD #44 FROM O.R.) 
8) CONTACT: SHOEMAKER, LORNA 

10) BNTBRBD BY: SHOBMAKER,LORNA 
12) DATB ASSIGNED: 
14) BQUIP ID#: 28166 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

9) PHONE: 5563 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: GOOD 

19) MODEL: HORIZONNXT 
21) OWNBR/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48975 
(SPD) SUPPLY, PROCBSSING & DIST22) PM #: 

24) WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TBCH* 
32) WORK PBRFORMBD: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICB COST: 
31) 'DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: MOTOR GRINDS (SPD 
8) CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER/LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 28126 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: ABSC/AMERICAN MCGAW 

B080520-005 
2) REQ DATE: MAY 20,2008@13:48 
4) LOCATION: 3D110-3-BXD 
6) STATUS: PENDING 

#4 FROM ICU) 
9) PHONE: 5563 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: GOOD 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48990 
{SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCABO=YES 



WORK ORDER # B080523-004 
1} PRIMARY EMPL: LIPSCOMB, ERNEST J., II 2) REQ DATE: MAY 23,2008@10:02 
3} REQ MODE: COMPUTER 4} LOCATION: ZZZ127-1-MOP 
5) BED #: 6} STATUS: WAITING ON PARTS 
7) TASK DESC: Draw Latch broken, filter replacement due. 
8} CONTACT: Joe Lipscomb 9} PHONE: 7712 

10) ENTERED BY: LIPSCOMB, ERNEST J II 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: OS/23/08 13) PRIORITY: LOW 
14) EQUIP ID#: 21900 15) LOCAL ID: MOP 
16) EQUIP CAT: ZZ/AIR PURIFICATION 17) CONDITION: GOOD 
18) MFGR: /BIOLOGICAL 
19) MODEL: MAP400MM4PHMOOS 20) SERIAL #: M4096A00212 
21) OWNER/DEPT: MOBILE OUTPATIENT CLINIC 22) PM #: 6640-7531 

WORK ACTION: 23} PARTS ORDER: 520-08-3-557-0215 24) 
25} WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: LIPSCOMB, ERNEST J., II HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/30/97 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 



WORK ORDER # B080523-005 
1) PRIMARY EMPL: 2) REQ DATE: MAY 23,2008@15:38 
3) REQ MODE: COMPUTER 4) LOCATION: 4Bl12-3-BXD 
5} BED #: 6) STATOS: PENDING 
7} TASK DESC: SUCTION UNIT KNOBS IS STOCK 
8) CONTACT: NORMAN,MARGIE D 9) PHONE: 5613 

10) ENTERED BY: NORMAN,MARGIE D 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 13) PRIORITY: EMERGENCY 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22) PM #: 
23) PARTS ORDER: 24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32} WORK PERFORMED: 
33) COMMENTS: 

SERAL ##GFFZ15583 INTERMITTEN SUCTION 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: CHECK POWER 
8) CONTACT: WEST,DON 

10) ENTERED BY: MILLER, CATHY 
12) DATE ASSIGNED: 
14) EQUIP ID#: 5532 
16} EQUIP CAT: ZZ/HOOD-BIOLOGICAL 
18) MFGR: BAKER CO 
19) MODEL: BC4 
21) OWNER/DEPT: PHARMACY 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 04/00/86 

B080527-001 
2) REQ DATE: MAY 27,2008@08:39 
4} LOCATION: 2Cl15H-I-BXD 
6) STATUS: PENDING 

9} 
11) 
13) 
15} 

SAFETY 

PHONE: 5148 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD PHARMACY 

17) CONDITION: GOOD 

20} SERIAL #: SP21219X 
22) PM #: 6530-5951 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080512-004 REPLACE HEPA FILTER ON CHEMO HOOD 



WORK ORDER # BOa052a-002 
1) PRIMARY EMPL: 2) REQ DATE: MAY 2a,200a@10:42 
3) REQ MODE: COMPUTER 4) LOCATION: 2BIIIA-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: Need IDT terminal #4 Placed on the wall. 
a) CONTACT: TANNER, KENYA K 9) PHONE: 5772 

10) ENTERED BY: TANNER/KENYA K 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: DIAGNOSTIC MEDICINE SERVICE 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080603-004 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JON 3,2008@07:48 
4) LOCATION: 3D110-3-BXD 

7) TASK DESC: ALARM, NO POWER (SPD 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 28132 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: ABSC/AMERICAN MCGAW 

6) STATUS: PENDING 
#10) 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48934 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

(OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B071113-024 IV PUMP BROKEN 

GOOD 



WORK ORDER # BOa0604-001 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUN 4,2008@Oa:53 
4} LOCATION: 1CI22-1-BXD 
6) STATUS: PENDING 

7) TASK DESC: printer is not 
a) CONTACT: REDMON,ELLA T 

working cartridge need replacing 

10) ENTERED BY: REDMON, ELLA T 
12) DATE ASSIGNED: 
14) EQUIP ID#: 37536 
16) EQUIP CAT: OPTHALMOSCOPE 
1a) MFGR: ZEISS, CARL 
19) MODEL: 3000 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
2a) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/11/08 

9) PHONE: 4905 
11) SHOP: BIOMEDICAL 
13} PRIORITY: EMERGENCY 
15) LOCAL ID: BXD 

17} CONDITION: 

20) SERIAL #: 3000-8605 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
Boa0715-003 ink need replaced for the oct printer 
Boa0711-009 the printer need ink replaced 
B070122-004 Incoming Inspection 



WORK ORDER # BOB0604-003 
1) PRIMARY EMPL: 2) REQ DATE: JON 4,200B@09:59 
3) REQ MODE: COMPUTER 4) LOCATION: 101-3B6-PCY 
5} BED #: 6} STATUS: WAITING ON PARTS 
7} TASK DESC: PM PHARMACY PACKER SIMS VETS HOME, FL 
8) CONTACT: BRADLEY / OTIS J 9) PHONE:' 5764 

10) ENTERED BY: BRADLEY/OTIS J 11} SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 7701 15) LOCAL ID: bxd 

'16) EQUIP CAT: UNKNOWN 17) CONDITION: GOOD 
18) MFGR: /UNKNOWN 
19) MODEL: NONE 20) SERIAL #: NSN 
21) OWNER/DEPT: PHARMACY PENSACOLA 22) PM #: 6515-XNPM 
23) PARTS ORDER: 520-08-3 557-0223 24) WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 27} TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30} *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33} COMMENTS: 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080715-002 Install and certification of 2 ,new pharmacy hoods. 
B080625-002 FOR ORDERING PARTS FOR JACC WORKBENCHES 



WORK ORDER # B080605-002 
1} PRIMARY EMPL: BREAZEALE, RAYMOND E. 2) REQ DATE: JON 5,2008@14:10 
3) REQ MODE: COMPUTER 4) LOCATION: 4A122-1-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: NEEDS PM ALSO 36026-36029.kITS NOT AVAILABLE. 
8} CONTACT: BREAZEALE,R 9) PHONE: 

10) ENTERED BY: BREAZEALE,RAYMOND Ell) SHOP: BIOMEDICAL 
12) DATE ASSIGN~D: 06/05/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36025 15) LOCAL ID: BXD CHEMO 
16) EQUIP CAT: PUMP-INFUSION 17) CONDITION: LIKE NEW 
18) MFGR: DELTEC 
19) MODEL: 6500 
21) OWNER/DEPT: MEDICAL SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: BREAZEALE, RAYMOND E. HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 06/05/07 

20) SERIAL #: 354459 
22) PM #: 

24) WORK ACTION: P2 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 



WORK ORDER # B080605-003 
1) PRIMARY EMPL: 2) REQ DATE: JON 5,2008@15:23 
3) REQ MODE: COMPUTER 4) LOCATION: 3DII0-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: NO ELECTRICAL CONNECTION (SPD #130) 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 35911 15) LOCAL ID: BXD SPD 
16) EQUIP CAT: PUMP-INFUSION 17) CONDITION: POOR 
18) MFGR: ABSC/AMERICAN MCGAW 
i9) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23} PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

20} SERIAL #: J57790 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

WARRANTY EXPIRATION: 04/24/07 JCAHO=YES 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: ERROR MODULE ECG 
8) CONTACT: NORMAN,MARGIE D 

10} ENTERED BY: NORMAN,MARGIE D 
12) DATE ASSIGNED: 
14} EQUIP ID#: 39182 
16) EQUIP CAT: MONITOR-SYSTEM 

B080609-002 
2} REQ DATE: JUN 9,2008@09:42 
4) LOCATION: 4BlI4-3-BXD 
6) STATUS: WAITING ON PARTS 

MALFUNCTION 
9} PHONE: 5613 

11) SHOP: BIOMEDICAL 
13) PRIORITY: EMERGENCY 
15) LOCAL ID: BXD 

17) CONDITION: LIKE NEW 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP70 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 520-08-4-557-0275 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 07/18/07 

20) SERIAL #: DE61742274 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B080612-002 
1) PRIMARY EMPL: WOODWARD, JERRY R 2) REQ DATE: JON 12,2008@13:40 
3) REQ MODE: COMPUTER 4) LOCATION: 1F209-1-POP 
5) BED #: 6) STATUS: PENDING 
7} TASK DESC: NOT WORKING 
8) CONTACT: PEAK,MARGARET F 

10) ENTERED BY: PEAK/MARGARET F 
12) DATE ASSIGNED: 06/19/08 
14) EQUIP ID#: 37177 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: ZZ/FIRST AID FOR HEARING AIDS 

9) 
11) 
13} 
15) 

PHONE: 5487 
SHOP: BIOMEDICAL 
PRIORITY: HIGH 
LOCAL ID: AUDIOLOGY 

17) CONDITION: LIKE NEW 

19) MODEL: MIDASIII 20) SERIAL #: MIII06093682 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23} PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 

Produces no suction 
~ARRANTY EXPIRATION: **10/12/08** 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31} DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 





WORK ORDER # B080613-001 
1) PRIMARY EMPL: 2} REQ DATE: JON 13,2008@09:33 
3) REQ MODE: COMPUTER 4) LOCATION: 1571-1-MOP 
5) BED #: 6} STATUS: PENDING 
7) TASK DESC: colimation off at chest stand 
8) CONTACT: SLADE,KENNETH D 9) PHONE: 3917 

10) ENTERED BY: SLADE,KENNETH D 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 15521 15) LOCAL ID: MOPC 
16) EQUIP CAT: RADIOGRAPHIC UNIT (DIAGNOSTIC) 17) CONDITION: GOOD 
18) MFGR: PICKER INTERNATIONAL (X RAY GROUP) 
19) MODEL: G70MTX360 20) SERIAL #: NSN 
21) OWNER/DEPT: RADIOLOGY 22} PM #: 6525 6248 
23) PARTS ORDER: 24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/00/92 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
BOB0716-005 auto colimation not working 



WORK ORDER # B080613-004 
1) PRIMARY EMPL: 2) REQ DATE: JON 13/2008@10:57 
3) REQ MODE: COMPUTER 4) LOCATION: 4Dl14-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: not sending to PACS 
8) CONTACT: WARD/JENNIFER R 9) PHONE: 5669 

10) ENTERED BY: WARD/JENNIFER R 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 34018 15) LOCAL ID: BXD 
16) EQUIP CAT: RADIOGRAPHIC-PORTABLE FLUORO 17) CONDITION: GOOD 
18) MFGR: GENERAL ELECTRIC/MEDICAL SYS 
19) MODEL: GEOEC9800 20} SERIAL #: 892750 
21) OWNER/DEPT: RADIOLOGY 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27} TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

JCARO=YES 



WORK ORDER # B080613-007 
1) PRIMARY EMPL: STORM, PETER J 2} REQ DATE: JON 13,2008@11:43 
3) REQ MODE: COMPUTER 4) LOCATION: 4AI04-1-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: examination lights (two) need safety stickers. 
8) CONTACT: REGALIZA,CARLO 9) PHONE: 5125 

10) ENTERED BY: REGALIZA,CARLO R 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: MEDICAL SERVICE 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 0 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 0.00 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31} DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080616-002 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: LOUD BEEPING SOUNDS 
8) CONTACT: PELEAZ,SUSAN M 

10) ENTERED BY: PELEAZ,SUSAN M 
12) DATE ASSIGNED: 
14) EQUIP ID#: 23175 
16) EQUIP CAT: ZZ/ANALYZER-VISUAL 
18) MFGR: HUMPHREY INSTS 
19) MODEL: 750 

FIELD 

21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 04/14/99 

2) REQ DATE: JON 16,2008@08:22 
4) LOCATION: 1C127-1-BXD 
6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5081 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD OPHTHALMOLO 

17} CONDITION: LIKE 

20) SERIAL #: 750-4440 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

NEW 



WORK ORDER # B080617-005 
1) PRIMARY EMPL: STORM, PETER J 2) REQ DATE: JUN 17,2008@13:53 
3) REQ MODE: COMPUTER 4) LOCATION: 3BI01-1-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: CHANGE 2ND PARAMETERS 
8) CONTACT: LEBERT, LINDSEY 9) PHONE: 5172 

10) ENTERED BY: LEBERT, LINDSEY A 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 0 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 0.00 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080618-003 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3) REQ MODE: COMPUTER 

2) REQ DATE: JUN 18,2008@09:04 
4) LOCATION: 3D110-3-BXD 

5) BED #: 
7) TASK DESC: broken?? (spd #41) 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 28163 
16) EQUIP CAT: PUMP-INFUSION 
18} MFGR: AHSC/AMERICAN MCGAW 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17} CONDITION: 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J49049 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

COST: 
COST: 

GOOD 



WORK ORDER # 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 

B080618-005 

5) BED #: 

2) REQ DATE: JUN 18,2008@14:57 
4) LOCATION: 3C114-3-BXD 
6) STATUS: PENDING 

7) TASK DESC: filters or flash need replacement 
8) CONTACT: PELEAZ,SUSAN M 

10) ENTERED BY: PELEAZ,SUSAN M 
12) DATE ASSIGNED: 06/19/08 
14) EQUIP ID#: 26606 
16) EQUIP CAT: ANALYZER 
18) MFGR: TOPCON INST CORP OF AMERICA 
19) MODEL: IMAGENET 1024 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 2 
28) TOTAL LABOR COST: 52.22 
30) *ASSIGNED TECH* 

#1: STORM, PETER J HRS: 2 SHOP: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 10/31/01 

9) PHONE: 5081 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD OPHTHALMOLO 

17) CONDITION: GOOD 

20) SERIAL #: 867816 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

BIOMEDICAL 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080619-010 Monitor broken, Need to replace in both rooms. 



WORK ORDER # B080619-007 
1) PRIMARY EMPL: WOODWARD, JERRY R 2) REQ DATE: JON 19/2008@10:16 
3) REQ MODE: COMPUTER 4) LOCATION: *B1 RM1BI06 BIL 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: please disconnect gendex wall mount & arm 
8) CONTACT: STEADY/SUSAN P 9) PHONE: 5103 

10) ENTERED BY: STEADY, SUSAN P 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/19/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 5824 15) LOCAL ID: 
16) EQUIP CAT: VIEW BOX 17) CONDITION: 
18) MFGR: S & S X RAY PROD 
19) MODEL: 143022 
21) OWNER/DEPT: A&MM 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 07/00/86 

20) SERIAL #: A20568 
22) PM #: 6525-5199 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

EQUIPMENT USE STATUS LISTED AS TURNED IN. 



WORK ORDER # B080619-010 
PRIMARY EMPL: STORM, PETER J 
REQ MODE: COMPUTER 

(Original #: BE080530-001) 
2) REQ DATE: MAY 30,2008@09:43 
4) LOCATION: 3CI14-3-BXD 

1) 
3 ) 
5) 
7) 
8) 

BED #: 
TASK DESC: Monitor broken, 
CONTACT: Storm 

6) STATUS: WAITING ON PARTS 
Need to replace in both rooms. 

10) 
12) 
14) 
16) 
18) 
19) 
21) 
23) 
25) 
26) 
28} 

ENTERED BY: STORM, PETER J 
DATE ASSIGNED: 06/19/08 
EQUIP ID#: 26606 
EQUIP CAT: ANALYZER 
MFGR: TOPCON INST CORP OF AMERICA 
MODEL: IMAGENET 1024 
OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
PARTS ORDER: 520-08-4-557-0273 
WORK CTR: 
TOTAL HOURS: 
TOTAL LABOR COST: . 

30) *ASSIGNED TECH* 

9) PHONE: 5569 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15} LOCAL ID: BXD OPHTHALMOLO 

17) CONDITION: GOOD 

20) SERIAL #: 867816 
22) PM #: 

24} WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 10/31/01 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080618-005 filters or flash need replacement 



WORK ORDER # B080619-011 (Original #: BE080604-001) 
1) PRIMARY EMPL: STORM, PETER J 2) REQ DATE: JUN 4,2008@08:21 
3) REQ MODE: COMPUTER 4) LOCATION: 3B105-3-BXD 
5) BED #: 6) STATUS: WAITING ON PARTS 
7) TASK DESC: Troubleshooting Air PSOL Leak found during PMI 
8) CONTACT: Storm, Peter 9) PHONE: 5569 

10) ENTERED BY: STORM, PETER J 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/19/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36523 15) LOCAL ID: BXD RESPIRATOR 
16) EQUIP CAT: ZZ/VENTILATOR 17) CONDITION: LIKE NEW 
l8} MFGR: MALLINCKRODT INC 
19) MODEL: 840 20) SERIAL #: 3150063262 
21) OWNER/DEPT: MEDICAL SERVICE RESPIRATORY CARE SECTION22) PM #: 
23) PARTS ORDER: 520 08-3-557-0235 24) WORK ACTION: 
25) WORK CTR: 55546/RESPIRATORY CARE EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 



WORK ORDER # B080619-012 (Original #: BE080606 001) 
1) PRIMARY EMPL: STORM, PETER J 2) REQ DATE: JON 6,2008@09:14 
3) REQ MODE: COMPUTER 4) LOCATION: 3B105-3-BXD 
5) BED #: 6} STATUS: WAITING ON PARTS 
7) TASK DESC: exhalation valve fault 
8) CONTACT: 9) PHONE: 5569 

10} ENTERED BY: STORM, PETER J 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/19/08 13) PRIORITY: AVERAGE 
14} EQUIP ID#: 36524 15) LOCAL ID: BXD RESPIRATORY 
16) EQUIP CAT: ZZ/VENTILATOR 17.} CONDITION: LIKE NEW 
18) MFGR: MALLINCKRODT INC 
19} MODEL: 840 20) SERIAL #: 3150062982 
21} OWNER/DEPT: MEDICAL SERVICE RESPIRATORY CARE SECTION22) PM #: 
23) PARTS ORDER: 520-08-3-557-0237 24) WORK ACTION: 
25} WORK CTR: 55546/RESPlRATORY CARE EQUIP,REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29} VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080619-013 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: 10pm 
8) CONTACT: storm 

10) ENTERED BY: STORM/PETER J 
12) DATE ASSIGNED: 06/19/08 
14) EQUIP ID#: 24738 
16) EQUIP CAT: ZZ/VENTILATOR 
18) MFGR: MALLINCKRODT INC 

(Original #: BE080606-Q02) 
2) REQ DATE: JUN 6,2008@09:24 
4) LOCATION: 3C121-3-BXD 
6) STATUS: WAITING ON PARTS 

9) 
11) 
13) 
15) 

PHONE: 5569 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD RESPIRATORY 

17) CONDITION: LIKE NEW 

19) MODEL: 840 20) SERIAL #: 4200139010 
21) OWNER/DEPT: MEDICAL SERVICE RESPIRATORY CARE SECTION22) PM #: 
23) PARTS ORDER: 520-08-3-557-0240 24} WORK ACTION: 
25) WORK CTR: 55546/RESPIRATORY CARE EQUIP/REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 07/26/01 JCAHO=YES 



WORK ORDER # BOB0623-006 
1) PRIMARY EMPL: 2) REQ DATE: JON 23 / 200B@13:08 
3) REQ MODE: COMPUTER 4) LOCATION: 2A110-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: WON'T READ HEARING AIDS 
B) CONTACT: PEAK/MARGARET F 9) PHONE: 54B7 

10) ENTERED BY: PEAKIMARGARET F 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 37041 15) LOCAL ID: AUDIOLOGY 
16) EQUIP CAT: AUDIOMETER 17) CONDITION: LIKE NEW 
18) MFGR: ZZ/MEDRX, INC. 
19) MODEL: AVANT 20) SERIAL #: 1140604391H2 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

Avant won't read hearing aids. Can't use for hearing aid issue. 

There are 2 AVants at POPC I can we get them over here so this one can 
go out for repair 

WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080630-007 Change out PC and connect to network 



WORK ORDER # B080624-002 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3) REQ MODE: COMPUTER 

2) REQ DATE: JON 24,2008@08:00 
4) LOCATION: 3D110-3-BXD 

5) BED #: 
7) TASK DESC: v1 
8) CONTACT: SPD 

10) ENTERED BY: WOODWARD,JERRY R 
12) DATE ASSIGNED: 06/24/08 
14) EQUIP ID#: 28177 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

6) STATUS: IN PROGRESS 

9) 
11} 
13) 
15) 

PHONE: 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48993 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: V1 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33} COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL 
29} VENDOR SERVICE 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080520-003 BROKEN? (SPD #55 FROM 1-3) 

COST: 
COST: 

POOR 



WORK ORDER # B080625-001 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: REPAIR LIGHT SOURCE 
8) CONTACT: GARNER,JOSEPH R 

10) ENTERED BY: GARNER/JOSEPH R 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27581 
16) EQUIP CAT: LIGHT SOURCE 
18) MFGR: WECK INSTRUMENTS 
19) MODEL: 521393 
21) OWNER/DEPT: SURGICAL 
23) PARTS ORDER: 520-08-4-557-0269 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
3D} *ASSIGNED TECH* 

2) REQ DATE: JUN 25/2008@08:18 
4) LOCATION: 4Dl14-3-BXD 
6) STATUS: WAITING ON PARTS 

9) 
11} 
13) 
15) 

PHONE: 5576 
SHOP: BIOMEDICAL 
PRIORITY : AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 000932 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

GOOD 

#1: WOODWARD, JERRY R HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33 ) COMMENTS: 

LIGHT SOURCE STUCK ON HIGH 
WARRANTY EXPIRATION: 03/30/02 



WORK ORDER # BOB0625-002 
1) PRIMARY EMPL: LIPSCOMB, ERNEST J., II 2) REQ DATE: JUN 25,200B@10:19 
3) REQ MODE: COMPUTER 4) LOCATION: 1DI82-1-POP 
5) BED #: 6) STATUS: WAITING ON PARTS 
7) TASK DESC: FOR ORDERING PARTS FOR JACC WORKBENCHES 
8) CONTACT: JOE LIPSCOMB 9) PHONE: 7712 

10) ENTERED BY: LIPSCOMB/ERNEST J II 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/25/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 7701 15) LOCAL ID: bxd 
16) EQUIP CAT: UNKNOWN 17) CONDITION: GOOD 
18) MFGR: /UNKNOWN 
19) MODEL: NONE 20) SERIAL #: NSN 
21) OWNER/DEPT: A&MM 22) PM #: 6S1S-XNPM 
23) PARTS ORDER: 520-08-3-557-0254 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: LIPSCOMB, ERNEST J., II HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33} COMMENTS: 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080715-002 Install and certification of 2 new pharmacy hoods. 
B080604-003 PM PHARMACY PACKER SIMS VETS HOME, FL 



WORK ORDER # B080625-006 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3} REQ MODE: COMPUTER 

2) REQ DATE: JON 25/2008@14:53 
4) LOCATION: 4DI04-3-BXD 

5) BED #: 
7) TASK DESC: not working 
8) CONTACT: CRABTREE/DENNIS 

10) ENTERED BY: CRABTREE/DENNIS W 
12) DATE ASSIGNED: 
14) EQUIP ID#: 34633 
16) EQUIP CAT: ZZ/MONITOR-URINARY 
18) MFGR: BARD, C. R. UROLOGICAL 
19) MODEL: 000002N 
21) OWNER/DEPT: SURGICAL UROLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/24/06 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 4911 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD UROLOGY 

17} CONDITION: LIKE 

20) SERIAL #: DYPE0036 
SERVICE 22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

NEW 



WORK ORDER # B080625-009 
1) PRIMARY EMPL: REYES, MARCOS R. 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: SLIT LAMP BULB IS OUT 
8)- CONTACT: REDMON,ELLA T 

10) ENTERED BY: REDMON,ELLA T 
12) DATE ASSIGNED: 
14) EQUIP ID#: 18716 
16) EQUIP CAT: ZZ/SLIT LAMP 
18) MFGR: HAAG STREIT SERVICE 
19) MODEL: 900BQ 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 520-08-4-557-0271 
25) WORK CTR: 
26} TOTAL HOURS: 2 
28} TOTAL LABOR COST: 57.51 
30) *ASSIGNED TECH* 

2} REQ DATE: JaN 25,2008@16:10 
4) LOCATION: 2A119-1-BXD 
6} STATUS: WAITING ON PARTS 

9) 
11) 
13) 
15) 

PHONE: 4905 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: SURG OPTHAL 

17) CONDITION: POOR 

20) SERIAL #: 9W1368706 
22) PM #: 6540-5060 

24) WORK ACTION: Gl 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: REYES, MARCOS R. HRS: 
#2: STORM, PETER J HRS: 1 

32) WORK PERFORMED: replace pwr 

1 SHOP: BIOMEDICAL 
SHOP: BIOMEDICAL 
supply 

33) COMMENTS: 
WARRANTY EXPIRATION: 10/25/94 JCAHO=YES 



WORK ORDER # B080626-002 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 

2) REQ DATE: JON 26,2008@09:05 
4} LOCATION: 1E201-1-POP 
6) STATUS: PENDING 

7) TASK DESC: Kavo handpiece has bur stuck in it. 
8) CONTACT: PHETTEPLACE, BET 

10) ENTERED BY: PHETTEPLACE, BETTY ANN 
12) DATE ASSIGNED: 
14) EQUIP ID#: 29943 
16) EQUIP CAT: CHAIR-DENTAL 
18) MFGR: ZZ/DENTAL EZ 
19) MODEL: J 
21) OWNER/DEPT: PENSACOLA OUTPATIENT 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

Nevermind ... we fixed it! 
WARRANTY EXPIRATION: 10/02/05 

9) PHONE: 7545 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: POP 

17) CONDITION: GOOD 

20) SERIAL #: 3778 
CLINIC 22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER 
1) PRIMARY EMPL: STORM/ PETER 
3) REQ MODE: COMPUTER 
5) BED #: 

# B080628-001 
J 2) REQ DATE: JUN 28,2008@09:42 

4) LOCATION: 3CI08-3-BXD 
6) STATUS: PENDING 

7) TASK DESC: DID NOT SAVE OVERNIGHT SLEEP SCREEN DATA. 
8) CONTACT: DUBOSE/JACK E 

10) ENTERED BY: DUBOSE/JACK E 
12) DATE ASSIGNED: 
14) EQUIP ID#: 30892 
16) EQUIP CAT: OXIMETER 
18) MFGR: /NELLCOR INCORPORATED 
19) MODEL: n595ad1 
21) OWNER/DEPT: MEDICAL SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 0 
28} TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: STORM, PETER J HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 

SHOP: 

9) PHONE: 5519/5481 
11) SHOP: BIOMEDICAL 
13} PRIORITY: HIGH 
15) LOCAL ID: BXD 

17} CONDITION: LIKE NEW 

20) SERIAL #: G03816102 
22) PM #: 

24} WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

BIOMEDICAL 

ALSO, COMMUNICATIONS ERROR OCCURRED 
SEPERATE COMPUTERS) 

WHEN TRYING TO DOWNLOAD STUDY (ON 2 

WARRANTY EXPIRATION: 04/30/04 



WORK ORDER # B080630-007 
1) PRIMARY EMPL: 2) REQ DATE: JUN 30/2008@13:42 
3} REQ MODE: COMPUTER 4) LOCATION: 2A110-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: Change out PC and connect to network 
8) CONTACT: PEAK/MARGARET F 9} PHONE: 5487 

10) ENTERED BY: PEAK/MARGARET F 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: EMERGENCY 
14) EQUIP ID#: 37041 1S} LOCAL ID: AUDIOLOGY 
16) EQUIP CAT: AUDIOMETER 17) CONDITION: LIKE NEW 
18) MFGR: ZZ/MEDRX, INC. 
19) MODEL: AVANT 20) SERIAL #: 1140604391H2 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

We have switched on the AVANTs and still cannot get the unit to work. 
It is possibly the GATEWAY PC. please switch out AVANT 37041 and its 
GATEWAY PC with AVANT 37043 and its computer. Gateway to be 
installed in 2B105B. Avant 37041 should go out for repair as it has 
problems staying connected and has been reading 'low'. 

Need ASAP 
WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080623-006 WON'T READ HEARING AIDS 



WORK ORDER # B080630-008 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JON 30/2008@14:30 
4) LOCATION: lC126-1-BXD 
6) STATUS: PENDING 

7) TASK DESC: switch in not working properly making a noise. 
8) CONTACT: REDMON,ELLA T 

10) ENTERED BY: REDMON/ELLA T 
12) DATE ASSIGNED: 
14) EQUIP ID#: 23306 
16) EQUIP CAT: ZZ/SLIT LAMP 
18) MFGR: HAAG STREIT SERVICE 
19) MODEL: 0900-0011 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: OS/27/99 

9) PHONE: 4905 
11) SHOP: BIOMEDICAL 
13) PRIORITY: EMERGENCY 
15) LOCAL ID: BXD OPHTHALMOLO 

17) CONDITION: POOR 

20) SERIAL #: 900729505 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

B080630-009 
2) REQ DATE: JON 30,2008@14:46 
4) LOCATION: 2AII0-3-BXD 
6) STATUS: PENDING 

7) TASK DESC: CONNECT TO AUDIO NETWORK 
8) CONTACT: PEAK/MARGARET F 

10) ENTERED BY: PEAK,MARGARET F 
12) DATE ASSIGNED: 
14) EQUIP ID#: 37043 
16} EQUIP' CAT: AUDIOMETER 
18) MFGR: ZZ/MEDRX, INC. 
19) MODEL: AVANT 
21) OWNER/DEPT: AUDIOLOGY/SPEECH 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

9) 
11) 
13) 
15 ) 

PHONE: 5487 
SHOP: BIOMEDICAL 
PRIORITY: EMERGENCY 
LOCAL ID: AUDIOLOGY 

17) CONDITION: LIKE NEW 

20) SERIAL #: 1140604390H2 
PATHOLOGY 22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

UNIT SHIFTED TO 2AII0 BLDG 3 BLX. Need it connected to the network. 
Can't connect to network for hearing aid issues. 

WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 



1} 
3) 
5} 
7) 
8} 

10) 
12) 
14) 
16) 
18) 
19) 
21} 
23) 
25) 
26} 
28} 
30 ) 
32) 
33) 

WORK ORDER # 
PRIMARY EMPL: 
REQ MODE: COMPUTER 
BED #: 
TASK DESC: 
CONTACT: ADGER, MAE LINDA 
ENTERED BY: ADGER,MAE LINDA 
DATE ASSIGNED: 
EQUIP ID#: 
EQUIP CAT: 
MFGR: 
MODEL: 
OWNER/DEPT: 
PARTS ORDER: 
WORK CTR: 
TOTAL HOURS: 
TOTAL LABOR COST: 
*ASSIGNED TECH* 
WORK PERFORMED: 
COMMENTS: 

B080702-003 
2) REQ DATE: 
4) LOCATION: 
6) STATUS: 

JUL 2,2008@09:38 

9) PHONE: 4389 
11) SHOP: BIOMEDICAL 
13) PRIORITY: 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: 
22) PM #: 

24 ) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # BOB0703-004 
1) PRIMARY EMPL: 2} REQ DATE: JUL 3,200B@10:24 
3) REQ MODE: COMPUTER 4) LOCATION: 1D166-1-POP 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: automatice collumator does not work on table bucky 
8) CONTACT: FILBERT,DOUGLAS 9) PHONE: 7512 

10) ENTERED BY: FILBERT,DOUGLAS D 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 26411 IS} LOCAL ID: POP 
16) EQUIP CAT: RADIOGRAPHIC UNIT (DIAGNOSTIC) 17) CONDITION: POOR 
18) MFGR: PHILIPS MEDICAL SYS 
19) MODEL: EASY DIAGNOST 
21) OWNER/DEPT: RADIOLODY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

20) 

24) 

27} 
29) 
31) 

SERIAL #: 
22) PM #: 

WORK ACTION: 

TOTAL MATERIAL COST: 
VENDOR SERVICE COST: 
DATE COMPLETE: 



WORK ORDER # B080703-005 (Original #: BE080630-002) 
1) PRIMARY EMPL: WOODWARD, JERRY R 2) REQ DATE: JUN 30,2008@14:26 
3) REQ MODE: COMPUTER 4) LOCATION: IB112-1-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: eri, inspection past due. 
S} CONTACT: 9) 

10) ENTERED BY: BOND,ALAN D 11) 
12) DATE ASSIGNED: 07/03/08 13) 
14) EQUIP ID#: 21939 15) 
16) EQUIP CAT: STIMULATOR-NEUROMUSCULAR 
18) MFGR: DYNATRONICS RESEARCH 

PHONE: 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD-PM&RS 

17) CONDITION: 

19) MODEL: 850 20) SERIAL #: 851711 
21) OWNER/DEPT: PM&RS, PHYSICAL THERAPY, BILOXI 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: G1P1 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WOODWARD, JERRY R HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

eri inspection date 05June200S. 
WARRANTY EXPIRATION: 10/04/97 JCAHO=YES 

GOOD 



WORK ORDER # B080707-001 
I} PRIMARY EMPL: 2) REQ DATE: JUL 7,2008@09:01 
3) REQ MODE: COMPUTER 4) LOCATION: 3B100-1-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: bp machine 32 needs connector 
8) CONTACT: LEBERT,LINDSEY 9) PHONE: 5172 

10) ENTERED BY: LEBERT,LINDSEY A 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

blood pressure machine #32 needs connector for tube 



WORK ORDER # B080707-002 
1) PRIMARY EMPL: 2) REQ DATE: JUL 7,2008@10:37 
3) REQ MODE: COMPUTER 4) LOCATION: 1094-2-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: TOUCH SCREEN REPLACEMENT 
8) CONTACT: WILSON, JOHN 9) PHONE: 5153 

10) ENTERED BY: MILLER/CATHY 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14} EQUIP ID#: 42522 15) LOCAL ID: BXD-PHARMACY 
16) EQUIP CAT: COUNTER-TABLET 17) CONDITION: LIKE NEW 
18) MFGR: 
19) MODEL: FAST PAK EXP-256/64S 20} SERIAL #: 70814041 
21) OWNER/DEPT: PHARMACY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: **03/05/09** 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080709-008 BATCH NOT GOING ACROSS 



WORK ORDER # B080707-004 
1) PRIMARY EMPL: 2) REQ DATE: JUL 7,2008@11:16 
3) REQ MODE: COMPUTER 4} LOCATION: 1C105-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: otoscope in exam rooms not working 
8) CONTACT: BORIS, BETHANY A 9} PHONE: 4947 

10) ENTERED BY: BORIS/BETHANY A 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 36959 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 20) SERIAL #: 
21) OWNER/DEPT: NURSING SERVICE 22) PM #: 
23) PARTS ORDER: . 24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31} DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B061002-016 Incoming Inspection 



WORK ORDER # B080708-005 
I} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 8,2008@15:32 
4) LOCATION: 3D110-3-BXD 

7) TASK DESC: BROKEN? (SPD #40 
8) CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27806 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6) STATUS: PENDING 

9) 
11) 
13) 
15 ) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013069 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 05/07/01 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

POOR 



WORK ORDER # BOS070S-006 
1) PRIMARY EMPL: 2) REQ DATE: JUL S,200S@15:33 
3) REQ MODE: COMPUTER 4) LOCATION: 3DII0-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: BROKEN? (SPD #5) 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 27771 15) LOCAL ID: BXD 
16) EQUIP CAT: MONITOR-VITAL SIGNS 17) CONDITION: GOOD 
IS) MFGR: PROTOCOL SYSTEMS 
19) MODEL: 20) SERIAL #: 
21} OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
2S} TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30} *ASSIGNED TECH* 31) DATE COMPLETE: 
32} WORK PERFORMED: 
33} COMMENTS: 

JCAHO=YES 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: BROKEN? (SPD #53) 
8} CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27443 

B080708-007 
2) REQ DATE; JUL 8,2008@15:33 
4) LOCATION: 3D110-3-BXD 
6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: MOP 

16) EQUIP CAT: MONITOR-VITAL SIGNS 17) CONDITION: POOR 
18) MFGR: PROTOCOL SYSTEMS 
19) MODEL: 20) SERIAL #: 20011349 
21) OWNER/DEPT: MOBI~E 
23) PARTS ORDER: 

OUTPATIENT CLINIC 22) PM #: 

25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 02/21/03 
Last PMI was DEFERRED. 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B080708-008 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5} BED #: 

2) REQ DATE: JUL 8,2008@lS:34 
4) LOCATION: 3D110-3-BXD 

7) TASK DESC: BROKEN? (SPD #14) 
8) CONTACT: SHOEMAKER/LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27780 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23} PARTS ORDER: 

20) SERIAL #: 20013043 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

(OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description . 
B080708-009 BP & TEMP NOT WORKING (SPD #14) 

GOOD 



WORK ORDER # B080708-009 
1) PRIMARY EMPL: 
3) REO MODE: COMPUTER 
5) BED #: 
7) TASK DESC: BP & TEMP NOT WORKING 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER/LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27780 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

2) REO DATE: JilL 8,2008@15:34 
4) LOCATION: 3D110-3-BXD 
6) STATUS: PENDING 

(SPD #14) 
9) PHONE: 5563 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: GOOD 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013043 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

(OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B08070B-008 BROKEN? (SPD #14) 



WORK ORDER # B080709-001 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: "broke 1/ 

8) CONTACT: WOLFE/LAURENCE 
10) ENTERED BY: WOLFE,LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27787 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

2) REQ DATE: JUL 9,2008@07:52 
4) LOCATION: 3D110-3-BXD 
6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013075 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 21 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT) 
Work Order # Task Description 
PM-B0712M-077 ANNUAL PMI BLOOD PRESSURE MONITOR 



WORK ORDER # B080709-002 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 9,2008@07:54 
4) LOCATION: 3D110-3-BXD 

7) TASK DEse: "Broke" 
8} CONTACT: WOLFE,LAURENCE 

10) ENTERED BY: WOLFE,LAURENCE H 
12) DATE ASSIGNED: 
14} EQUIP ID#: 27802 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013036 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 36 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

GOOD 



WORK ORDER # B080709-003 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 9,2008@07:55 
4} LOCATION: 3Dl10-3-BXD 

7) TASK DESC: IlBroke" 
8) CONTACT: WOLFE, LAURENCE 

10) ENTERED BY: WOLFE, LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 36908 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: CAS MEDICAL SYSTEMS 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD SPD 

17) CONDITION: 

19) MODEL: Ol020238G 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 0637451 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 10 
WARRANTY EXPIRATION: **09/29/09** 
Last PMI was DEFERRED. 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

GOOD 



WORK ORDER # BOB0709-004 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 9,200B@07:57 
4) LOCATION: 3D110-3-BXD 

7) TASK DESC: 11 Broke" 
B) CONTACT: WOLFE,LAURENCE 

10} ENTERED BY: WOLFE,LAURENCE H 
12} DATE ASSIGNED: 
14} EQUIP ID#: 27796 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013064 
(SPD) SUPPLY, PROCESSING & DIST22} PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
2B) TOTAL LABOR COST: 
3D} *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

SPD # 30 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

GOOD 



WORK ORDER # B080709-005 
1) PRIMARY EMPL: 2} REQ DATE: JUL 9,2008@08:18 
3} REQ MODE: COMPUTER 4) LOCATION: 4D129-3-BXD 
5) BED #: 6} STATUS; PENDING 
7) TASK DESC: SEE COMMENT 
8} CONTACT: CRABTREE, DENNIS 9) PHONE: 4911 

10) ENTERED BY: CRABTREE, DENNIS W 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 13) PRIORITY: EMERGENCY 
14) EQUIP ID#: 35539 1S} LOCAL ID: BXD OR 
16) EQUIP CAT: ANESTHESIA UNIT 17) CONDITION: LIKE NEW 
18) MFGR: NORTH AMERICAN DRAGER 
19) MODEL: 4117110 20) SERIAL #: ARWL0182 
21) OWNER/DEPT: SURGICAL ANESTHESIA 22) PM #: 
23} PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29} VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

OR # 2 DRAGER FABIUS GS ANESTHESIA MACHINE. PM # 35539 RS232 COM1 
FAIL. WHAT DOES THIS MEAN? IT COMES UP WHEN STARTING THE MACHINE 
CHECK, BUT GOES AWAY. OR # ENDO DRAGER FABIUS GS ANESTHESIA MACHINE. 
NO PM # FOUND SSN ARXL-0032 SUCTION REGULAR DEFECTIVE. IT WORKS 
INTERMITTENTLY. IE. SUCTION WILL BE STRONG ONE MINUTE AND WEAK THE 
NEXT. NEED FULL SUCTION ALL THE TIME. 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT) 
Work Order # Task Description 
PM-B0807M-043 SEMI-ANNUAL PMI ANESTHESAIjANALGESIA UNIT 



WORK ORDER # B080709-007 
1) PRIMARY EMPL; 2) REQ DATE: JUL 9,2008@11:34 
3 ) REQ MODE: 4) LOCATION: 
5) BED #: 6} STATUS: 
7} TASK DESC: 
8) CONTACT: 9} PHONE: 

10) ENTERED BY: WOODWARD, JERRY R 11) SHOP: BIOMEDICAL 
12} DATE ASSIGNED: 13} PRIORITY: 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: 22} PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
3D} *ASSIGNED TECH* 31} DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080709-008 
1) PRIMARY EMPL: 2} REQ DATE: JUL 9,2008@12:02 
3} REQ MODE: COMPUTER 4} LOCATION: 2C11SG-1-BXD 
5} BED #: 6) STATUS: PENDING 
7) TASK DESC: BATCH NOT GOING ACROSS 
8} CONTACT: WILSON/JOHN 9) PHONE: 5153 

10) ENTERED BY: MILLER/CATHY 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14} EQUIP ID#: 42522 15) LOCAL ID: BXD-PHARMACY 
16) EQUIP CAT: COUNTER-TABLET 17) CONDITION: LIKE NEW 
18) MFGR: 
19) MODEL: FAST PAK EXP-2S6/64S 20} SERIAL #: 70814041 
21) OWNER/DEPT: PHARMACY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32} WORK PERFORMED: 
33) COMMENTS: 

AUTOMED CONTACTED 7/8/08 AND 7/9/08 REF. NO. 070808008 

WARRANTY EXPIRATION: **03/05/09** 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT} 
Work Order # Task Description 
B080707-002 TOUCH SCREEN REPLACEMENT 



WORK ORDER # B080710-003 
1) PRIMARY EMPL: 2) REQ DATE: JUL 10,2008@10:04 
3) REQ MODE: COMPUTER 4) LOCATION: lAlS4-3-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: elec exam table not working 
8) CONTACT: turpin, d 9} PHONE: 4747 

10) ENTERED BY: BOND/ALAN D 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 07/10/08 13} PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 
21) OWNER/DEPT: 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

20) 

24) 

27) 
29) 
31) 

SERIAL #: 
22) PM #: 

WORK ACTION: G1 

TOTAL MATERIAL COST: 
VENDOR SERVICE COST: 
DATE COMPLETE: 



WORK ORDER # B080710-004 
1) PRIMARY EMPL: 2) REQ DATE: JUL 10,2008@10:45 
3) REQ MODE: COMPUTER 4) LOCATION: 3050-2-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: Bottom drawer of med cart will not shut. 
8) CONTACT: KING,MICHAEL S 9) PHONE: 4523 

10) ENTERED BY: KING/MICHAEL S 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 37310 15) LOCAL ID: BXD 
16) EQUIP CAT: CART 17) CONDITION: 
18} MFGR: LIONVILLE SYS 
19) MODEL: MDL630 600 SERIES 20) SERIAL #: 78450-K 
21} OWNER/DEPT: NURSING SERVICE 22) PM #: 
23} PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30} *ASSIGNED TECH* 31) DATE COMPLETE: 
32} WORK PERFORMED: 
33} COMMENTS: 



WORK ORDER # B080710-00s 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@ls:15 
4) LOCATION: 3DlI0-3-BXD 

7) TASK DESC: BER 
8) CONTACT: WOLFE, LAURENCE 

10) ENTERED BY: WOLFE, LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 26653 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: CRITIKON 

6) STATUS: PENDING 

9) 
11) 
13) 
IS} 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: PR0200 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: M2289003 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 9 
WARRANTY EXPIRATION: 08/24/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

GOOD 



WORK ORDER # B080710-006 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@15:16 
4) LOCATION: 3D110-3-BXD 

7) TASK DESC: BER 
8} CONTACT: WOLFE, LAURENCE 

10) ENTERED BY: WOLFE,LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 26660 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: CRITIKON 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17} CONDITION: 

19) MODEL: PR0200 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: M2169016 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25} WORK CTR: 
26} TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

SPD # 16 
WARRANTY EXPIRATION: 08/24/03 
Last PMI was DEFERRED. 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

POOR 



WORK ORDER # B080710-007 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@15:17 
4) LOCATION: 3D110-3-BXD 

7) TASK DESC: BER 
8) CONTACT: WOLFE, LAURENCE 

10) ENTERED BY: WOLFE, LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 26649 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: CRITIKON 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: PR0200 
21) OWNER/DEPT: A&MM, 
23} PARTS ORDER: 

20) SERIAL #: M2289030 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 5 
WARRANTY EXPIRATION: 08/24/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0712M-007 ANNUAL PMI BLOOD PRESSURE MONITOR 

GOOD 



WORK ORDER # B080710-008 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@15:19 
4) LOCATION: 3DII0-3-BXD 

7) TASK DESC: BER 
8) CONTACT: WOLFE, LAURENCE 

10) ENTERED BY: WOLFE, LAURENCE H 
12} DATE ASSIGNED: 
14) EQUIP ID#: 26646 
16} EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: CRITIKON 

6) STATUS: PENDING 

9) 
11 ) 
13} 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: PR0200 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: M2289006 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 

SPD # 1 
WARRANTY EXPIRATION: 08/24/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

LIKE NEW 



WORK ORDER # B080710-009 
1} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@15:20 
4) LOCATION: 3D110-3-BXD 

7) TASK DESC: BER 
8) CONTACT: WOLFE/LAURENCE 

10) ENTERED BY: WOLFE,LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 26657 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: CRITIKON 

6} STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17} CONDITION: 

19) MODEL: PR0200 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: M2289004 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 13 
WARRANTY EXPIRATION: 08/24/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

GOOD 



WORK ORDER # B080710-010 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@15:21 
4) LOCATION: 3DI10-3-BXD 

7} TASK DESC: BER 
8) CONTACT: WOLFE,LAURENCE 

10) ENTERED BY: WOLFE/LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 26661 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18} MFGR: CRITIKON 

6) STATUS: PENDING 

9) 
11) 
13) 
15 ) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: PR0200 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: M2169010 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 17 
WARRANTY EXPIRATION: 08/24/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

GOOD 



WORK ORDER # B080710-016 
1} PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5} BED #: 

2) REQ DATE: JUL 10,2008@15:52 
4) LOCATION: 3DI10-3-BXD 

7) TASK DESC: Broke 
8) CONTACT: WOLFE,LAURENCE 

10) ENTERED BY: WOLFE, LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27798 
16} EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6) STATUS: PENDING 

9) 
11) 
13) 
15 ) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013077 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 32 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO==YES 

GOOD 



WORK ORDER # B080710-017 
1) PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@15:53 
4) LOCATION: 3D110-3-BXD 

7} TASK DESC: Broke 
8) CONTACT: WOLFE, LAURENCE 

10) ENTERED BY: WOLFE,LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27777 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6) STATUS: PENDING 

9} 
11} 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23} PARTS ORDER: 

20) SERIAL #: 20013055 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 11 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0712M-070 ANNUAL PMI BLOOD PRESSURE MONITOR 

GOOD 



WORK ORDER # B080710-018 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 10,2008@15:53 
4) LOCATION: 3DI10-3-BXD 

7) TASK DESC:. "Broken Door" 
8) CONTACT: WOLFE, LAURENCE 

10) ENTERED BY: WOLFE/LAURENCE H 
12) DATE ASSIGNED: 
14) EQUIP ID#: 28227 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48926 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 105 
WARRANTY EXPIRATION: 09/05/03 
Last PMI was DEFERRED. 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO::;;YES 

LIKE NEW 



WORK ORDER # B080711-004 
1) PRIMARY EMPL: 2) REQ DATE: JUL 11,2008@10:00 
3) REQ MODE: COMPUTER 4) LOCATION: 4Dl14-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: Makes a II clicking II sound when running. 
8) CONTACT: WOLFE,LAURENCE 9) PHONE: 5563 

10) ENTERED BY: WOLFE,LAURENCE H 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 27204 15) LOCAL ID: BXD SURGERY 
16) EQUIP CAT: ZZ/MACHINE-PASSIVE MOTION 17) CONDITION: LIKE NEW 
18) M~GR: ZZ/HUNTLEIGH HEALTHCARE INC 
19) MODEL: AC550 20) SERIAL #: 10525 
21) OWNER/DEPT: SURGICAL 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

SPD # 10 
JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
PM-B0807M-065 ANNUAL PMI Level 1,2 MANUFACTURERS LITERATURE 



.wORK ORDER # B080711-005 
1) PRIMARY EMPL: 2) REQ DATE: JUL 11,2008@10:23 
3) REQ MODE: COMPUTER 4) LOCATION: 4D114-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: TROUBLESHOOT MONITOR 
8) CONTACT: GARNER, JOSEPH R 9) PHONE: 4368 

10) ENTERED BY: GARNER, JOSEPH R 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: . 13) PRIORITY: HIGH 
14) EQUIP ID#: 26410 15) LOCAL ID: SURG UROLOGY 
16) EQUIP CAT: ZZ/TABLE-CYSTOSCOPIC (HYDRALIC 17) CONDITION: 
18) MFGR: LIEBEL FLARSHEIM 
19) MODEL: HYDRAVISION PLUS 20) SERIAL #: 07001342 
21) OWNER/DEPT: RADIOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27} TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

Monitor is going on and off during cases. Changing input cable did 
not help. Suspect bad electrical component. 



WORK ORDER # B080711-007 
1) PRIMARY EMPL: 2) REQ DATE: JUL 11,2008@10:47 
3) REQ MODE: COMPUTER 4) LOCATION: 4BI00-I-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: patient scale is broken 
8) CONTACT: HARRIS,KRISTY 9) PHONE: 4153 

10) ENTERED BY: HARRIS,KRISTY 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 19760 15) LOCAL ID: BXD-ACOS/AM 
16) EQUIP CAT: SCALE-CHAIR LIFT 17) CONDITION: 
18) MFGR: SCALE TRONIX 
19) MODEL: 5002 20) SERIAL #: 50020284 
21) OWNER/DEPT: NURSING SERVICE 22) PM #: 6530-1628 
23) PARTS ORDER: 24) WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28} TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33} COMMENTS: 

Scale for patient care is not working. 

Please contact Specialty Clinic- ext 4153 
WARRANTY EXPIRATION: 11/02/95 



WORK ORDER # B080711-009 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED It: 

2) REQ DATE: JUL 11,2008@15:35 
4) LOCATION: 1C122-1-BXD 
6) STATUS: PENDING 

7) TASK DESC: the printer need ink replaced 
8) CONTACT: REDMON/ELLA T 

10) ENTERED BY: REDMON, ELLA T 
12) DATE ASSIGNED: 
14) EQUIP ID#: 37536 
16} EQUIP CAT: OPTHALMOSCOPE 
18) MFGR: ZEISS, CARL 
19} MODEL: 3000 
21} OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/11/08 

9) PHONE: 4905 
11) SHOP: BIOMEDICAL 
13) PRIORITY: HIGH 
15) LOCAL ID: BXD 

17) CONDITION: 

20) SERIAL #: 3000-8605 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT) 
Work Order # Task Description 
B080715-003 ink need replaced for the oct printer 
B080604-001 printer is not working cartridge need replacing 
B070122-004 Incoming Inspection 



WORK ORDER # B080711-010 
I} PRIMARY EMPL: 2) REQ DATE: JUL 11,200B@16:10 
3) REQ MODE: COMPUTER 4) LOCATION: 203B-2-BXD 
5) BED #: 6) STATUS: PENDING 
7} TASK DESC: CHECK RENTAL MATTRESS 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: IS} LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080714-003 
1) PRIMARY EMPL: 2) REQ DATE: JUL 14,2008@10:28 
3) REQ MODE: COMPUTER 4) LOCATION: 3B100-1-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: portable temp broken 
8) CONTACT: LEBERT, LINDSEY 9) PHONE: 5172 

10) ENTERED BY: LEBERT,LINDSEY A 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: Philips injector 
8) CONTACT: BOND, MARJORIE G 

10) ENTERED BY: BOND,MARJORIE G 
12) DATE ASSIGNED: 
14) EQUIP ID#: 38285 

B080718-002 
2} REQ DATE: JUL 18,2008@11:02 
4) LOCATION: 2Dlll-3-BXD 
6) STATUS: PENDING 

won't work 
9) PHONE: 5489 

11) SHOP: BIOMEDICAL 
13) PRIORITY: EMERGENCY 
15) LOCAL ID: BXD 

16} EQUIP CAT: TOMOGRAPHIC IMAGING SYSTEM-COM 17) CONDITION: GOOD 
18) MFGR: PHILIPS MEDICAL SYS 
19) MODEL: CT40 
21) OWNER/DEPT: RADIOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

Ray is looking at it now. 
WARRANTY EXPIRATION: 02/08/08 

20) SERIAL #: 9185 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080718-004 Injector malfunctioned. 



WORK ORDER # B080718-003 
1) PRIMARY EMPL: 2) REQ DATE: JUL 18,2008@11:16 
3) REQ MODE: COMPUTER 4) LOCATION: 1C124-1-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: LEFT ARM ON THE CHAIR IS BROKEN 
8) CONTACT: REDMON, ELLA T 9) PHONE: 4905 

10) ENTERED BY: REDMON, ELLA T 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: EMERGENCY 
14) EQUIP ID#: 23157 15) LOCAL ID: BXD OPHTHALM CL 
16) EQUIP CAT: ZZ/CHAIR-STAND-OPTHALMIC 17) CONDITION: POOR 
18) MFGR: /RELIANCE 
19) MODEL: 09804512121111 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 03/30/99 

20) SERIAL #: 09803980-3030201765 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 



WORK ORDER # B080718-004 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7} TASK DESC: Injector malfunctioned. 
8) CONTACT: SPIVEY,PENNY C 

10) ENTERED BY: SPIVEY,PENNY C 
12) DATE ASSIGNED: 
14} EQUIP ID#: 38285 

2} REQ DATE: JUL 18,2008@13:20 
4} LOCATION: 2D111-3-BXD 
6) STATUS: PENDING 

9} PHONE: 5489 
11) SHOP: BIOMEDICAL 
13) PRIORITY: HIGH 
15) LOCAL ID: BXD 

16) EQUIP CAT: TOMOGRAPHIC IMAGING 
18) MFGR: PHILIPS MEDICAL SYS 

SYSTEM-COM 17) CONDITION: GOOD 

19} MODEL: CT40 
21) OWNER/DEPT: RADIOLOGY 
23) PARTS ORDER: 
25} WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32} WORK PERFORMED: 
33) COMMENTS: 

20} SERIAL #: 9185 
22} PM #: 

24) WORK ACTION: 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

The injector malfunctioned and after four(4) tries, I was able to get 
the injector to work to perform IV contrasted studies. At the end of 
each injection though, it would display on the injector face plate 
Injection Paused. Please come assess and correct anything that needs 
to be corrected. Thanks, Penny 

WARRANTY EXPIRATION: 02/08/08 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080718-002 Philips injector won't work 



WORK ORDER # B080604-003 
1) PRIMARY EMPL: 2) REQ DATE: JON 4/2008@09:59 
3) REQ MODE: COMPUTER 4) LOCATION: 101-386-PCY 
5) BED #: 6) STATUS: WAITING ON PARTS 
7) TASK DESC: PM PHARMACY PACKER SIMS VETS HOME, FL 
8) CONTACT: BRADLEY,OTIS J 9) PHONE: 5764 

10) ENTERED BY: BRADLEY/OTIS J 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 7701 15) LOCAL ID: bxd 
16) EQUIP CAT: UNKNOWN 17) CONDITION: GOOD 
18) MFGR: /UNKNOWN 
19) MODEL: NONE 20) SERIAL #: NSN 
21) OWNER/DEPT: PHARMACY PENSACOLA 22) PM #: 6515-XNPM 
23) PARTS ORDER: 520-08-3-557-0223 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29} VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080715-002 Install and certification of 2 new pharmacy hoods. 
B080625-002 FOR ORDERING PARTS FOR JACC WORKBENCHES 



WORK ORDER # B080605-002 
1) PRIMARY EMPL: BREAZEALE, RAYMOND E. 2) REQ DATE: JUN 5 / 2008@14:10 
3) REQ MODE: COMPUTER 4) LOCATION: 4A122-1-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: NEEDS PM ALSO 36026-36029.kITS NOT AVAILABLE. 
8) CONTACT: BREAZEALE/R 9) PHONE: 

10) ENTERED BY: BREAZEALE/RAYMOND Ell) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/05/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36025 15) LOCAL ID: BXD CHEMO 
16) EQUIP CAT: PUMP-INFUSION 17) CONDITION: LIKE NEW 
18) MFGR: DELTEC 
19) MODEL: 6500 
21) OWNER/DEPT: MEDICAL SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: BREAZEALE I RAYMOND E. HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 06/05/07 

20) SERIAL #: 354459 
22} PM #: 

24) WORK ACTION: P2 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 



WORK ORDER # B080605-003 
1) PRIMARY EMPL: 2) REQ DATE: JON 5,2008@15:23 

4) LOCATION: 3D110-3-BXD 3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: NO ELECTRICAL 

6) STATUS: PENDING 
CONNECTION (SPD #130) 

8) CONTACT: SHOEMAKER, LORNA 
10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 35911 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

9) PHONE: 5563 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD SPD 

17) CONDITION: POOR 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J57790 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 04/24/07 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B080609-002 
1) PRIMARY EMPL: 2) REQ DATE: JON 9,2008@09:42 
3) REQ MODE: COMPUTER 4) LOCATION: 4B114-3-BXD 
5) BED #: 6) STATUS: WAITING ON PARTS 
7) TASK DESC: ERROR MODULE ECG MALFUNCTION 
8) CONTACT: NORMAN,MARGIE D 9) PHONE: 5613 

10) ENTERED BY: NORMAN, MARGIE D 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: EMERGENCY 
14) EQUIP ID#: 39182 15) LOCAL ID: BXD 
16) EQUIP CAT: MONITOR-SYSTEM 17) CONDITION: LIKE NEW 
18) MFGR: ZZ/PHILIPS MEDICAL SYSTEMS 
19) MODEL: MP70 
21) OWNER/DEPT: NURSING SERVICE 
23) PARTS ORDER: 520-08-4-557-0275 
25} WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 07/18/07 

20) SERIAL #: DE61742274 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B080612-002 
1) PRIMARY EMPL: WOODWARD, JERRY R 2) REQ DATE: JUN 12,2008@13:40 
3} REQ MODE: COMPUTER 4) LOCATION: 1F209-1-POP 
5) BED #: 6) STATUS: PENDING 
7} TASK DESC: NOT WORKING 
8) CONTACT: PEAK, MARGARET F 

10) ENTERED BY: PEAK, MARGARET F 
12) DATE ASSIGNED: 06/19/08 
14) EQUIP ID#: 37177 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: ZZ/FIRST AID FOR HEARING AIDS 

9) 
11) 
13) 
15) 

PHONE: 5487 
SHOP: BIOMEDICAL 
PRIORITY: HIGH 
LOCAL ID: AUDIOLOGY 

17) CONDITION: LIKE NEW 

19) MODEL: MIDASIII 20) SERIAL #: MIII06093682 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23) PARTS ORDER: 24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30} *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 

Produces no suction 
WARRANTY EXPIRATION: **10/12/08** 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO:YES 

COST: 
COST: 



WORK ORDER # B080613-001 
1) PRIMARY EMPL: 2) REQ DATE: JON 13,2008@09:33 
3) REQ MODE: COMPUTER 4) LOCATION: lS71-1-MOP 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: colimation off at chest stand 
8) CONTACT: SLADE, KENNETH D 9) PHONE: 3917 

10) ENTERED BY: SLADE, KENNETH D 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 15521 15) LOCAL ID: MOPC 
16) EQUIP CAT: RADIOGRAPHIC UNIT (DIAGNOSTIC) 17) CONDITION: GOOD 
18) MFGR: PICKER INTERNATIONAL (X RAY GROUP) 
19) MODEL: G70MTX360 20) SERIAL #: NSN 
21) OWNER/DEPT: RADIOLOGY 22) PM #: 6525-6248 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/00/92 

27) TOTAL MATERIAL COST: 
29} VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080716-005 auto colimation not working 



WORK ORDER # B080613-004 
I} PRIMARY EMPL: 2) REQ DATE: JUN 13,2008@10:57 
3} REQ MODE: COMPUTER 4} LOCATION: 4D114-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: not sending to PACS 
8) CONTACT: WARD,JENNIFER R 9) PHONE: 5669 

10) ENTERED BY: WARD,JENNIFER R 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 34018 15} LOCAL ID: BXD 
16) EQUIP CAT: RADIOGRAPHIC-PORTABLE FLUORO 17} CONDITION: GOOD 
18) MFGR: GENERAL ELECTRIC/MEDICAL SYS 
19} MODEL: GEOEC9800 20} SERIAL #: 892750 
21) OWNER/DEPT: RADIOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28} TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 



WORK ORDER # B080613-007 
1) PRIMARY EMPL: STORM, PETER J 2) REQ DATE: JUN 13,2008@11:43 
3) REQ MODE: COMPUTER 4) LOCATION: 4AI04-1-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: examination lights (two) need safety stickers. 
8) CONTACT: REGALIZA,CARLO 9) PHONE: 5125 

10) ENTERED BY: REGALIZA,CARLO R 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18) MFGR: 
19) MODEL: 20) SERIAL #: 
21) OWNER/DEPT: MEDICAL SERVICE 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORKCTR: 
26) TOTAL HOURS: 0 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 0.00 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080616-002 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: LOUD BEEPING SOUNDS 
8) CONTACT: PELEAZ,SUSAN M 

10) ENTERED BY: PELEAZ,SUSAN M 
12) DATE ASSIGNED: 
14) EQUIP ID#: 23175 
16) EQUIP CAT: ZZ/ANALYZER-VISUAL 
18) MFGR: HUMPHREY INSTS 
19) MODEL: 750 

FIELD 

21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 04/14/99 

2) REQ DATE: JON 16,2008@08:22 
4) LOCATION: 1CI27-1-BXD 
6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5081 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD OPHTHALMOLO 

17} CONDITION: LIKE 

20) SERIAL #: 750-4440 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

NEW 



WORK ORDER # B080617-005 
1) PRIMARY EMPL: STORM, PETER J 2) REQ DATE: JON 17,2008@13:53 
3} REQ MODE: COMPUTER 4) LOCATION: 3B101-1-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: CHANGE 2ND PARAMETERS 
8} CONTACT: LEBERT,LINDSEY 9) PHONE: 5172 

10) ENTERED BY: LEBERT,LINDSEY A 11} SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14} EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17} CONDITION: 
18) MFGR: 
19) MODEL: 20} SERIAL #: 
21) OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22} PM #: 
23) PARTS ORDER: 24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 0 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 0.00 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 



WORK ORDER # B080618-003 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3) REQ MODE: COMPUTER 

2) REQ DATE: JUN 18,2008@09:04 
4) LOCATION: 3D110-3-BXD 

5) BED #: 
7) TASK DESC: broken?? (spd #41) 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 28163 
16) EQUIP CAT: PUMP-INFUSION 
18) MFGR: AHSC/AMERICAN MCGAW 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J49049 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

GOOD 



WORK ORDER # 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 

B080618-005 

5) BED #: 

2) REQ DATE: JON 18,2008@14:57 
4) LOCATION: 3Cl14-3-BXD 
6) STATUS: PENDING 

7) TASK DESC: filters or flash need replacement 
8) CONTACT: PELEAZ,SUSAN M 

10) ENTERED BY: PELEAZ,SUSAN M 
12) DATE ASSIGNED: 06/19/08 
14) EQUIP ID#: 26606 
16) EQUIP CAT: ANALYZER 
18) MFGR: TOPCON INST CORP OF AMERICA 
19) MODEL: IMAGENET 1024 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 2 
28) TOTAL LABOR COST: 52.22 
30) *ASSIGNED TECH* 

#1: STORM, PETER J HRS: 2 SHOP: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 10/31/01 

9) PHONE: 5081 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD OPHTHALMOLO 

17) CONDITION: GOOD 

20) SERIAL #: 867816 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

BIOMEDICAL 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080619-010 Monitor broken, Need to replace in both rooms. 



WORK ORDER # B080619-007 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: please disconnect gendex 
8) CONTACT: STEADY/SUSAN P 

10) ENTERED BY: STEADY, SUSAN P 
12) DATE ASSIGNED: 06/19/08 
14) EQUIP ID#: 5824 
16) EQUIP CAT: VIEW BOX 
18) MFGR: S & S X RAY PROD 
19) MODEL: 143022 
21) OWNER/DEPT: A&MM 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

2) REQ DATE: JON 19,2008@10:16 
4) LOCATION: *B1 RM1B106 BIL 
6) STATUS: PENDING 
wall mount & arm 
9) PHONE: 5103 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: 

17) CONDITION: 

20) SERIAL #: A20568 
22) PM #: 6525-5199 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

#1: WOODWARD, JERRY R HRS: 
32} WORK PERFORMED: 

SHOP: BIOMEDICAL 

33) COMMENTS: 
WARRANTY EXPIRATION: 07/00/86 
EQUIPMENT USE STATUS LISTED AS TURNED IN. 



WORK ORDER # B080619-010 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 

(Original #: BE080530-001) 
2) REQ DATE: MAY 30,2008@09:43 
4) LOCATION: 3C114-3-BXD 

5) BED #: 
7) TASK DESC: Monitor broken, 

6) STATUS: WAITING ON PARTS 
Need to replace in both rooms. 

8) CONTACT: Storm 
10) ENTERED BY: STORM, PETER J 
12) DATE ASSIGNED: 06/19/08 
14} EQUIP ID#: 26606 
16) EQUIP CAT: ANALYZER 
18) MFGR: TOPCON INST CORP OF AMERICA 
19} MODEL: IMAGENET 1024 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 520-08-4-557-0273 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

9) PHONE: 5569 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD OPHTHALMOLO 

17) CONDITION: GOOD 

20) SERIAL #: 867816 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 10/31/01 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080618-005 filters or flash need replacement 



WORK ORDER # B080619-0I1 (Original #: BE080604-001) 
I} PRIMARY EMPL: STORM, PETER J 2) REQ DATE: JON 4,2008@08:21 
3) REQ MODE: COMPUTER 4} LOCATION: 3BI05-3-BXD 
5} BED #: 6) STATUS: WAITING ON PARTS 
7) TASK DESC: Troubleshooting Air PSOL Leak found during PMI 
8) CONTACT: Storm, Peter 9) PHONE: 5569 

10) ENTERED BY: STORM, PETER J 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/19/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 36523 15) LOCAL ID: BXD RESPIRATOR 
16) EQUIP CAT: ZZ/VENTILATOR 17) CONDITION: LIKE NEW 
I8} MFGR: MALLINCKRODT INC 
19) MODEL: 840 20) SERIAL #: 3150063262 
21) OWNER/DEPT: MEDICAL SERVICE RESPIRATORY CARE SECTION22) PM #: 
23) PARTS ORDER: 520-08-3-557-0235 24) WORK ACTION: 
25) WORK CTR: 55546/RESPIRATORY CARE EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 



WORK ORDER # B080619-012 (Original #: BE080606-001) 
1) PRIMARY EMPL: STORM, PETER J 2) REQ DATE: JON 6,2008@09:14 
3) REQ MODE: COMPUTER 4) LOCATION: 3B105-3-BXD 
5) BED #: 6} STATUS: WAITING ON PARTS 
7) TASK DESC: exhalation valve fault 
8) CONTACT: 9) PHONE: 5569 

10) ENTERED BY: STORM, PETER J 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/19/08 13) PRIORITY: AVERAGE 
14} EQUIP ID#: 36524 15} LOCAL ID: BXD RESPIRATORY 
16) EQUIP CAT: ZZ/VENTILATOR 17) CONDITION: LIKE NEW 
18) MFGR: MALLINCKRODT INC 
19) MODEL: 840 20} SERIAL #: 3150062982 
21) OWNER/DEPT: MEDICAL SERVICE RESPIRATORY CARE SECTION22) PM #: 
23) PARTS ORDER: 520-08-3-557-0237 24) WORK ACTION: 
25) WORK CTR: 55546/RESPIRATORY CARE EQUIP/REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31} DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 



WORK ORDER # B080619-013 
1) PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: 10pm 
8) CONTACT: storm 

10) ENTERED BY: STORM, PETER J 
12) DATE ASSIGNED: 06/19/08 
14) EQUIP ID#: 24738 
16) EQUIP CAT: ZZ/VENTILATOR 
18) MFGR: MALLINCKRODT INC 

(Original #: BE080606-002) 
2) REQ DATE: JON 6,2008@09:24 
4) LOCATION: 3C121-3-BXD 
6) STATUS: WAITING ON PARTS 

9) 
11) 
13) 
15) 

, 
PHONE: 5569 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD RESPIRATORY 

17) CONDITION: LIKE NEW 

19) MODEL: 840 20) SERIAL #: 4200139010 
21) OWNER/DEPT: MEDICAL SERVICE RESPIRATORY CARE SECTION22) PM #: 
23) PARTS ORDER: 520-08-3-557-0240 24) WORK ACTION: 
25) WORK CTR: 55546/RESPIRATORY CARE EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30} *ASSIGNED TECH* 31} DATE COMPLETE: 

#1: STORM, PETER J HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 07/26/01 JCAHO=YES 



WORK ORDER # B080623-006 
1) PRIMARY EMPL: 2) REQ DATE: JON 23,2008@13:08 
3) REQ MODE: COMPUTER 4) LOCATION: 2A110-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: WON'T READ HEARING AIDS 
8) CONTACT: PEAK, MARGARET F 9) PHONE: 5487 

10) ENTERED BY: PEAK, MARGARET F 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14) EQUIP ID#: 37041 15) LOCAL ID: AUDIOLOGY 
16) EQUIP CAT: AUDIOMETER 17) CONDITION: LIKE NEW 
18) MFGR:· ZZ/MEDRX, INC. 
19) MODEL: AVANT 20) SERIAL #: 1140604391H2 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28} TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32} WORK PERFORMED: 
33) COMMENTS: 

Avant won't read hearing aids. Can't use for hearing aid issue. 

There are 2 AVants at POPC, can we get them over here so this one can 
go out for repair 

WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080630-007 Change out PC and connect to network 



WORK ORDER # B080624 002 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3} REQ MODE: COMPUTER 

2) REQ DATE: JUN 24,2008@08:00 
4) LOCATION: 3DII0-3-BXD 

5} BED #: 
7} TASK DESC: vI 
8) CONTACT: SPD 

10) ENTERED BY: WOODWARD, JERRY R 
12) DATE ASSIGNED: 06/24/08 
14} EQUIP ID#: 28177 
16) EQUIP CAT: PUMP-INFUSION 
18} MFGR: ABSC/AMERICAN MCGAW 

6) STATUS: IN PROGRESS 

9) 
11) 
13) 
15) 

PHONE: 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: HORIZONNXT 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: J48993 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24} WORK ACTION: VI 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33} COMMENTS: 
WARRANTY EXPIRATION: 09/05/03 

27) TOTAL MATERIAL 
29) VENDOR SERVICE 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT) 
Work Order # Task Description 
B080520-003 BROKEN? (SPD #55 FROM 1-3) 

COST: 
COST: 

POOR 



WORK ORDER # B080625-001 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: REPAIR LIGHT SOURCE 
8) CONTACT: GARNER, JOSEPH R 

10) ENTERED BY: GARNER, JOSEPH R 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27581 
16) EQUIP CAT: LIGHT SOURCE 
18) MFGR: WECK INSTRUMENTS 
19) MODEL: 521393 
21) OWNER/DEPT: SURGICAL 
23) PARTS ORDER: 520-08-4-557-0269 
25} WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

2) REQ DATE: JON 25,2008@08:18 
4) LOCATION: 4Dl14-3-BXD 
6) STATUS: WAITING ON PARTS 

9) 
11) 
13) 
15) 

PHONE: 5576 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

20} SERIAL #: 000932 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

GOOD 

#1: WOODWARD, JERRY R HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

LIGHT SOURCE STUCK ON HIGH 
WARRANTY EXPIRATION: 03/30/02 



WORK ORDER # B080625-002 
1) PRIMARY EMPL: LIPSCOMB, ERNEST J., II 2) REQ DATE: JON 25,2008@10:19 
3) REQ MODE: COMPUTER 4) LOCATION: 1D182-1-POP 
5) BED #: 6) STATUS: WAITING ON PARTS 
7) TASK DESC: FOR ORDERING PARTS FOR JACC WORKBENCHES 
8) CONTACT: JOE LIPSCOMB 9) PHONE: 7712 

10) ENTERED BY: LIPSCOMB,ERNEST J II 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 06/25/08 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 7701 15) LOCAL ID: bxd 
16) EQUIP CAT: UNKNOWN 17) CONDITION: GOOD 
18) MFGR: /UNKNOWN 
19) MODEL: NONE 20) SERIAL #: NSN 
21) OWNER/DEPT: A&MM 22} PM #: 6515-XNPM 
23) PARTS ORDER: 520-08-3-557-0254 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28} TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: LIPSCOMB, ERNEST J., II HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080715-002 Install and certification of 2 new pharmacy hoods. 
B080604-003 PM PHARMACY PACKER SIMS VETS HOME, FL 



WORK ORDER # B080625-006 
1) PRIMARY EMPL: WOODWARD, JERRY R 
3) REQ MODE: COMPUTER 

2) REQ DATE: JON 25,2008@14:53 
4) LOCATION: 4D104-3-BXD 

5) BED #: 
7) TASK DESC: not working 
8) CONTACT: CRABTREE, DENNIS 

10) ENTERED BY: CRABTREE, DENNIS W 
12) DATE ASSIGNED: 
14) EQUIP ID#: 34633 
16) EQUIP CAT: ZZ/MONITOR-URINARY 
18) MFGR: BARD, C. R. UROLOGICAL 
19) MODEL: 000002N 
21) OWNER/DEPT: SURGICAL UROLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: WOODWARD, JERRY R HRS: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 01/24/06 

6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 4911 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD UROLOGY 

17) CONDITION: LIKE 

20) SERIAL #: DYPE0036 
SERVICE 22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

SHOP: BIOMEDICAL 

NEW 



WORK ORDER # B080625-009 
1) PRIMARY EMPL: REYES, MARCOS R. 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: SLIT LAMP BULB IS OUT 
8) CONTACT: REDMON, ELLA T 

10) ENTERED BY: REDMON, ELLA T 
12) DATE ASSIGNED: 
14) EQUIP ID#: 18716 
16) EQUIP CAT: ZZ/SLIT LAMP 
18) MFGR: HAAG STREIT SERVICE 
19) MODEL: 900BQ 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 520-08-4-557-0271 
25) WORK CTR: 
26} TOTAL HOURS: 2 
28) TOTAL LABOR COST: 57.51 
30) *ASSIGNED TECH* 

2) REQ DATE: JUN 25,2008@16:10 
4} LOCATION: 2A119-1-BXD 
6) STATUS: WAITING ON PARTS 

9) 
11) 
13) 
15) 

PHONE: 4905 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: SURG OPTHAL 

17) CONDITION: POOR 

20) SERIAL #: 9W1368706 
22) PM #: 6540-5060 

24) WORK ACTION: G1 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 

#1: REYES, MARCOS R. HRS: 
#2: STORM, PETER J HRS: 1 

32) WORK PERFORMED: replace pwr 

1 SHOP: BIOMEDICAL 
SHOP: BIOMEDICAL 
supply 

33) COMMENTS: 
WARRANTY EXPIRATION: 10/25/94 JCAHO=YES 



WORK ORDER # B080626-002 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JON 26,2008@09:05 
4) LOCATION: lE201-1-POP 
6) STATUS: PENDING 

7) TASK DESC: Kavo handpiece has bur stuck in it. 
8) CONTACT: PHETTEPLACE, BET 

10) ENTERED BY: PHETTEPLACE, BETTY ANN 
12) DATE ASSIGNED: 
14) EQUIP ID#: 29943 
16) EQUIP CAT: CHAIR-DENTAL 
18) MFGR: ZZ/DENTAL EZ 
19} MODEL: J 

9) PHONE: 7545 
11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: POP 

17) CONDITION: GOOD 

20) SERIAL #: 3778 
21) OWNER/DEPT: PENSACOLA 
23) PARTS ORDER: 

OUTPATIENT CLINIC 22) PM #: 

25) WORK CTR: 
26) TOTAL HOURS: 
28} TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

Nevermind ... we fixed it! 
WARRANTY EXPIRATION: 10/02/05 

24) WORK ACTION: 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # 
1} PRIMARY EMPL: STORM, PETER J 
3) REQ MODE: COMPUTER 

B080628-001 

5) BED #: 
7) TASK DESC: DID NOT SAVE OVERNIGHT 
8) CONTACT: DUBOSE/JACK E 

10) ENTERED BY: DUBOSE, JACK E 
12) DATE ASSIGNED: 
14) EQUIP ID#: 30892 
16) EQUIP CAT: OXIMETER 
18) MFGR: /NELLCOR INCORPORATED 
19) MODEL: n595ad1 
21) OWNER/DEPT: MEDICAL SERVICE 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 0 
28) TOTAL 'LABOR COST: 0.00 
30) *ASSIGNED TECH* 

#1: STORM, PETER J HRS: 
32} WORK PERFORMED: 
33) COMMENTS: 

SHOP: 

2) REQ DATE: JUN 28,2008@09:42 
4) LOCATION: 3C108-3-BXD 
6) STATUS: PENDING 

SLEEP SCREEN DATA. 
9) PHONE: 5519/5481 

11) SHOP: BIOMEDICAL 
13) PRIORITY: HIGH 
15) LOCAL ID: BXD 

17) CONDITION: LIKE NEW 

20) SERIAL #: G03816102 
22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

BIOMEDICAL 

ALSO, COMMUNICATIONS ERROR OCCURRED 
SEPERATE COMPUTERS) 

WHEN TRYING TO DOWNLOAD STUDY(ON 2 

WARRANTY EXPIRATION: 04/30/04 



WORK ORDER # B080630-007 
1) PRIMARY EMPL: 2) REQ DATE: JON 30,2008@13:42 
3) REQ MODE: COMPUTER 4) LOCATION: 2A110-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: Change out PC and connect to network 
8} CONTACT: PEAK, MARGARET F 9) PHONE: 5487 

10) ENTERED BY: PEAK,MARGARET F 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: EMERGENCY 
14) EQUIP ID#: 37041 15) LOCAL ID: AUDIOLOGY 
16) EQUIP CAT: AUDIOMETER 17) CONDITION: LIKE NEW 
18) MFGR: ZZ/MEDRX, INC. 
19) MODEL: AVANT 20) SERIAL #: 1140604391H2 
21) OWNER/DEPT: AUDIOLOGY/SPEECH PATHOLOGY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26} TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29} VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33} COMMENTS: 

We have switched on the AVANTs and still cannot get the unit to work. 
It is possibly the GATEWAY PC. Please switch out AVANT 37041 and its 
GATEWAY PC with AVANT 37043 and its computer. Gateway to be 
installed in 2B105B. Avant 37041 should go out for repair as it has 
problems staying connected and has been reading 'low'. 

Need ASAP 
WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 

(OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080623-006 WON'T READ HEARING AIDS 



WORK ORDER # B080630-008 
1} PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUN 30,2008@14:30 
4) LOCATION: 1C126-1-BXD 
6) STATUS: PENDING 

7) TASK DESC: switch in not working properly making a noise. 
8) CONTACT: REDMON, ELLA T 

10) ENTERED BY: REDMON, ELLA T 
12) DATE ASSIGNED: 
14) EQUIP ID#: 23306 
16} EQUIP CAT: ZZ/SLIT LAMP 
18) MFGR: HAAG STREIT SERVICE 
19) MODEL: 0900-0011 
21) OWNER/DEPT: SURGICAL OPHTHALMOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: OS/27/99 

9) PHONE: 4905 
11) SHOP: BIOMEDICAL 
13) PRIORITY: EMERGENCY 
15) LOCAL ID: BXD OPHTHALMOLO 

17) CONDITION: POOR 

20) SERIAL #: 900729505 
22) PM #: 

24} WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

B080630-009 
2) REQ DATE: JaN 30,2008@14:46 
4) LOCATION: 2A110-3-BXD 
6) STATUS: PENDING 

7) TASK DESC: CONNECT TO AUDIO NETWORK 
8) CONTACT: PEAK, MARGARET F 

10) ENTERED BY: PEAK, MARGARET F 
12) DATE ASSIGNED: 
14) EQUIP ID#: 37043 
16) EQUIP CAT: AUDIOMETER 
18) MFGR: ZZ/MEDRX, INC. 
19) MODEL: AVANT 
21) OWNER/DEPT: AUDIOLOGY/SPEECH 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

9) 
11) 
13) 
15 ) 

PHONE: 5487 
SHOP: BIOMEDICAL 
PRIORITY: EMERGENCY 
LOCAL ID: AUDIOLOGY 

17) CONDITION: ,LIKE NEW 

20) SERIAL #: 1140604390H2 
PATHOLOGY 22) PM #: 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

UNIT SHIFTED TO 2AII0 BLDG 3 BLX. Need it connected to the network. 
Can't connect to network for hearing aid issues. 

WARRANTY EXPIRATION: 10/04/07 JCAHO=YES 



1) 
3) 
5) 
7) 
8) 

10) 
12) 
14) 
16) 
18) 
19) 
21) 
23) 
25) 
26) 
28) 
30) 
32) 
33) 

WORK ORDER # 
PRIMARY EMPL: 
REQMODE: COMPUTER 
BED #: 
TASK DESC: 
CONTACT: ADGER / MAE LINDA 
ENTERED BY: ADGER/MAE LINDA 
DATE ASSIGNED: 
EQUIP ID#: 
EQUIP CAT: 
MFGR: 
MODEL: 
OWNER/DEPT: 
PARTS ORDER: 
WORK CTR: 
TOTAL HOURS: 
TOTAL LABOR COST: 
*ASSIGNED TECH* 
WORK PERFORMED: 
COMMENTS: 

B080702-003 
2) REQ DATE: JUL 2,2008@09:38 
4) LOCATION: 
6) STATUS: 

9) PHONE: 4389 
11) SHOP: BIOMEDICAL 
13) PRIORITY: 
15) LOCAL ID: 

17} CONDITION: 

20) SERIAL #: 
22} PM #: 

24) WORK ACTION: 

27} TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31} DATE COMPLETE: 



WORK ORDER # B080703-004 
1) PRIMARY EMPL: 2) REO DATE: JUL 3,2008@10:24 
3) REO MODE: COMPUTER 4) LOCATION: 1D166-1-POP 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: automatice collumator does not work on table bucky 
8) CONTACT: FILBERT,DOUGLAS 9) PHONE: 7512 

10) ENTERED BY: FILBERT,DOUGLAS D 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13} PRIORITY: HIGH 
14) EQUIP ID#: 26411 1S} LOCAL ID: POP 
16) EQUIP CAT: RADIOGRAPHIC UNIT (DIAGNOSTIC) 17) CONDITION: POOR 
18) MFGR: PHILIPS MEDICAL SYS 
19) MODEL: EASY DIAGNOST 
21) OWNER/DEPT: RADIOLOGY 
23) PARTS ORDER: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 

20} 

24) 

27} 
29 ) 
31) 

SERIAL #: 
22) PM #: 

WORK ACTION: 

TOTAL MATERIAL COST: 
VENDOR SERVICE COST: 
DATE COMPLETE: 



WORK ORDER # B080703-005 (Original #: BE080630-002) 
1) PRIMARY EMPL: WOODWARD, JERRY R 2) REQ DATE: JUN 30,2008@14:26 
3) REQ MODE: COMPUTER 4) LOCATION: 1B112-1-BXD 
5) BED #: 6) STATUS: IN PROGRESS 
7) TASK DESC: eri, inspection past due. 
8 } CONTACT: 9 ) 

10) ENTERED BY: BOND/ALAN D 11) 
12) DATE ASSIGNED: 07/03/08 13) 
14) EQUIP ID#: 21939 15) 
16) EQUIP CAT: STIMULATOR-NEUROMUSCULAR 
18) MFGR: DYNATRONICS RESEARCH 

PHONE: 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD-PM&RS 

17} CONDITION: 

19) MODEL: 850 20) SERIAL #: 851711 
21) OWNER/DEPT: PM&RS, PHYSICAL THERAPY, BILOXI 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: G1Pl 
25) WORK CTR: 55566/0THER MEDICAL EQUIP, REPAIR 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 

#1: WOODWARD, JERRY R HRS: SHOP: BIOMEDICAL 
32) WORK PERFORMED: 
33) COMMENTS: 

eri inspection date 05June2008. 
WARRANTY EXPIRATION: 10/04/97 JCAHO=YES 

GOOD 



WORK ORDER # B080707-001 
1) PRIMARY EMPL: 2) REQ DATE: JUL 7,2008@09:01 
3) REQ MODE: COMPUTER 4) LOCATION: 3B100-1-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: bp machine 32 needs connector 
8) CONTACT: LEBERT, LINDSEY 9) PHONE: 5172 

lO} ENTERED BY: LEBERT, LINDSEY A 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 15) LOCAL ID: 
16) EQUIP CAT: 17) CONDITION: 
18} MFGR: 
19) MODEL: 20} SERIAL #: 
21) OWNER/DEPT: MAS MEDICAL ADMINISTRATION 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33} COMMENTS: 

blood pressure machine #32 needs connector for tube 



WORK ORDER # B080707-002 
1) PRIMARY EMPL: 2) REQ DATE: JUL 7,2008@10:37 
3} REQ MODE: COMPUTER 4) LOCATION: 1094-2-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: TOUCH SCREEN REPLACEMENT 
8} CONTACT: WILSON,JOHN 9) PHONE: 5153 

10) ENTERED BY: MILLER, CATHY 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: .42522 15) LOCAL ID: BXD-PHARMACY 
16) EQUIP CAT: COUNTER-TABLET 17) CONDITION: LIKE NEW 
18) MFGR: 
19) MODEL: FAST PAK EXP-256/64S 20) SERIAL #: 70814041 
21) OWNER/DEPT: PHARMACY 22) PM #: 
23) PARTS ORDER: 24) WORK ACTION: 
25) WORK CTR: 
26} TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30} *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: **03/05/09** 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080709-008 BATCH NOT GOING ACROSS 



WORK ORDER # B080707-004 
1) PRIMARY EMPL: 2) REQ DATE: JUL 7,2008@11:16 
3) REQ MODE: COMPUTER 4) LOCATION: 1C105-3-BXD 
5) BED #: 6) STATUS: PENDING 
7) TASK DESC: otoscope in exam rooms not working 
8) CONTACT: BORIS,BETHANY A 9) PHONE: 4947 

10) ENTERED BY: BORIS, BETHANY A 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: HIGH 
14} EQUIP ID#: 36959 15) LOCAL ID: NURSING/ER 
16) EQUIP CAT: ZZ/OPTHALMOMETER-KERATOMETER 17) CONDITION: 
18) MFGR: WELCH ALLYN 
19) MODEL: 76793MX 20) SERIAL #: 
21} OWNER/DEPT: NURSING SERVICE 22) PM #: 
23) PARTS ORDER: 24') WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28} TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B061002-016 Incoming Inspection 



WORK ORDER # B080708-005 
I} PRIMARY EMPL: 
3} REQ MODE: COMPUTER 
5} BED #: 

2} REQ DATE: JUL 8,2008@15:32 
4} LOCATION: 3DII0-3-BXD 

7} TASK DESC: BROKEN? (SPD #40 
8) CONTACT: SHOEMAKER,LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27806 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6} STATUS: PENDING 

9) 
11) 
13) 
IS) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19} MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013069 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 05/07/01 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

POOR 



WORK ORDER # B080708-006 
1} PRIMARY EMPL: 2) REQ DATE: JUL 8,2008@15:33 
3) REQ MODE: COMPUTER 4) LOCATION: 3D110-3-BXD 
5} BED #: 6) STATUS: PENDING 
7) TASK DESC: BROKEN? (SPD #5) 
8) CONTACT: SHOEMAKER, LORNA 9) PHONE: 5563 

10) ENTERED BY: SHOEMAKER, LORNA 11) SHOP: BIOMEDICAL 
12) DATE ASSIGNED: 13) PRIORITY: AVERAGE 
14) EQUIP ID#: 27771 15) LOCAL ID: BXD 
16) EQUIP CAT: MONITOR-VITAL SIGNS 17) CONDITION: GOOD 
18) MFGR: PROTOCOL SYSTEMS 
19) MODEL: 20) SERIAL #: 
21} OWNER/DEPT: A&MM, (SPD) SUPPLY, PROCESSING & DIST22) PM #: 
23} PARTS ORDER: 24} WORK ACTION: 
25} WORK CTR: 
26) TOTAL HOURS: 27) TOTAL MATERIAL COST: 
28) TOTAL LABOR COST: 29) VENDOR SERVICE COST: 
30) *ASSIGNED TECH* 31) DATE COMPLETE: 
32) WORK PERFORMED: 
33) COMMENTS: 

JCAHO=YES 



WORK ORDER # B080708-007 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: BROKEN? (SPD #53) 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27443 
16} EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 
19) MODEL: 

2) REQ DATE: JUL 8,2008@15:33 
4) LOCATION: 3D110-3-BXD 
6) STATUS: PENDING 

9) 
11) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: MOP 

17) CONDITION: 

20) SERIAL #: 20011349 

POOR 

21) OWNER/DEPT: MOBI~E 
23) PARTS ORDER: 

OUTPATIENT CLINIC 22) PM #: 

25) WORK CTR: 
26} TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 02/21/03 
Last PMI was DEFERRED. 

24) WORK ACTION: 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 



WORK ORDER # B080708-008 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 

2) REQ DATE: JUL 8,2008@15:34 
4) LOCATION: 3DI10-3-BXD 

7) TASK DESC: BROKEN? (SPD #14) 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER, LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27780 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18) MFGR: PROTOCOL SYSTEMS 

6) STATUS: PENDING 

9) 
11 ) 
13) 
15) 

PHONE: 5563 
SHOP: BIOMEDICAL 
PRIORITY: AVERAGE 
LOCAL ID: BXD 

17) CONDITION: 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013043 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24) WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30} *ASSIGNED TECH* 
32) WORK PERFORMED: 
33} COMMENTS: 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT) 
Work Order # Task Description 
B080708-009 BP & TEMP NOT WORKING (SPD #14) 

GOOD 



WORK ORDER # B080708-009 
1) PRIMARY EMPL: 
3) REQ MODE: COMPUTER 
5) BED #: 
7) TASK DESC: BP & TEMP NOT WORKING 
8) CONTACT: SHOEMAKER, LORNA 

10) ENTERED BY: SHOEMAKER,LORNA 
12) DATE ASSIGNED: 
14) EQUIP ID#: 27780 
16) EQUIP CAT: MONITOR-VITAL SIGNS 
18} MFGR: PROTOCOL SYSTEMS 

2) REQ DATE: JUL 8,2008@15:34 
4) LOCATION: 3DII0-3-BXD 
6} STATUS: PENDING 

(SPD #14) 
9} PHONE: 5563 

11) SHOP: BIOMEDICAL 
13) PRIORITY: AVERAGE 
15) LOCAL ID: BXD 

17) CONDITION: GOOD 

19) MODEL: 
21) OWNER/DEPT: A&MM, 
23) PARTS ORDER: 

20) SERIAL #: 20013043 
(SPD) SUPPLY, PROCESSING & DIST22) PM #: 

24} WORK ACTION: 
25) WORK CTR: 
26) TOTAL HOURS: 
28) TOTAL LABOR COST: 
30) *ASSIGNED TECH* 
32) WORK PERFORMED: 
33) COMMENTS: 
WARRANTY EXPIRATION: 05/07/03 

27) TOTAL MATERIAL COST: 
29) VENDOR SERVICE COST: 
31) DATE COMPLETE: 

JCAHO=YES 

[OTHER OPEN WORK ORDERS FOR THIS EQUIPMENT] 
Work Order # Task Description 
B080708-008 BROKEN? (SPD #14) 


